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In-vitro assays using cultured cells have been widely performed for studying many 
aspects of cell biology and cell physiology. These assays also form the basis of cell based 
sensing. Presently, analysis procedures on cell cultures are done using techniqu s that are 
not integrated with the cell culture system. This approach makes continuous and real-time 
in-vitro measurements difficult. It is well known that the availability of continuous online 
measurements for extended periods of time will help provide a better understanding and 
will give better insight into cell physiological events.   
With this motivation we developed a highly sensitive, selective and stable 
microfluidic electrochemical glucose biosensor to make continuous glucose 
measurements in cell culture media. The performance of the microfluidic biosensor was 
enhanced by adding 3D nanopillars to the electrode surfaces. The microfluidic g cose 
biosensor consisted of three electrodes - Enzyme electrode, Working electrode, and 
Counter electrode. All these electrodes were enhanced with nanopillars and were 
optimized in their respective own ways to obtain an effective and stable biosensing 
device in cell culture media. For example, the ‘Enzyme electrode’ was optimized for 
enzyme immobilization via either a polypyrrole-based or a self-assembled-monolayer-
based immobilization method, and the ‘Working electrode’ was modified with Prussian 
Blue or electropolymerized Neutral Red to reduce the working potential and also the 
interference from other interacting electro-active species. The complete microfluidic 
 iii  
biosensor was tested for its ability to monitor glucose concentration changes in cell 
culture media.  
The significance of this work is multifold. First, the developed device may find 
applications in continuous and real-time measurements of glucose concentrations in in-
vitro cell cultures. Second, the development of a microfluidic biosensor will bring 
technical know-how toward constructing continuous glucose monitoring devices. Third, 
the methods used to develop 3D electrodes incorporated with nanopillars can be used for 
other applications such as neural probes, fuel cells, solar cells etc., and finally, the 
knowledge obtained from the immobilization of enzymes onto nanostructures sheds some 
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Real time in vitro analysis of cell culture is important in various studies of cell 
physiology, cell based therapeutics and cell biology [1]. These types of studies require 
the monitoring of activities of ion channels in cell membrane and of signalin  nalytes 
and metabolites such as oxygen, nitric oxide (NO), glucose, glutamate, ascorbate, 
dopamine, and so on. In therapeutic research it is crucial to study high-resolution, real-
time measurement of biochemistry in living cells when exposed to pharmaceutic ls, 
drugs, and biotoxins. In cell biological studies, it will be possible to investigate how cells 
act in concert and also how populations of cells communicate with each other, by 
analyzing the chemicals released from the cultured cells spatially and temporally. 
The main impediment for real time analysis of cell cultures is the lack of technologies 
that can be used to observe the analytes continuously from live cell cultures. The 
foremost problem is the choice of an appropriate detection method that can be integrated 
with cell culture system. The most used methods are optical and fluorescent based 
detection methods. Present optical methods need bulkier detection devices and alignment 
of the detectors, even though some progress has been made in integrating them with 
micro-fluidic systems. They need potential labeling of molecules or cells as in the case of 
fluorescence methods. Certain cell functions like membrane potentials cannot esily b  
studied with optical techniques. This is where the electrochemical techniques can be very 
 2
effective. Integration of electrodes onto cell cultures will provide information that will be 
complementary to that generated by fluorescent detection methods [2]. 
Other advantages of electrochemical techniques for cell analysis are [3]  
• Compared with optical methods, they are most convenient for recording and 
processing; 
• Easy to integrate into devices and for miniaturization (suitable for microfluidic 
devices);  
• Alignment of detector and object of interest is not necessary; 
• Some activities of ion channels and neurons which are electrical in nature can be 
easily obtained; 
• They generally don’t need any labeling of bio-molecules or cells; 
• Non-destructive measurements possible on cells unlike patch clamp studies. 
In the future, the combination of optical probes and electro-analytical methods coul  
present a great potential for the development of multi-analyte detection system  to 
monitor cellular dynamics.  
Until now electrochemical studies in cell cultures is limited to potentiometric 
electrodes like pH electrodes and oxygen sensors. Even though electrochemical 
amperometry is a very powerful tool for continuous in-vitro studies, it is limited by 
specificity and detection limit problems. These problems should be addressed to get 
reliable and accurate measurements using amperometry. So below are listed some of the 
advantages and essential features of a good amperometric biosensor.  
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Advantages of amperometric biosensor include: 1) rapid, 2) easy integration, 3) non-
interfering with the cells, 4) simple operation, 5) cost effective, and 6) good for 
continuous measurements. Essential criteria for a good amperometric biosensor include 
[4]: 1) high sensitivity, 2) good selectivity, 3) long shelf life, 4) no interfernce, 5) large 
linear range, and 6) low detection limit. 
All of the above criteria have to be met for developing an amperometric biosensor 
system that can be effectively used for cell culture monitoring. But amperometric 
biosensors presently found in literature lack many of these essential features nd cannot 
be readily used for continuous monitoring. There was not any biosensor system reported 
in literature that has been prepared to withstand the cell culture media conditions. This 
motivated us to develop an enzymatic amperometric biosensor system with all the 
essential criteria and especially suited for cell culture media solutions.  
A microfluidic biosensor platform was chosen in our study because it will allow us to 
perform continuous measurements and obtain measurements at very low analyte 
volumes. In such a biosensor, electrodes should also be made small enough to fit into the 
microfluidic channels. This will limit the surface area of the electrodes and therefore 
reduce the sensitivity of the biosensor. In this work we overcame these challenges by 
developing 3D electrodes incorporated with nanopillars. Due to a lack of informatin in 
the literature on the development of microfluidic biosensors integrated with 3D 
nanostructures, several studies were performed to optimize many existing methods for 
constructing amperometric biosensors whose electrodes were made of 3D nanopillars. 
With the information obtained from these studies, an effective biosensor with superior 
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performances was realized for cell culture monitoring. This dissertation presents the 
details of these relevant studies performed for the development of a microfluidic 
biosensor for monitoring glucose in a cell culture environment. 
1.1 Outline of the dissertation 
1) Chapter 2 contains the background literature information mainly on the cell culture 
monitoring, electrochemical methods for cell culture monitoring and finally 
nanomaterials used for improvement of electrochemical glucose biosensor 
2) Chapter 3 discusses about the proposed ideas and the five objectives of this work 
3) The rest of chapters have been categorized into five sections based on the five 
objectives. The chapters under each section talks about the studies performed and 
their corresponding results to accomplish each of objectives. 
SECTION I: Development of 3D nanopillars (1 Chapter) 
SECTION II: Development of the enzyme electrode (4 chapters) 
SECTION III: Microfluidic glucose biosensor (2 chapters) 
SECTION IV: Modifications of the working electrode (2 Chapters) 
SECTION V: Cell culture monitoring (1 Chapter) 
When there is more than 1 chapter in a Section, the last chapter of that Section has a 
summary of the best results from the multiple studies done (under the title – “Highlights 









Mammalian cell culture grown in laboratory settings have become essential in 
understanding the dynamics of the complex cellular system and the whole functioning of 
the human body. The in vitro cell culture models have been essential in advances in cell 
biology mainly in investigating cell-cell interactions, cell-extracellular matrix 
interactions, and transport phenomena. The cell cultures also are elementary to s udies 
involving tissue culture and engineering. Apart from the basic cell biological research 
they are also fundamental tools in drug development, clinical diagnostics, therapy, 
environmental monitoring and manufacturing of various important biochemicals such as 
vaccines, enzymes, hormones and antibodies [1]. 
Cells are complex and dynamic nanostructured microsystems that contain functional 
subunits located in compartments and connected by an intricate signaling network. The 
cells functions and properties are also continuously changed by the biochemical 
responses to the numerous chemical and mechanical stimuli. A weak stimulus is 
amplified by the signaling network and results in the appropriate cell function. Defects in 
the sensing, transduction or cellular response have been found to be the underlying cause 
of various diseases like cancers, immune disorders, cardiac hypertrophy, genetic
malformations, and neuropathies [2]. 
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In in-vitro cell culture the in-vivo cell-cell and cell- environment interactions are 
mimicked and studied, to understand the fundamental aspects of these interactions. Even 
though in-vitro culture is used extensively in conventional experiments, there are 
questions whether the system mimics the in-vivo conditions satisfactorily. To improve on 
these drawbacks, 3D cell growth has been introduced to create models equivalent to the 
animal and human models. Recent advances in micro and nanotechnologies have also 
contributed extensively to improve cell culture environments as cells in-vivo are the best 
example of nano- micro- macro integration. [6]. One such solution is using microfluidic 
systems for cell culture, also called as Lab-on-chip. Lab-on-chip systems are capable to 
conducting high through put cell based assays and they also mimic the in-vivo
microenvironment more accurately [7]. In these systems there can be controlof the cell 
interactions and control of the distribution of biomolecules. There are also additional 
advantages of short diffusion lengths, laminar flow with low Reynolds numbers, high 
surface to volume ratio, and need of small amount of reagents [8]. More sophisticated 
microfluidic devices have used three-dimensional microstructures and polymer scaffolds 
to mimic the in vivo environment even better. 
These microfluidic based devices have advanced rapidly in recent times that they can 
perform various tasks such as cell sorting, cell viability, sampling and handling [9,10].  
The ultimate goal is to achieve a fully integrated lab-on-chip that can perform repeated 
cell growth, reagent introduction and real time cell based analysis [1]. One of the most 
important issues that need to be addressed to achieve this goal is the development of 
miniaturized multi-property detection systems with high sensitivities, high signal to noise 
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ratio and fast response time.  So in this literature review we will concentrate on the 
analysis systems that can to be integrated with the microfluidic based cell culture.   
Development of rapid, cheap, specific and sensitive methods for biochemical assays that 
can be integrated with the microfluidic cell culture has been the focus of research 
activities in recent years. Numerous studies have used detections schemes that can be 
categorized as optical detectors, electrochemical detectors, mass spectrometric detectors 
and nuclear magnetic resonance (NMR) detectors according to the different detection 
principles. Among the various detectors, optical and electrochemical based biosnsors are 
the most used detection schemes. Optical detection method is a versatile and eff ctive 
method to visualize cells and the sub-cellular structures. Conventional optical detetors 
can be easily interfaced with the microfluidic system without any requirement of 
interconnections between the detector and microfluidic device. As they involve only 
photons for detection they involve minimum disturbance to the reaction system observed. 
[11]. Fluorescene based methods have been successful in detecting proteins by observing 
the expressed recombinant fluorescent protein, such as green fluorescent protein, in liv  
cells. But the major problems with optical detection methods are that they are l ss suited 
for long term monitoring of cultured cells due to the toxic properties of many of thedyes 
used. It is not easy to integrate the light sources and detectors into small portab e lab-on-
chip devices. Furthermore, there is no apt optical method available for cell adhesion 
studies and monitoring metabolic and electrical activities [2].  
Electrochemical biosensors are attractive for micro-fluidic based asay because of the 
inherent portability, simplicity, bio-compatibility and ease of fabrication of micro-
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electrodes. The instrumentation cost for electrochemical detection method is also the 
lowest. Integration of electrochemistry in lab on chip is a convenient way to realize 
multi-analytical functions in a single miniaturized device. Electrodes integrat d with the 
microfluidic systems are not only used as the conducting elements for detecting 
electrochemical species [12], but also for manipulating materials using electrophoretic 
principle [13] and also as surface layers for biomolecular immobilization and 
hybridization [14]. The most commonly used electrochemical techniques for detection in 
cell culture based assays are potentiometry, amperometry/voltammetry and 
electrochemical impedance spectroscopy (EIS). These detection schemes can be readily 
used for monitoring extracellular metabolites such as oxygen, carbon dioxide, and 
glucose and even pH. Various ionic species such as Na+, K+, Ca+, and NH3+ can also be 
detected using this technology. Inherently electro-active species such as ascorbate, 
dopamine, and nitric oxide can also be detected at the electrode surface. Most importantly 
other analytes such as glucose, lactate, glutamate, choline, acetyl choline and ATP that 
are not electro-active can be measured using enzyme based electrodes. Recent advances 
have also led to the detection of various species like amino acids, peptides and DNA. But 
electrochemical methods are plagued by important issues like lesser sen itivity at the 
smaller microelectrodes, interference from other electro-active species, and loss of 
activity of the biomolecules used for detection.  
The first part of the review presents the advances in electrochemical biosensing 
technology that can be integrated with a cell culture in a microfluidic environment. 
Examples of different electrochemical techniques applied to cell culture assays found in 
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literature will also be presented. In the second part of the review, the drawbacks of the 
electrochemical techniques and ways to improve the performance of the electroch mical 
biosensor using nanomaterials will be discussed in detail. Electrochemical glucose 
biosensor is chosen as the model system to discuss the electrode modifications with 
nanomaterials.  
2.2 Overview of parameters to be monitored in cell culture 
Before we go into the details of electrochemical biosensing technologies, we will 
briefly review on the parameters that can be monitored in cell culture. 
2.2.1 Metabolic activity in cells 
Chemical energy in the cells is exclusively derived from the ATP molecules in the 
cells. Any metabolic pathway involved in the making of ATP is a catabolic pathway. Any 
metabolic pathway for assembling complex molecules like DNA, RNA, proteins and 
fatty acid is an anabolic pathway. The catabolic pathway is simply the transfer of energy 
stored in glucose bonds to phosphate bonds. For this glucose first undergoes glycolysis to 
form pyruvate, releasing some ATP molecules and reducing nictoniamide adenine 
dinucleotide (NAD) to NADH. Pyruvate enters the Krebs cycle and more NADH and 
FADH2 are produced. The Krebs cycle converts some ADP molecules to ATP and also 
completes the conversion of glucose to carbon dioxide. NADH and FADH2 release the 
energy to create a proton gradient which in turn produces more ATP molecules. Many of 
the amino acids needed by cells to assemble proteins can be made from molecules such 
as Acetyl CoA taken from Krebs cycle reactions. By-products of glycolysis are also used 
to prepare RNA and DNA. So the sum of these catabolic and anabolic pathways makes 
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up the cell metabolic activity. So observing any of the biochemicals involved in the 
pathways will provide vital information of the metabolic activity of the cells.  
Below is the list of some of these metabolites and parameters that can be sensed and the 
information they provide [15]: 
Extracellular Oxygen: indicates respiration rate  
Extracellular Carbon Dioxide: reflects efficiency of the Krebs cycle and the viability 
of the cell  
Extracellular Glucose: indicates the capacity of the cell to perform anabolic activity 
Intracellular ATP: fuel availability in the cell 
Intracellular NADH and FADH: reflects the proper completion of glycolysis 
Intracellular pH: across the mitochondrial membrane indicates the proton gradient 
 Extracellular pH: mostly changed due to amount of CO2 present 
So biosensors used detect these changes can give us wealth of information about the basic 
metabolic activity of the cell.  
2.2.2 Enzyme activity 
Enzymes play an important role in sustaining most of the biological processes 
happening in the cell. Assay and regulation of enzymes is important tool now in clinical 
diagnosis and therapy. Microdevice with cell lysis and optical biosensors has been used 
to detect the enzyme like lysozyme.[16]. 
2.2.3 Cell signaling 
Intercellular signaling takes place in nerve, immune and endocrine systems using the 
first messengers such as neurotransmitters, cytokines, and hormones respectively. These 
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molecules bind either to ion-channel, kinase or G protein-coupled membrane 
receptor proteins, and trigger the respective down-stream intracellular sign ling. 
Sometimes oxygen and nitric oxide can also act as cellular signaling messeng r . These 
are called redox signaling molecules, which includes free radicals, reactive oxygen 
species (ROS) and other electro-active species. The electro-active property of these 
molecules helps in directly measuring the molecules using metal electrod s. Some 
signaling molecules such as adenosine, ATP and acetylcholine that are not electr -active 
can be measured using enzyme/multi-enzyme based electrochemical biosensors.  
Biosensors are also critical in understanding various neuro-transmitters that mediate 
communication between neurons and non-neuronal cells such as glia and muscles cells. 
Faulty neurotransmission has been linked to various conditions like depression, 
schizophrenia and other degenerative diseases. Some of neurotransmitters such as 
catecholamines (dopamine, epinephrine, and norepinephrine), 5-hydroxytryptamine (5-
HT or serotonin), histamine and peptides containing a tryptophan or tyrosine residue are 
also electroactive and can be measured using micro-electrodes [17].  Most of these 
neurotransmitters and hormones are secreted in discrete packets in a process called 
quantal exocytosis. Measurement of quantal release is important as it provide information 
about the mechanism and regulation of exocytosis and also evidence that the release is 
from exocytosis and not cell lysis. Electrochemical detectors have been used in this case 
to detect the spike in current resulting from oxidation of the quanta of the transmitter 
[18]. Other techniques such as liquid chromatography (LC), capillary electrophoresis 
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(CE) separations with fluorescent techniques, and mass spectrometry (MS) have also 
been used to monitor the neurotransmitters in in-vivo and in-vitro conditions [19]. 
2.2.4 Cell adhesion and morphology 
Cell adhesion studies are important in cancer cell research. Cancer cell metastasis and 
invasion trough adhesion and penetration can be studied using electrochemical 
impedance biosensors or peizo/acoustic wave biosensors [20]. Changes in cell adhesion 
and morphology give information about the viability of the cell.  
2.2.5 Electrophysiological measurements 
One of the most important studies in electrophysiology is ion channel studies. Ion 
channel are trans-membrane proteins that allow passage of ions through pores across a 
non-permeable lipid layer. Studies of Ca2+, K+, Na+ ion channels have shown their 
importance in homeostasis and other pathological processes. Defective ion channels due 
to acquired or hereditary reasons are responsible for various diseases. Micro-electr des 
and patch clamp experiments are useful in understanding the ion channels and electro-
physiology of the cells. Multi-site analysis of activity patterns of network of neuronal and 
muscle cells are important in finding the origin of action potential 
2.3 Electrochemical biosensors for cell culture monitoring 
Before we get into the details of electrochemical biosensor Table 1 gives an overview 
of different method that can be used for monitoring cell culture. The advantages and 




Table 1.1: Summary of monitoring techniques (adapted from Mayasari at al. [21]) 
Methods Applications Advantages Disadvantages 
Biosensors Metabolites Simple to make and use Limited by enzyme 
stability 
  Frequent calibration 
Cytokines Reliable results Some sterilization issues 




Metabolites Rapid analysis of multiple 
analytes 
Signal overlap results in 
broad bands, less distinct 
features 





Metabolites Detects O2 and cell 
distribution 
Labelling required  
Low sensitivity 
Cytokines Provides wealth of 
information 
Signal to noise issues 
Immunoassays 
(ELISA) 
Cytokines Well-established and 
standardized 
Long assay development 
times 
 Very sensitive Difficulty in online 
implementation 
 Accurate, reliable results Cross-reactivity may occur 
HPLC Metabolites Highly accurate and 
reliable 
Long sample analysis time 
  Mostly applied as off-line 
method 





 Able to analyse at high 
rates 




Cells Good stability and system 
performance 
Limitations in 
differentiating cell types 
 Capable of automatic 
control and image analysis 
 
Raman Cells Non-invasive Low sensitivity  
 Simple sample preparation Degradation by laser beam 
exposure possible 
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2.3.1 Biosensors Definition and Classification 
As we have seen from the Table 1.1 all methods have disadvantages related to online 
integration with cell cultures and it gets even more complicated with a microflu dic 
environment. Alternatively biosensor technology is an attractive method for cell culture 
studies since it can be easily integrated for online studies. IUPAC definition of a 
biosensor is that it is a “integrated receptor-transducer device, which is capable of 
providing selective quantitative or semi-quantitative analytical information and which 
uses a biological recognition element (bio-receptor) and a transducer in direct spatial 
contact” [4]. The use of the biological recognition element distinguishes the biosensor 
from chemical sensor. Biosensor can also be differentiated from a bio-analytical s stem 
by not needing pretreatment methods and addition of external reagents. 
 
Figure 2.1: Principle of a biosensor [22] 
Figure 2.1 describes the principle of the biosensor. The first step in a biosensor is the 
recognition of the specific analyte using a biological recognition element. Then the bio-
recognition event is converted to detectable signals using a transducer and finally, the 
transducer signal is processed. Biosensors may be classified according t the type of 
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biological recognition mechanism employed or by the type of transducer used. An ideal 
biosensor should be small, easy to use, reagentless, fast and reversible responses with 
high sample throughput, and exhibit storage and operational stability [23]. To obtain 
these properties the biosensor should have the meet the following requirements 
1) The bio-recognition element should be highly specific and stable at working 
conditions and upon storage.  
2) Transducing element should not interfere with the analyte and cause false signals. 
3) Accurate results should be obtained with minimum or no pretreatment procedure. 
4) Signal response should be fast, reproducible, and linear to the concentration of 
analyte. 
5) Should have very high signal to noise ratio. 
6) Should be biocompatible and probe miniaturization should be possible. 
2.3.2 Electrochemical biosensors 
The main transducers in biosensing applications have been electrochemical, optical 
and acoustic/piezoelectric transducers. In this review we will mainly look at the 
electrochemical transducers techniques. The operation principles, examples, advantages 
and disadvantages of the electrochemical transducers used in microfluidic channels based 
cell cultures is covered in this section.  
Electrochemistry is limited to detecting those substances that can be oxidized or 
reduced in a range of voltage of –400 to +1450 mV. Higher potentials at the electrode 
surface in the positive and negative directions cause oxygen and hydrogen evolution 
respectively. Within this range, a large number of biological substances can be 
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theoretically analysed by electrochemistry including certain neurotransmitters such as 
biological amines (adrenaline, noradrenaline, dopamine, histamine and serotonin), some 
peptides, ascorbic and uric acids and some of the metabolic products derived from these 
substances [3]. 
Main advantage of using electrochemical detection for cell analysis:  
• Compared to optical methods they are most convenient for recording and 
processing 
• Easy to integrate into devices and for miniaturization 
• Alignment of detector and object of interest is not necessary 
• Some activities of ion channels and neurons which are electrical in nature can be 
easily obtained. 
• They generally don’t need any labeling of biomolecules or cells. 
• Can be integrated onto microfluidic system easily 
• Non-destructive measurements of cell possible 
• Electrochemical amperometry is a very powerful tool for the in vitro study of the 
mechanisms underlying secretion from single cells or tissues and it is relat vely 
simple and inexpensive to use [3]. 
Electrochemistry allows monitoring dynamic biochemical events occurring at the cell 
surface and intact tissues. Some processes like real-time communication between neurons 
and fundamental processes involving oxidative metabolism can be easily monitored using 
electrochemistry. The micro/nano electrodes have allowed us to probe microdomains f 
cells systems efficiently [24]. Electrochemical methods do not depend on reaction 
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volume and very small sample volumes can be used for measurement. This property is 
important for performing measurements in microfluidic channels. Electrochemial 
methods can achieve very low detection limits (atto and zeptomoles) in immunoassay 
with little sample preparation. Electrochemical measurements also can be do e in colored 
and turbid samples such as whole blood since there is no interference from light 
interfering sample components like fat globules, RBCs and hemoglobin. 
Electrochemical techniques can be categorized as measurements of current
(Voltammetry/amperometry), potential (potentiometry) and Impedance. Focus will be on 
these three techniques are they are the most commonly used techniques.  
2.3.2.1 Criteria for a good electrochemical biosensor 
a) Sensitivity 
Sensitivity can be defined as the output change obtained from a standardized input. In 
the case of biosensors it is the amount of signal change generated by a standardized 
amount of analyte. It is calculated from the sensor calibration curves. The sensor 
calibration curves are obtained by adding a standard amount of the analyte and ploting 
the steady state responses (Rss) against the analyte concentration, C.  
In case of amperometric biosensor, the magnitude of current flow (I) is detected r sponse 
signal. The generalized equation for the amount of current flow at an electrode surfac  in 
amperometric conditions is (5) 
0x
C
I n F A D
x =
∂
= ⋅ ⋅ ⋅ ⋅
∂  
Where, F- Faraday’s constant, A is area of electrode, D – diffusion coefficient of the 
analyte species and  is the concentration gradient at the electrode surface. 
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 So increase in area of the electrode (A) will help in achieving more curnt output. 
Nanostructure based electrodes is seen as an effective solution to increase the surface 
area of the electrode. 
b) Selectivity and interference  
Selectivity is the term used to define if the signal obtained is from the analyte of 
interest alone. If other species in the sample of interest also contributes to th  signal, the 
biosensor has lower selectivity. In case of electrochemical biosensors the selectivity for 
the analyte is improved using a biological element such as enzymes, antibodies, whol 
cells etc.  
Nanomaterials have also been explored to increase the selectivity of glucse 
biosensors. For example, nanomaterials with a higher catalytic efficiency and lower 
overpotential for hydrogen peroxide reduction can help lower the operating potential of 
the glucose biosensors (6), thus minimizing the interferences from nonspecific species. 
Use of polymeric materials in nanocomposites as permselective filter can also help 
reduce interferences (7, 8).   
c) Shelf Life  
Enzymes and other biomolecules have limited shelf life. So the life of a biosensor is 
limited by the activity of the biomolecule. Nanomaterials can prolong the stability and 
lifespan of enzyme-based biosensors by providing a better microenvironment for the
enzymes. For example, nanoparticles and nanoporous cavities are found to stabilize the 
enzymes by reducing the unfolding of the enzyme proteins (9).  
d) Linearity 
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It is a range of analyte concentration in which the response of the biosensor has a 
linear response. When using enzymes the linearity is governed by Michealis Menton 
kinetics. But using diffusion barriers like porous polymeric membranes, we can make the 
reactions diffusion dependent. This will help in increasing the linear range but with some 
loss of signal.  
e) Detection limit 
The detection limit is mainly affected by the signal to noise ratio. So a reduction in 
noise and increase in signal will always improve the detection limit. Micro-electrodes 
with radial diffusion characteristics have helped in increasing the signal to the noise ratio. 
Nanoelectrodes with radial diffusion will be ideal since it would give a larger si nal 
change than microelectrodes of the same surface area. 
2.3.3 Voltammetry/amperometry  
(All basic principles of electrochemistry are from ref: [25]) 
Voltammetric and amperometric techniques involve the measurement of current to an 
applied potential in reference to a reference electrode. This includes application of 
constant potential and various other potential wave forms.  The basis for all these 
controlled current experiments is that the current response if related to concentration of 
the target analyte. This is done by observing the electron transfer happening during the 
redox process of the analyte 
ReOx ne
− →+ ←  
Where Ox is the oxidized form of the analyte and Re is the reduced form of the analyt . 
If the system is in a thermodynamic equilibrium then the potential of the electrod  can be 
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used to control the concentration of the oxidized species COX and reduction species CR, 






= +  
where E0 is the standard potential, F faraday constant, R universal gas constant and T 
temperature in Kelvin. The amount of current generated by the oxidation of the species is 
called Faradaic current, and it directly related to the rate of the reaction. 
Two of the common used amperometric measurements are chronoamperometry and 
cyclic voltammetry. In chronoamperometry the potential is raised from a value where 
there is no faradaic reaction to a potential where the surface concentration of electr -
active species at the electrode surface become zero. The current-time graph is reflection 
of the concentration gradient at the electrode surface. A typical chronoamperometric 
















Current follows Cottrell 
equation 
 
Figure 2.2: Applied potential and chronoamperometric current response curve 








where A is the electrode area, C the bulk concentration of the electroactive species, and D 
its diffusion coefficient. Chronoamperometry is one of the simplest techniques, but still 
finds application in biosensors. Advantages of this method include negligible charging 
current or lower background signal since it is operat d at a fixed potential. The 
amperometric signal can also be significantly improved by enhancing the mass transport 
using rotating electrodes or flow conditions.  
Cyclic voltammetry is a technique in which the potential is cycled from an initial 
value to a predetermined value and then the scan is reversed as shown in the Figure 2.3. 
So the excitation potential has a triangular wave form and the experiment is done in an 
unstirred solution. This can give information about the kinetics of the reaction and also 
the qualitative information about homogenous reactions happening at the electrode. A 
typical cyclic voltammogram (CV) displays the current changes with the potential change 











   
Figure 2.3: Input potential and cyclic voltammogram 
The important information in the CV curves is the magnitude of the peak current and 
the corresponding potentials. In a completely reversible reaction the peak separation is  
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59a c
p pE E E mVn
∆ = − =  
The position of the peak voltage does not change with scan rate and the peak currents are 
proportional to the square root of scan rate, defined by the Randle-Sevcik equation: 
5 3 2 1 2 1 2(2.69 10 )pi n AD Cν= ×  
Where ip is the peak current, ʋ is the scan rate (V/s). One of the most important uses of 
cyclic voltammetry is when a homogenous chemical rection is followed by a 
heterogenous electron- transfer reaction. This kindof situation is faced by enzymatic 
biosensors where mediators are used for electron transfer.  
2.3.3.1 Electrochemical setup for amperometry 
Most all the electrochemical sensors consist of a two or three electrode setup. In a 
three electrode setup there is a working electrode made of conducting materials such as 
platinum, gold, or carbon; a reference electrode (Ag/AgCl); and a platinum or gold 
auxiliary electrode (Fig 2.4). The reference electrode is employed to maintain a stable 
potential between the working and the reference electrode. The half cell potential of the 
reference is stable as negligible current flows through it and most of the current flows 
through the counter electrode. The two electrode system has only the working and 
reference electrode. If the current flow is low (<µA cm−2) then there is no adverse change 
in the reference electrode. Both configurations have been used in the electrochemical 










Figure 2.4: (A) Schematic of general electrochemical setup (B) Example of screen 
printed electrochemical biosensor ((a)-gold working electrode, (b)-Ag/AgCl 
reference electrode, (c)-gold auxiliary electrode (c)) [26] 
Another important setup in electrochemical biosensors is the interdigitated array (IDA) 
setup. The IDA’s consist of two pairs of working electrode in an interdigitated manner 
and separated by an insulating material between them. This setup causes a redox cycling 
of the reversible redox species (e.g redox mediators) as shown in Figure 2.5 when 
different potentials are applied to the electrodes. This electrode configuration enhances 
the signal and lowers the detection limit in biosensors.  
       
Figure 2.5: Intedigitated electrodes and their working principle (Courtesy [27]) 
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2.3.3.2 Characteristics and limitations with amperometric methods: 
Sensitivity of the electrodes gets reduced when the electrode size is reduced to fit 
microfluidic devices. The current response is propotional to the area of the electrode in 
amperometric measurements. To overcome this problem nanomaterials have been 
incorporated at the electrode surface to increase the ffective electrochemical area [28]. 
The upper limit of detection of the amperometric biosensor is limited by the biocatalytic 
activity of the enzymes. Most of the enzyme based biosensor follows the Michaelis-
Menton kinetics and therefore have non-linear behavior at higher concentrations.  
Michaelis Menton equation (defining the rate of substrate consumption) for a simple an 
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−+= . max 2V k E=  can be replaced in 
the previous equation, and Vmax gives theoretical maximal rate of reaction. In enzyme 
based electrodes it is desirable to have low KM values and high Vmax to increase the 
overall reaction rate and consequently the output current of the electrochemical biosensor. 
It is generally calculated in biosensors using a Lineweaver-Burk equation, which is 
obtained by taking the reciprocal form of Michaelis-Menten equation. Even though the 
linear range of biosensor is limited by enzyme kinetic process, control of linear range can 
be achieved by controlling substrate diffusion using a  outer membrane [4].  
 One of the biggest problems with amperometric biosensors is selectivity. Selectivity 
is expressed as ratio of the output signal from analyte to the output signal of interferent 
species of the same concentration.     The interference from various electro-active species 
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in biological fluids interfere with the main signal of the biosensor. Ascorbate, Urate and 
acetaminophen are common interferants in a glucose bi s nsor used for blood samples. 
Methods for reducing interference is will be discussed in Part II of the review. Some of 
these methods used in avoiding interference can also c use further problems. Selectively 
in catecholamine detection from chromaffin cells, done using coating of Nafions, blurred 
the spiked releases of catecholamine, by the diffusion limitation caused by the coating. 
Without the coating concentration spikes were observed epresenting the occurrence of 
individual vesicular release events [29]. So diffuson barrier caused by various non-
interference screening materials plays an important ole in transient readings.  
Operational stability and shelf life of the biosensor are the other important properties of 
the biosensors. The operational stability depends o the external or inner diffusion of the 
substrate, and geometric factors of electrode and the biosensor. Shelf life is limited by 
enzyme stability and leaching of enzyme from the immobilized matrix [30].  
2.3.4 Examples of amperometric biosensor in cell culture analysis  
 
Figure 2.6: Summary of the electrochemical biosensors and their potential in monitoring 
the cell functions (Courtesy: [31]) 
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i) Direct amperometry 
Biosensors with no biorecognition elements have been us d to detect many 
biomolecules that are inherently electro-active. Metabolite like oxygen is one of such 
candidate as the very first biosensor was the Clark oxygen sensor which 
amperometrically monitored the reduction of oxygen on platinum electrodes. Human 
cervical cancer cells (HeLa) adhering to the oxygen p rmeable membrane modified with 
amino groups was monitored for the respiratory activity [32]. Platinum electrodes as a 
Scanning Electrochemical Microscope (SECM) probes has also been used in detecting 
oxygen in Human breast cancer (MCF-7) cells [33].  
Catecholamines release has also been monitored from cells as they can be directly 
oxidized at the electrode surface. Calcium-induced catecholamines release from PC 12 
cells were monitored using a Nafion coated carbon electrode at a oxidizing potential of 
+0.9V [34]. Even detection of secretion from indiviual cells has attracted a lot of 
attraction recently [32]. Amperometric Detection of Quantal Catecholamine Secretion 
from Individual Cells using gold electrodes on Micromachined Silicon Chips has been 
successfully demonstrated [35]. Opening of individual exocytotic fusion pores in 
chromaffin cells was imaged by detecting catecholamine molecules at different electrodes 
in an electrochemical electrode array [36]. The other important cell signaling biomolecule 
that can be directly detected has been dopamine. Nanoelectrodes based capillary 
electrophoresis system has been applied to determin femto- molar concentration of 
dopamine from individual PC12 cells [37]. Amplitude and temporal aspects of dopamine 
release from PC12 cells was monitored using gold micro-electrode array at a potential of 
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0.3V. After finding out the parameters of dopamine rel ase the effect of drugs was also 
studied. This study was an attempt to develop a rapid nd high throughput monitoring the 
effect of drugs on release of dopamine [38].  
The next class of electroactive substances is reactiv  oxygen species (ROS) and 
reactive nitrogen species (RNS). ROS and RNS are involved in the regulation of many 
biological processes such as reactivity proliferation and apoptosis. So there has been 
interest in developing chip based systems to study processes involving NO and O2.  NO 
was amperometrically detected with a carbon-ink microelectrode modified with nafion 
from pulmonary artery endothelial cells. The cells were immobilized onto glass substrates 
in PDMS microchannels coated with fibronectin for cell adhesion [39]. Reactive oxygen 
(ROS) and reactive nitrogen species (RNS) released by Macrophages were also detected 
from cell cultures on glass substrates in microchannel using platinum microelectrodes 
[40]. Oxidative stress in cancer prone xeroderma pigmentosum fibroblasts was monitored 
using Platinized carbon fiber microelectrodes. Amperometric measurements was done at 
+300, +450, +650and +850 mV to differentiate the potential individual ROS and RNS 
species got oxidized (NO•, ONOO-, H2O2 and NO2
-). This information was then used to 
calculate the original ROS and RNS species (O2
•- and NO•) that was produced in the cell 
[41] .   
ii) Enzyme based electrochemical sensor 
Metabolites like glucose, lactate and hypoxanthine as been detected using enzyme 
based electrochemical biosensors. Glucose consumption in a perfusion cell culture of 
human amniotic epithelial cells was done using Clark type amperometric electrodes 
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coated with glucose oxidase. The cell viability was checked by monitoring the glucose 
consumption when Cu and H2O2 were added to the culture [42]. Platinum based glucose 
microsensors have been used to detect glucose gradients and mass transport within islets 
of Langerhans. To assess the extent of glucose gradients around and within single islets, 
the sensor was positioned at different distances from the islet center and the glucose 
concentration was recorded. These experiments were performed with islets bathed in 
quiescent solutions containing glucose [43]. Lactate content of single heart cells was 
measured using platinum microelectrodes containing lactate oxidase. When uncouplers 
like saponin was used to simulate ischemia like condition, the hypoxia heart cells showed 
to produce more lactate that the normal heart cells[44]. Hypoxanthine is another major 
metabolite in the degradation of adenosine nucleotid , and accumulated in heart, kidney 
skeletal muscles after death. Hypoxanthine has beend tected using the enzyme xanthine 
oxidase in a myocardiac cell culture system. Using carbon fiber microelectrodes 
immobilized with xanthine oxidae the extracellular hypoxanthine in the myocardiac cell 
culture system was found to increase with ischemic tolerance [45].  
Several cell signaling molecules and neurotransmitters have been detected using 
enzyme based sensors. Glutamate oxidase (GluOx) has been immobilized onto electrodes 
to sense the neurotransmitter glutamate. Glutamate pl ys a important role in long term 
changes in synaptic efficiency and increased level to g utamate has been found in 
disorders like as stroke, schizophrenia, Alzheimer’s and Parkinson’s disease. Therefore, 
time dependent measurements of glutamate will help in understanding neuronal disorders 
[46]. Several studies used electrodes coated with Osmium(Os) based gel / horseradish 
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peroxidase (HRP)/GluOx film for detecting glutamate from cultured rat neuronal cells 
[47,48].  The Os-gel/HRP was used in reducing operating potential and achieving higher 
conversion efficiency in enzyme based biosensors (We will see more about these 
electrode modifications in ‘Part II’ of our discussions). In an attempt to improve 
glutamate biosensor performance, a dual channel thin ayer flow cell was used [49]. In 
this study, one of the channels had a carbon film electrode containing bilayer of Os-gel-
HRP/ GluOx film and the other channel had a second electrode containing Os-gel-HRP 
film and no enzyme. The baseline noise and interfernce was detected with the second 
electrode and subtracted from the concurrent signal of the electrode containing the 
enzyme. This produced a highly selective data with little noise and was used to sense 
glutamate more accurately from a cell culture of nerve cells from the cerebral cortex of 
18-day-old rat embryos. In another study the interfer nce from ascorbic acid in the 
glutamate biosensor has been reduced using a pre-reacto  electrode containing ascorbate 
oxidase before the enzyme containing electrode [50]. Glutamate release was also detected 
in C6-glioma cells and HN10 neuroblastoma cells simulated by potassium ion using a 
more efficient Osmium based redox hydrogel/HRP/GluOx based enzyme microelectrode 
integrated with the microtiter plate [51]. The above mentioned glutamate biosensor setup 
was also used along with a Ni porphyrin based electrode to detect glutamate and nitric 
oxide respectively in a C6-glioma cell culture [52,3].  
Enzyme based electrodes have also been used to detect his amine, which is a 
monoamine that is known to play an important role in immune responses, gastric 
secretion and in neural cells. Os-gel-HRP and histamine oxidase (HAOx) coated 
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electrodes have been used to detect histamine [54]. Real time monitoring of histamine 
released from rat basophilic leukemia (RBL-2H3) cells was done using a recombinant 
HAOx and Os-gel-HRP. The recombinant histamine oxidase was more specific to 
histamine and did not show any response to diamines a d polyamines, which was an 
improvement from histamines used in previous studies [55].  
Several multi-enzyme biosensors have been used to detect biomolecules using as 
cascading mechanism. Important extracellular signalng biomolecules like purines 
(adenosine, inosine, and hypoxanthine) have been det cted using a three enzyme 
biosensor. Amperometric biosensor for purine detection was prepared by incorporating 
three enzymes (xanthine oxidase, purine nucleoside phosphorylase 
and adenosine deaminase) on a platinum microelectrode [56].  The senor worked by 
successive converting adenosine to inosine, inosine to hypoxathine, and hypoxanthine to 
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This type of sensor was first used to detect purine production in the spinal cord in live 
fish embryos and was further improved by incorporating he same enzyme system in a 
platinum micro-electrode was faster response and detecting without damaging the tissues. 
[57]. Only adenosine detection has been done on granule cell culture using an indirect 
method comprising of two biosensors [58]. The first is the same biosensor as the above 
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for detecting all the three purines adenosine, inosine, and hypoxanthine, while the second 
biosensor had only enzymes nucleoside phosphorylase and xanthine oxidase to detect 
inosine and hypoxanthine. The difference between th 2 sensors gave the adenosine 
concentration. In this experiments ATP was also detect d using a two enzyme ATP 
biosensors consisting of glycerol kinase and glycerol-3-phosphate oxidase. By including 
phosphocreatine kinase the signal can be amplified and also make the system sensitive to 
ADP [59].  
iii)  Electrochemical biosensors for lysed and in-vivo cells.  
Microfluidic systems are readily used in cell lysis and then monitoring the contents of 
cells. Various enzymes, intracellular proteins and nucleic acids are detected using this 
method [60,61]. A microsystem integrated with electrophoretic immobilization method of 
micro-organisms, cell lysis and electrochemical impedance technique and amperometric 
method was used to detect pathogens such as Salmonella. Screen printed electrodes were 
used to detect the p-aminophenol released from the lysed cells thereby giving 
amperometric responses corresponding to the amount of cells present.[62].  
The recent developments in nanoelectrodes and AFM studies have enabled 
electrochemical measurements to be done inside single cells (intracellular sensing). It is 
done using one dimension nanoprobes that can be inserted into a cell without damaging 
the cell membrane. One the first studies used a 42-nm polished Pt tip approached and 
penetrated an immobilized MCF-10A cell. This electrode was proposed for 
electrochemical measurements inside a living cell and to evaluate potentials, 
concentration profiles, and charge transfer kinetics [63]. Carbon nanotubes (CNTs) and 
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boron nitride nanotubes (BNNTs) and AFM based nanotips having diameters less that 
<30nm have been proposed as the candidates for these types of studies [64]. These 
studies are in its preliminary stages and there is long way to go before they can be 
considered under the proper definition of biosensor.  
2.3.5 Electrochemical Impedance Spectroscopy 
Electrochemical impedance is usually measured by applying a sinusoidal AC 
potential to an electrochemical cell and measuring the current through the cell. The 



















Figure 2.7:  Input potential and output current in EIS measurements 
This shift in behavior happens as the electrochemical interface (metal and solution 
meeting interface) behaves as capacitor and also there is resistive component arising from 
solution resistance and electron-transfer.   
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If the input sinusoidal signal can be denoted as 0 sin( )E E tω= , then the output current 
signal can be denoted as 0 sin( )I I tω ϕ= + , 
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To get a complete data the measurements are done over a range frequency change (1 
mHz- 1MHz). Equivalent circuits with capacitor and resistors are used to define the 
electrochemical system and this equivalent circuit model is fitted with the obtained data 
to get the resistor and capacitive values. In the early studies the equivalents circuits were 
simple (minimum number of components and single tim constant) and measurement was 
done for only one or a few frequencies. But these assumptions still hold good if there is 
no electrochemical reaction happening at electrode surface.  
2.3.6 Impedance spectroscopy in microfluidic cell culture system 
Impedance measurements in microfluidic system have been demonstrated to be 
capable of cell counting and characterization of cells using cell membrane capacitance 
and resistance. In this study, single cells were passed through a narrow microchannel 
with two gold electrodes on the walls of the channel. Impedance spectra (100 Hz – 2 
MHz) recorded on different cells showed significant variation in magnitude and phase 
angle of the output impedance [65]. A micro electrical mpedance spectroscopy system 
(µEIS) for single cell analysis has been developed and used to differentiate ion channel 
activities of bovine chromaffin cells.  K+ and Ca2+ channels were blocked and their 
electrical impedances were measured over a frequency ra ge of 100 Hz to 5.0 MHz and 
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compared to that of unblocked chromaffin cells. When ion channels were blocked, an 
increase in magnitude and decrease in phase of the measured impedances were observed 
[66]. Micro-electrical impedance spectroscopy (µ-EIS) system were also used to extract 
the pathological characteristics from the breast cancer cells separated from blood without 
any tagging but just the magnetic properties of red blood cells. The experimental results 
showed that the whole cell impedance results obtained by µ-EIS were significantly 
different between the normal cell lines and each of the cancer cell lines, thus allowing for 
cell identification and sorting based on the different pathological stages of human breast 
cancer cell lines [67]. Human hepatocellular carcinoma cell (HepG2) was tested for their 
cytotoxicity in a microfabricated chip using impedance spectroscopy by indirectly 
measuring the cell adhesion [68]. 
2.3.7 Examples of Multiparametric biosensors 
All the three electrochemical techniques have also been used together on single chips 
to monitor cell culture. These systems not only provide multiparametric values to observe 
the cell better, but also demonstrate the ease of combining these techniques onto a single 
chip. Multiparametric silicon sensor chips mounted into biocompatible cell culture units 
have been used for investigations on cellular microphysiological patterns. Potentiometric, 
amperometric and impedimetric microsensors were combined on a common cell culture 
surface on the chip. Extracellular acidification rates (with pH-sensitive field effect 
transistors, ISFETs), cellular oxygen consumption rates (with palladium based 
amperometric electrode structures) and cell morphological alterations (with interdigitated 
electrode structures, IDES) were monitored on single chips simultaneously for up to 
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several days. LS174T adenocarcinoma colorectal cell in  was chosen as a model for the 
multiparametric study and the adhesion was preferential to the palladium surfaces than to 
silicon surface [69] . Similar multiparametric biosensor was also used to grow colon and 
breast cancer cells as well as doxorubicin-sensitive and doxorubicin−resistant sarcoma 
cell lines. The changes in metabolic activity due to drugs like cytochalasin B and 
chloroacetaldehyde or doxorubicin was tested [70].  
2.3.8 Electrochemical biosensors for proteins 
The future of electrochemical biosensors in cell culture is not only confined to 
determining metabolic parameters but will also involve the ever growing protein 
detection methods. Protein analysis using electrochemical methods mostly uses 
antibodies or aptamers as the recogonition element [71]. Potentiometric, amperometric or 
impedimetric transducing methods have been used along with these electrochemical 
immunoassays. In this section we will only see examples of aptamer based 
electrochemical biosensors and introduce briefly some f the different methodologies 
used in aptamer based sensing. 
Aptamers are attached mostly to gold electrodes in case of electrochemical biosensors 
using terminal groups like amine, thiol or biotin li ked to the aptamer. Impedance 
spectroscopy measurements are the most used method as they shown excellent sensitivity 
and low detection limits. Chronoamperometry transducers are used when easier data 
processing and faster responses are needed [72]. Thrombin is the model protein that has 
been repeated tested using aptamer based electrochemical techniques. 3-D 
conformational changes in a ferrocene-labelled beacon ptamer to thrombin was 
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demonstrated as a thrombin biosensor using both chronoamperometric and impedance 
measurements. Lower limits upto femto molar concentration was achieved using 
impedance measurements [73].  Methylene blue intercalated into the aptamer has also 
been used to binding of thrombin using voltammetric studies [74]. The detection limit of 
the target thrombin in this case was 11 nM. Nanoparticles have also been used as new 
signal amplification strategy in electrochemical aptamer based biosensors. Platinum 
nanoparticles have been reported as catalytic labels in an amplified detection of thrombin. 
The nanoparticles catalysed reduction of hydrogen peroxide and the resulting current 
amplified the detection of thrombin sandwiched between the aptamer on the electrode 
surface and the aptamer labeled with nanoparticles [74]. There are still a lot of problem 
related to aptamer based electrochemical biosensing including the non-specific binding 
[75]. These problems and other related problems have to be overcome to realize practical 
biosensors in cell cultures.   
2.3.9 Future of electrochemical biosensors in cell u ture analysis 
The future of cell culture analysis will not only depend on a single type of transducer, 
but will be a combination of various types of transducers depending on what they can 
measure more accurately. One of such future system i  represented in a Figure 2.8. 
Electrochemical and optical transducers will definitely play a major role in these systems. 
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Figure 2.8: Future monitoring system (Modified from Helmke B et al 2006 [76]) 
2.4 Advances in nanomaterials for electrochemical based glucose biosensors  
Nanomaterials have been incorporated in all three typ s of electrochemical biosensors 
discussed in the previous sections to enhance their performance. It is not possible to 
cover all the improvements brought about by nanomaterial incorporation, as it will be 
quite extensive. So we have chosen amperometric glucose biosensors as our model 
system to see the effects of nanomaterials on the electrode structure. Electrochemical 
based glucose biosensors face major challenges in trms of sensitivity, stability and 
selectivity when it comes to miniaturization and performing continuous measurements. 
To address these issues, various nanostructured materials have been explored to improve 
the performances of these biosensors by incorporating these nanomaterials to the 
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electrodes. This review examines the unique properties of these nanomaterials in the 
categories of metals, metal oxides, polymers and composites, and the way in which these 
nanomaterials enhance glucose biosensors.  
2.4.1 Introduction to glucose biosensor 
The history of biosensor technology begins with the design of a glucose sensor based 
on a Clark oxygen electrode and glucose oxidase as the enzyme to catalyze glucose 
oxidation in 1962 [77]. Since then there have been tr mendous advances in the field of 
biosensors. Today glucose biosensors take up more than 85% of the commercial market 
for all biosensors sold worldwide [78]. Of these glucose biosensors many are used for 
blood glucose monitoring. Aside from blood glucose monitoring, glucose sensors also 
find applications in bioprocessing industry for monit ring cell cultures [79] and 
fermentation processes [80]. Glucose biosensors used for these purposes need to meet a 
different set of requirements such as functional under extreme pH and temperature 
conditions. The ability to continuously monitor glucose in bioprocesses is also desirable 
[81].  
In the past few years, advances in glucose biosensors are mainly in exploiting the 
nascent field of nanotechnology to address critical problems facing the biosensors 
including poor stability, reliability and longevity [82] and low sensitivity and selectivity 
[83]. In this section of the review we focus on thedevelopments made in utilizing various 
nanostructured materials to enhance the performances of glucose biosensors so they can 
also be readily used in cell culture micro-environme ts for monitoring. 
2.4.2 A brief overview of three generations of glucose biosensors 
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The glucose biosensors development along the years has been separated into three 
generation depending on the method the electron was tran ferred from the enzymatic 
reactions to the electrode. While the very first glucose sensor measures oxygen 
consumption during glucose oxidation [77], the first-generation glucose biosensors detect 
the production of hydrogen peroxide resulted from glucose oxidation. In this case, 
detection of hydrogen peroxide is generally made at an anodic potential of 0.6 V with a 
platinum electrode. The reaction is shown below 
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At this high anodic potential, however, other coexisting species in the blood sample such 
as ascorbic acid, uric acid and acetaminophen will also get oxidized, leading to unwanted 
interferences. To minimize these interferences, perms lective membranes such as 
polymer coatings [84] and ionic membranes such as Nafion films [85] are used as 
selective filters. Another effective way to reduce th se interferences is to use electrode 
materials having low overpotential for catalytic reduction of hydrogen peroxide. For 
example, platinum can be replaced by other materials like ruthenium [86], rhodium [87] 
and iridium [88] because they possess high catalytic activity toward reduction of 
hydrogen peroxide at low operating potentials. Ferric hexacyanoferrate (Prussian blue) 
and its analogues are often used as the electrode material since they can selectively 
reduce hydrogen peroxide at a low potential [89-91]. Overall, the first-generation 
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biosensors are highly susceptible to variation in oxygen concentration as they relied on 
oxygen as a cosubstrate for the generation of hydrogen peroxide.  
In the second-generation glucose biosensors, this oxygen susceptibility is minimized 
by using diffusional electron mediators to transfer the electrons from enzymes to 
electrodes. Ferrocene derivatives, tetrathiafulvalene-t tracyanoquinodimethane, quinones 
and ferri/ferrocyanide are commonly used as mediators [92]. The scheme of mediator is 
shown in the Figure 1 below. 
 
Figure 2.9: Electron transfer using mediator (Courtesy: Wang et al, 2008 [82])  
An alternative method is to use an osmium complex linked to redox polymers as 
‘wired enzyme’ electrodes [82] to shuttle electrons from enzymes to electrodes [93,94]. 
The third-generation glucose biosensors seek direct el ron transfer (DET) between 
the redox center (the co-factor of the enzyme that can undergo redox reactions) of 
glucose oxidase and electrodes (Figure 2.9). According to the Marcus theory [95], the 
ability for DET depends on the structural rigidity of the redox species and the potential 
difference as well as the distance between neighboring redox centers. Since the distance 
from a redox center to an electrode surface is often relatively large and that the protein 
shell usually shields the redox center, electron tra sfer by a tunneling mechanism seldom 
occurs spontaneously. Thus to facilitate DET from enzymes to the electrode, not only the 
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distance between the redox centers and the electrod needs to be as short as possible but 
also the orientation of the enzymes needs to be properly aligned with respect to the 
electrode surface [96]. In the case of flavin adenin  dinucleotide (FAD)the redox 
center of the glucose oxidase enzyme which is located deep inside the protein 
structurefew study reports qausi-reversible voltammograms of FAD/FADH2 redox 
activity, indicative of DET from glucose oxidase to the electrode [97]. The DET behavior 
can be examined directly by running cyclic and linear voltammetry to electrodes at 
different scan rates [98]. It should be noted that in the case of glucose detection, many 
studies which report DET between glucose oxidase and the electrode actually require the 
involvement of oxygen [99] and/or mediators [100]. True DET in glucose detection in de-
aerated solution without a mediator is still not commonly pursued [101].   
 
Figure 2.10: Mechanisms of direct electron transfer (Courtesy: [82]) 
Although glucose oxidase is one of the most stable enzymes, it loses activity during 
storage and when exposed to environments having pH of below 2 or above 8 and 
temperatures above 40oC, or containing ionic detergents [102]. This concer  over enzyme 
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stability stirs a drive to develop another important class of glucose biosensors in which 
glucose oxidation is directly performed at the electrode surface nonenzymatically. So far, 
metals such as platinum [103], gold [104,105] and nickel [106] have been used to directly 
oxidize glucose. Other materials like metal oxides [107] and alloys [108] have also been 
tried. Of these nonenzymatic approaches, direct elero-oxidation of glucose with 
platinum electrodes has been studied extensively [109-111]. Main challenges are found to 
be slow glucose oxidation kinetics, electrode poisoning by adsorbed intermediates and 
chloride ions at Pt electrodes, and poor sensitivity. A detailed review on nonenzymatic 
glucose biosensors can be found in the literature [112].   
2.4.3 Nanomaterials in glucose biosensors 
Nanomaterials are known as materials that have sizes in the range from single 
nanometers to a few hundreds of nanometers in at least one dimension. Nanomaterials 
can be classified according to their basic structures as 0D (clusters and particles), 1D 
(nanotubes and nanowires), and 2D (nanoplates and films) [113]. Common nanomaterials 
include carbon based materials (e.g., fullerenes, carbon nanotubes and graphenes), metal, 
metal oxides, polymers and composites. Nanomaterials possess unique physical and 
chemical properties that are different from their bulk counterparts such as high surface-
to-volume ratio, high catalytic activity, improved absorption for enzyme immobilization, 
and enhanced electron transfer capability [114]. The ability to tailor materials at 
nanoscale has brought many advances in recent years to the development of many 
electrochemical based biosensors, especially the glucose biosensors. 
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 The performances of biosensors are often examined according to their 1) calibration 
characteristics such as sensitivity, linear concentration range and detection limit, 2) 
selectivity and reliability, 3) response time and 4) reproducibility, stability and lifetime 
[4]. The sensitivity of a glucose sensor is usually determined through a linear regression 
of the measured current values with respect to glucose oncentration. From this analysis, 
enzymatic kinetic parameters such as Michaelis Menton constants, Km and Imax, can be 
determined using the Lineweaver Burk reciprocal approach. When nanomaterials are 
incorporated to the electrodes of glucose biosensors, increases in sensitivity and Imax 
values and decreases in Km values are often observed due to possibly increased enzyme 
loading at nano modified electrode surfaces.   
Nanomaterials have also been explored to increase the selectivity of glucose 
biosensors. For example, nanomaterials with a higher catalytic efficiency and lower 
overpotential for hydrogen peroxide reduction can help lower the operating potential of 
the glucose biosensors [115], thus minimizing the int rferences from nonspecific species. 
Use of polymeric materials in nanocomposites as perms lective filter can also help 
reduce interferences [116,117].   
Nanomaterials can prolong the stability and lifespan of enzyme-based glucose 
biosensors by stabilizing enzymes in immobilization. Common methods such as covalent 
attachments [118] and polymeric entrapment [28] have been used to immobilize 
enzymes. But the unique properties of nanomaterials such as high surface area, high 
surface energy, and high porosity make direct adsorption of the enzymes onto electrode 
surfaces possible [119]. Nanoporous cavities are found to stabilize the enzymes by 
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reducing the unfolding of the enzyme proteins [120]. Nanomaterials with charged 
surfaces are found to make enzyme extremely stable hrough electrostatic absorption 
[121]. In some cases, nanomaterials are used in the glucose biosensors solely for their 
ability to retain the native activity of glucose oxidase after immobilization [122].  
Nanomaterials are also promising in facilitating DET from FAD (the redox center of 
glucose oxidase) by offering physical dimensions matching that of enzymes. 
Nancomposite materials have been effectively used in achieving direct electron transfer 
[123]. Nanomaterials can also be made catalytically active for direct glucose oxidation 
through composite structuring with proper constituen  components. The high surface area 
of nanomaterials has been used to overcome the sluggi h kinetics of direct glucose 
oxidation. Some materials have shown catalytic activity toward glucose oxidation only in 
nanostructured form.  
2.4.4 Future perspective 
What we have dealt here is a model enzyme biosensor sy tem (glucose biosensor) and 
use of nanomaterials from this system can also be extrapolated to other enzyme based 
biosensor systems. The current trend in accurate cell culture analysis system is having 
biosensors that are rapid responding, stable, and reliable, and able to make continuous 
measurements. 
2.5 Summary of information gathered from the background information 
1) There is lot of applications if we can effective monit ring cell cultures 
2) Electrochemical biosensors provide an simple and efficient way of monitoring 
cell cultures 
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a. Several examples are already present in literature for use in cell culture 
monitoring 
3) Amperometric biosensors with enzymatic electrodes will be best for continuous 
monitoring 
4) Amperometric biosensors presently have of drawbacks like lower sensitivity, 
selectivity and stability when used for continuous monitoring 
5) Nanomaterial based electrodes if exploited properly present elegant solutions to 

















PROPOSED IDEA AND OBJECTIVES 
 
3.1 Proposed idea  
From the background information it is clear that there is a need for an effective 
amperometric biosensor that can be used for monitori g cell culture. So we wanted to 
chiefly develop a microfluidic based electrochemical biosensor that can measure changes 
from cell culture. This biosensor should have electrodes that can be very sensitive and 
specific to the analyte of interest. It should also give reliable and stable long term 
measurements in the medium like Minimum Essential Media (MEM) solution in which 
the cells are grown.   So the proposed ideas and hypot esis were 
1) Use of 3D gold nanopillars for increasing the sensitivity 
2) Improve the enzyme immobilization methods for 3D nanopillars for achieving 
highly specific and sensitive biosensor. 
3) Utilize nanomaterial – enzyme interactions for increasing the biosensor stability  
4) Incorporate the 3D nanopillars based electrodes in microfluidic channel for 
performing continuous measurements 
5) Have electrode modifications to reduce interference 
3.2 Significance of the device  
The proposed device will find application in the filds of cell physiology, cell biology 
and toxicology as they will meet the requirement of continuous real time measurements 
in in-vitro conditions and also providing controlled nvironment for cell cultures.  
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3.3 Proposed biosensor design and its working principle 
Figure 3.1 shows of the proposed microfluidic biosensor we want to develop. All the 
electrodes shown in the schematic were to be incorporated with 3D gold nanopillars.  
1) The first electrode will be the anti-interference el ctrode that can consume 
interfering species.  
2) The second electrode will be the enzyme electrode wer  the enzyme layer was 
immobilized 
3) The third will be the working electrode on which a potential was applied to 
perform amperometric measurements 
4) The Counter electrode will complete the electrical circuit. 
 
Figure 3.1: Schematics of the proposed device  
Figure 3.2 shows the principle of proposed microfluidic biosensor that will be used 
for cell culture monitoring. The device was to act s a glucose biosensor and measure the 
glucose consumption in cells.  
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Figure 3.2: The working principle of the proposed device 
3.4 Objectives  
 Based on the proposed device the main objectives of this work are: 
1) To develop nanoporous alumina platform on glass subtrates that can be used as 
templates for growth of 3D gold nanopillars 
2) Optimize the immobilization of enzymes on 3D nanopillars  
- using polypyrrole electropolymerization or self-assembled monolayers 
- Improve the stability of enzyme immobilization process 
3)  Convert the 3D nanopillars as patterned electrodes for incorporation in 
microfluidic channels 
- Optimize the microfluidic design parameter for maximize the efficiency of 
the biosensor  
4) Incorporation of electrode modification onto the working electrode to reduce 
operating potential and interference.  
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5) Build the biosensor with all the optimized information and study its efficacy by 
studying the glucose metabolic activity of the immobilized cells 
The results from the work done are categorized into f ve sections based on these five 
objectives. Each section will cover the work that ws accomplished to realize the 
respective objective.  
3.5 Note on anti-interference electrode 
 
The initial proposal of the device had the anti-interference electrodes. But preliminary 
results indicated that these electrodes were not able to effectively eliminate the interfering 
species and with potentials or surface area similar to the working electrode. Two 
potentiostats were needed to supply different potentials to the working and anti-
interference electrodes. Area had to be increased considerably and it became unfeasible 
to have it in the microfluidic design.  This method was also not feasible in an inter-
digitated electrode setup. Therefore we dropped this electrode from the design and only 










SECTION I - 3D NANOPILLARS 
CHAPTER 4 
DEVELOPMENT OF 3D NANOPILLARS 
 
The first objective of our study was to develop 3D nanopillars on solid supports. In 
this section we will have only one chapter that describes how we developed the 3D 
nanopillars using commercial alumina templates and also thin film alumina templates 
prepared in-house.   
4.1 Introduction 
To date, many flat or planar micro-electrodes have be n used in the µ-TAS as 
electrochemical electrodes [124]. Although improvement in detection limits is seen, a 
reduction in current signal is noted owing to the small size of the micro-electrodes. To 
overcome this problem, a common strategy is to increase the surface area of the micro-
electrode with nanostructures [125].  
Nanostructures can provide large surface areas due to th ir high surface-to-volume 
ratio. But when these nanostructures are formed on a planar substrates, the overall 
surface-area enhancement will be limited, to a certain extent, by the size of the 
underlying substrate. Then the question becomes: how can one achieve a higher surface 
area when the size of the planar area (or the ‘real est te’) is fixed? The answer lies in a 
“skyscraper” metaphor, that is, to build up within a limited areal footprint [126]. Adding 
3D skyscraper nanostructures onto a planar surface offers a significant increase in its 
overall surface area when compared with the planar surface.  
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In our work we developed two methods for obtaining the 3D skyscraper electrodes. 
The first method was based on commercial templates and the second was a thin film 
method exclusively developed in our lab. In this chapter we will discuss the details of 
both methods. Since these 3D structures were intended for biosensor applications, we 
limited the material to gold only in this study due to its well accepted biocompatibility. 
4.2 Experimental methods 
4.2.1 Formation of 200nm diameter 3D nanostructures using commercial templates 
We have developed a commercial alumina template basd electrodeposition 
technique to fabricate 3D skyscraper nanostructures [13]. In this method, a 150 nm thick 
gold film was first deposited onto one side of a porous anodic aluminum (PAA) disc by 
sputter coating. A thicker gold layer was then electrodeposited on top of the sputtered 
gold film to form a strong supporting base in an Orotemp24 gold plating solution 
(Technic Inc, Cranston, RI) under a current density of 5 mA/cm2 for two minutes in a 
three–electrode cell with a platinum (Pt) counter el ctrode and an Ag/AgCl reference 
electrode. This supporting base was then masked using Miccrostop solution (Pyramid 
plastics Inc., Hope, AK) for insulation. After that, gold nanopillars were electrodeposited 
through the open pores of the PAA disc from the uncoated side under an electrical current 
density of 5mA/cm2 at 65°C for 5 minutes. The PAA template was finally dissolved by 
immersing the specimen in 2M NaOH solution for 30 minutes. This procedure resulted in 
3D structures having arrays of gold nanopillars standing on gold support bases. These 3D 
structures were cut into small pieces and used as electrodes for further studies. 
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Prior to immobilization procedures, the surfaces of these 3D electrodes were cleaned 
electrochemically by performing CV within a potential range from -0.5 to 1.5 V at a scan 
rate of 100 mV/s in 0.3M H2SO4 solution. The cleaning cycles continued until a 
reproducible voltammogram was obtained. After that, the electrodes were rinsed with DI 
water and dried with nitrogen blow. These cleaning CV’s were also used to determine the 
roughness factor (the ratio of increase of nanostructu ed surface in comparison to flat 
electrode of similar geometrical area) [127].  
4.2.2 Development of 50nm nanopillars on glass substrates 
4.2.2.1 Al/Au/Ti film formation 
The glass substrates used for the fabrication were first cleaned using RCA1 solution 
(H20:NH4OH:H2O2: 5:1:1) at 70
oC for 20minutes. Then they were etched in 0.5% HF 
solution for 30 seconds and finally rinsed with copious amount of water. A three-layer 
film consisting of Ti (5 nm), Au (20 nm) and Al (800 nm) was deposited sequentially 
onto the substrates using an E-beam evaporator (Kurt Lesker PVD 75). The Ti layer here 
serves as an adhesion layer and the Au layer is to prevent detachment of alumina layer 
and provide electrical conductivity during electrochemical processes.  
4.2.2.2 Anodization of the top Al layer 
The three-layer film formed on the glass substrate was masked with Microshield 
lacquer by exposing an area of 25×  (mm). The exposed area was electropolished in a 
mixture of H3PO4:H2SO4:H2O in the ratio of 2:2:1 by weight. This step not only removed 
any formed oxides but also reduced the surface roughness. After that, an anodization step 
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was applied to the top Al layer under a constant potential of 40 V in 0.3 M Oxalic acid at 
4oC.  
To remove the barrier layer and widen the pores, the substrates were placed in 5% 
H3PO4 at 30
oC for 20 minutes. This step removes the alumina barrier layer, exposes 
underlying gold film and widens the pores.  
4.2.2.3 Electrodeposition of standing nanopillars 
Electrodeposition of Au was then performed through the opened pores to form Au 
nanopillars in an Au plating solution (Orotemp24 gold plating solution, Technic Inc, 
Cranston, RI) under a deposition current of 0.6 mA/cm2. The height of the nanopillars 
was controlled by deposition time. In our work, 6-minute deposition yielded nanopillars 
of approximately 600 nm in height. The porous alumina template was then dissolved in 2 
M NaOH solution to obtain vertically free standing anopillars on the Au/Ti film coated 
on the glass substrate.  
Prior to further processing, the standing nanopillars on substrates were cleaned by 
running electrochemical cyclic voltammetry (CV) in 0.1 M H2SO4 in a potential range 
from −500 mV to +1500 mV until stable CV curves were obtained for each specimen. 
After that specimens were rinsed in deionized water. The measured CV curves were used 
to determine the areas of the nanopillar modified surfaces.  
4.3 Results and discussions 
Adding 3D nanopillars onto a flat surface can increase the overall surface 
significantly. Figure 4.1 illustrates this by having vertically aligned nanopillars on a 
planar substrate to form a 3D structure. From Zhang G 2011 [128] calculations on surface 
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area increase of 3D nanopillars, it can be seen that a  an aspect ratio (h/2r) of 25 and a 




Figure 4.1: Schematic illustration for increasing the overall surface area by building 3D 
skyscraper structures on a limited areal footprint (Image taken from [128]) 
3D nanopillar electrodes have been fabricated using chemical vapour deposition 
methods and PVD methods. But these methods yielded nanorods that could deform 
because of the capillary forces generated by the nanostructure liquid interactions 
[129,130]). These deformations will reduce the exposed surface area in a liquid 
environment and making it less effective when used in aqueous based biosensor 
applications. So it is evident that there should be a method of nanopillar formations that 
can have sufficient mechanical strength to withstand the capillary forces.  
So in this work we used electrodeposition techniques to deposit metal into the porous 
templates to obtain the mechanically stable nanostructu es. We found out in our earlier 
work with water droplet tests that electrochemically nanostructures were mechanically 
very stable [128].  There was a bunching of gold nanopillars electrodes when the aspect 
ratio was larger than 8 – 10 (See Figure 4.2 & 4.3). But this was very different from the 
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nanopillars collapsing altogether as seen from PVD or CVD methods [129].  The physical 
conditions like surface tension, contact angle and inter-nanopillar distance and the aspect 
ratio will have dominating effects on the resistance of these nanopillars to capillary 
interaction [131]. 
 
Figure 4.2: Images of 200nm nanopillars formed using commercial template method 
with different roughness factors (A- 20, B – 38.8, C – 63), the lower image shows the 
cyclic voltammograms of the three different nanopillars (Sample C has aspect ratio more 
than 10 and there is evidence of some bunching. The reduction peaks increase with 






Figure 4.3:  SEM images of nanopillars formed on glass substrates using thin film 
deposition and anodization (The images show the increasing nanopillars aspect ratios 
with increased deposition times: A- 1min, B – 2min, C – 3min, D- 4 mins, E-6mins 
deposition time. Bunching is seen significantly in Figure 4.3E where the aspect ratio is 





4.3.1 50 nm diameter nanopillars formation on glass substrates 
Although the surface area is drastically enhanced using the 3D nanopillars using the 
commercial template method, one challenge associated with these 3D skyscraper 
nanostructures is that it is difficult to turn them into devices through further structural 
processing. For this to happen, these 3D nanostructures need to be fabricated on a 
substrate and be processible through conventional fabrication procedures. Various 
methods like nanowires arrangement using dielectrophoresis [4] and polycarbonate based 
lithography-assisted template bonding [5] have been used to incorporate nanowires on 
glass or polymer substrates. But a simple, economical and highly reproducible method 
appears to be using porous alumina templates [6]. Although porous alumina thin films 
have been formed on glass or silicon substrates [7-9], their use as templates in forming 
standing nano structures and further processing these structures into functional devices 
has been rarely attempted [10]. So we developed a simple way to form three dimensional 
(3D) structures integrated with standing nanopillars on glass substrates.  
Until now there have been different approaches to produce the anodic porous alumina 
structures on silicon or glass substrates. All the methods used the general procedure of 
depositing a thin film of aluminum on silicon or glass substrates with an underlying 
adhesion layer. The main difference in the methods aro e from the type or number of 
interfacial metallic layers which was deposited befor  the aluminum layer. Various 
interfacial layers like Ti [132] , Ti/Au [133], Ti/Pt [134], Indium Tin Oxide (ITO) [135], 
and Ti/Cu [136] have been used on silicon or glass substrates. So the foremost problem 
we faced when we started nanopillar formation on glass substrates was the choice of the 
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suitable interfacial layer, which was necessary to obtain ordered alumina pores and 
providing conducting surfaces for the filling of the pores by electrodeposition. Of the 
various interfacial layers, a very thin layer of Ti was necessary for adhesion of other non-
adherent metallic layers and also later to withstand the electrochemical oxidation 
experiments [137]. So the first layer was a Ti layer of 5nm thickness. In earlier studies 
aluminum was sometimes directly deposited over a thicker Titanium deposit to act as an 
adhesion and conducting layer [134]. But in our experiments it best suited for us to have 
another gold layer as the conducting layer because the main issue with most of the 
procedures mentioned in literature was the selectiv removal of the barrier layer. This 
barrier layer is a non-conducting alumina layer obstructing the pore to open into a 
conducting surface. The gold layer of 20 nm helped us in consistently removing the 
barrier layer after anodization and opening all thepores. This thickness of gold was 
critical since more thickness of gold resulted very high current during the end of 
anodization of such films. These high currents either caused highly pitted films or gradual 
dissolution of all the alumina. So we had to keep the thickness of the films below 20nm. 
We believe the higher thickness caused the intermetallic alloying of gold and alumina to 
form purple plaque at the gold/aluminum interface [138]. We suspect this since when 
thickness of the gold film was over 25 nm we could distinctly see a purple color film 
(when seen from the backside of the glass substrate). W  could also notice a purple color 
when the alumina was completely etch in the anodization process.  
This was crucial in forming nanopillar with uniform distribution and providing 
consistent surface area increase. We deposited aluminum from 800 nm to 2.5 µm and 
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found no problems in anodization of the aluminum fil . A thicker film was necessary to 
get more ordered pores.  
The anodization process yielded nanopores with a diameter of 40 nm.  The 
anodization current was around 2 mA/cm2 and was constant throughout the process until 
all the aluminum was anodized. When the barrier layer reached the gold layer the current 
started dropping rapidly as all the aluminum had been anodized. But when the 
anodization was prolonged this dropping current reach d the lowest values and it started 
increasing again. This increase could have been due to breaking of some barrier layer at 
the bottom of the pores. . In case of stopping the anodization when the current reached its 
lowest value did not open all the pores even after th  barrier layer removal step. Letting 
the current to shoot of to higher values (>50mA/cm2) dissolved all the pores completely.  
So we stopped the anodization when the increasing current reached around 4 mA/cm2. 
This ensured all the pores were opened to the gold layer after the pore opening step. In 
the pore opening step the timing in phosphoric acidwas optimized to 20 minutes and the 
resulting pore diameter after the barrier layer removal was around 50nm. This diameter 
was suitable of the subsequent nanopillar formation and polyprrole/enzyme deposition.  
Figure 4.3A shows the SEM image of the anodized alumina film. The pore organization 
was not very good when compared to samples done in bulk alumina and can be partially 
attributed to thinner alumina film formed and the related shorter anodization time [139]. 
A two-step anodization was generally used to get organized pores on thin films [140]. 
But in our case even with a single step anodization process, the nanopillar had a 
consistent order and provided the same amount of increase in surface area for all batches 
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of samples prepared with the same electro-deposition time. The increase in area was 
calculated using the reduction peaks of gold in the CV obtained in 0.1 M sulfuric acid. 
The surface area with a roughness factor of approximately between 5 – 18 for the 
different nanopillar structures shown in Figure 4.3. The expected increase in surface area 
can also be calculated by considering a hexagonal arr ngement of nanopillars (anodized 
alumina form hexagonal pores) with average nanopillar diameter at 50nm, inter-distance 
between nanopillars at 30nm and height at 600nm obtained from SEM images. The ratio 
of the increase in nanopillar area to that of the flat surface area can be calculated as [128] 
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In our case when h=600 nm, r=25 nm, a=80 nm,  p=0.354. So the ratio of increase in area 
is calculated to be S/S0=1+1200/25*0.354=18. This value also corresponds to the 
increase in electrochemical area found by cyclic voltammetry method in sulfuric acid.  
4.4 Conclusion 
 
Gold nanopillars electrodes were successfully formed from 
a) Commercial alumina templates , 
b) Thin film alumina templates on glass substrates. 
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The commercial alumina template method was used whenever a hard base support was 
not needed. But in case of microfluidic based experim nts were solid support is needed 
for the PDMS based microfluidic channels the thin film alumina template method 
optimized in our lab was used.  
 
(Some of the material in this chapter has been adapte  from the published works from 


















DEVELOPMENT OF THE ENZYME ELECTRODE 
 
The first electrode in the microfluidic biosensor will be functionalized with enzymes 
(i.e glucose oxidase) for catalytically converting the analyte (i.e glucose) to a detectable 
electro-active species. This electrode is called the enzyme electrode. Thiselectrode 
functionalization or enzyme immobilization process is a very important step because it 
will determine the sensitivity and stability of the biosensor. A few studies in literature 
have reported ways to immobilize enzymes onto order nanostructures. After an extensive 
literature search, we identified two methods that seem applicable to our 3D nanopillar 
structures based on their ability to form ultrathin layers even on complicated nanoscale 
geometries.  
These two methods are  
a) Electropolymerization studies using polypyrrole 
Electropolymerization reaction happens at anodic potential when the removal of 
electron from the monomer initiates the polymerization reaction. This method is also 
extensively used to entrap the enzymes onto electrode surface during the 
electropolymerization reactions. By mixing the enzyme in pyrrole solution, a porous 
polymeric film with entrapped enzymes can be formed at the electrode surface via 
electrodeposition. Studies have shown that enzyme immobilized in this way has an even 
spatial distribution inside a porous polymer matrix due to the molecular coupling between 
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the pyrrole and GOx molecules. This functionalization process can be applied to 
electrodes with any shapes and geometries 
b) Self-assembled monolayer (SAM) studies 
We used alkanethiols in our studies as they can form monolayers on gold surface. In 
this method, one end of the alkanethiols can be attached to the gold surface through the 
sulfur gold bond and the other end can be modified for attaching desired biomolecules. 
Since these are also just a monolayer coating, the thickness is not more than 2 -3 
nanometer [144].    
The different studies that were conducted using these immobilization methods are 
1) Optimization of polypyrrole based glucose biosensors with nanopillar array 
electrodes 
2) The role of SAM chain length in enhancing the sensitivity of nanopillar modified 
electrodes for glucose detection 
3) On functionalization of 3D electrodes with different nanopillar sizes (with 
polypyrrole and SAM immobilization techniques) 
4) Influence of gold nanoparticle size on the enzyme stability in a polypyrrole/gold 
nanopillar electrode 











OPTIMIZATION OF POLYPYRROLE BASED GLUCOSE BIOSENSORS WITH 
NANOPILLAR ARRAY ELECTRODES 
 
5.1 Introduction 
Electrochemical polymerization is one of the simple and attractive techniques for 
immobilizing enzymes on electrodes [145]. It gives control over the enzyme loading and 
enzyme layer thickness. It is mostly a one step process avoiding denaturing of bio-
molecules and gives control over properties and thickness of the polymer films by 
controlling the choice of the monomer and the electrolysis charge [146].  The process 
also avoids manual deposition and aids in miniaturized biosensor development [147].  
 Polypyrrole is the extensively used conducting polymer in immobilization of the enzyme 
glucose oxidase in electrochemical biosensors application. As polypyrrole is 
biocompatible it causes minimal disturbance to the working environment. It also protects 
electrodes from bio-fouling and interfering materials such as electro-active anions [148]. 
Its advantages like biocompatibility, reduced interference, and easiness to electro deposit 
on various surfaces making it a good candidate for glucose sensing [149]. Polypyrrole 
based amperometric glucose biosensor has been studied on various electrode surfaces 
[150,151].  The performance of this type of polypyrrole based biosensor is affected by the 
various electropolymerization parameters used for the immobilization of the enzyme 
glucose oxidase. So optimization of electropolymerization conditions of polypyrrole is 
necessary to obtain the best bio-sensing results. Systematic studies have been done on flat 
 65
gold surfaces and optimized conditions for depositin of polypyrrole have been obtained 
[152]. 
Electrochemical glucose biosensors based on polypyrrole have also used 
nanomaterials for increasing sensitivity, lowering detection limits and for better stability. 
Mostly the nanostructures were incorporated on the surface of the electrodes to increase 
the surface area. Polypyrrole-coated glucose oxidase n noparticles have showed 
increased sensitivity values [153]. Carbon nanotube doped polypyrrole film also showed 
better activity due to surface area increase [154]. This type of disarrayed modification of 
surface with nanostructures can block enzyme sites and impede the substrate transport. 
But nanopillar and nanotube electrochemical arrays have shown better microenvironment 
to maintain the enzyme activity, and large surface rea for enzyme–substrate contact 
[155]. Carbon nanotube array coated with polypyrrole has shown increased sensitivity 
[156]. Platinum nanofibers based polypoyrrole glucose biosensor has given the highest 
sensitivity values [150].   
But until now no complete understanding of polyprrole r any polymer deposition on 
nanostructure dimensions has been achieved. Even in electrochemical deposition of 
polypyrrole on high surface area platinum electrodes, current density of 382µA cm−2 was 
used, which was the optimized current density for flat surfaces [150]. But optimization of 
polypyrrole/GODx film for obtaining maximum sensitiv y on nanopillar arrays will 
involve the large nanopillar surface area and thickness variations during 
electropolymerization. The thickness of the polymer film and enzyme content affect 
properties like sensitivity, substrate diffusion, permselectivity and also interference 
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characteristics. So enhanced biosensor performance can be obtained if we optimize the 
polypyrrole electropolymerization parameters specifically for the nanostructure 
dimensions. 
In this work we systematically investigated the effect of various 
electropolymerization parameters on the performance of the nanorod based glucose 
biosensor. We tried to enhance the performance of the biosensor by optimizing the 
nanorod roughness factor, electrodeposition current d sity and total charge.  
5.2 Experimental methods 
5.2.1 Reagent and instruments 
Pyrrole, D-glucose, ascorbic acid, and Glucose oxidase (GODx), p-benzoquinone 
were purchased from Sigma-Aldrich. All other chemicals were of analytical grade and 
deionized water was used for preparation of the solutions. Glucose solution was allowed 
to mutarotate by preparing those 24hr before the exp riments.  
5.2.2 Apparatus 
The conventional three-electrode system consisting of a Pt-wire counter electrode, 
Ag|AgCl reference electrode and the Gold nanopillar array as the working electrode was 
used for the Amperometric measurements. All electrochemical measurements and 
treatments were carried out in the 1480 MultiStat System. All potentials are reported 
versus the Ag|AgCl reference electrode unless indicated otherwise. 
5.2.3 Nanopillar array preparation 
Nanopillar array electrode (NAE) was fabricated by electrodepositing gold onto 
porous anodic alumina templates. The procedural detils for the fabrication NAE can be 
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Chapter 4.2.1 .The height of the nanopillars in the NAE or the NAE roughness can be 
controlled by duration of electrodeposition.  
All the working electrodes prepared were cleaned by performing cyclic voltammetry 
in 0.5M H2SO4. The cyclic voltammetry was performed between -500mV and 1500mV 
until the stable state was attained. Electrodes were then washed with deionized water.  To 
quantify the difference in the height of the nanopillars in these NAEs, we defined a 
roughness ratio as the area under the reduction peak (calculated by integrating the 
voltammogram from 0.70 V to 1.1 V) of a NAEs electrode divided by that of the flat 
electrode. 
5.2.4 Preparation of the enzyme electrode 
The cleaned electrodes were modified with a thin layer of polypyrrole entrapped with 
glucose oxidase enzymes. All the polypyrrole/GODx films were prepared by 
galvanostatic polymerization of pyrrole in a 0.1M KCl containing 0.05M pyrrole and 
0.5mg of glucose oxidase. The concentration of pyrrole and GODx has already been 
optimized in earlier paper [152]. So we used these concentration values for preparing the 
enzyme electrodes.  
The electrochemical cell consisted of a single compartment three electrode system. 
Platinum gauze was used as the counter electrode and silver – silver chloride electrode 
was used as the reference electrode. The current density and time of deposition was 
varied to find the optimized deposit for maximum glucose sensitivity. To start with the 
initial values of current density and thickness were taken from earlier work on flat 
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electrodes [152]. Then they were varied according to the results to get the optimum 
values for the nanopillar electrodes. 
5.2.5 Glucose Sensing 
For optimization of polypyrrole/GODx electrode glucose sensing was done by 
evaluating the amperometric performances in a phosphate buffer solution (PBS) 
containing 3mM p-benzoquinone as a mediator. The polypyrrole/GODx electrode was 
maintained at a potential of 0.35V versus Ag/AgCl refe ence electrode until the 
background current stabilized. After the background current stabilized, calculated amount 
of glucose from a 1M glucose stock solution was added in the electrolyte to obtain a 
glucose concentration of 4mM in the electrolyte. For the amperometric measurement of 
glucose and other electroactive species the electrode was held at the same potential of 
0.35V vs Ag/AgCl reference electrode and the steady state current was measured after the 
addition of glucose. The electrolyte was constantly stirred at a rate of 500rpm. 
5.2.6 Kinetic analysis 
After obtaining the optimized biosensor on nanopillar electrodes the typical sensing 
response was done to obtain the calibration curves. The addition of glucose was done 
increments of 2.5mM. Each addition was done after steady state current reached. All 
other parameters were same as the glucose sensing experiments for optimization of 
electrodes. The Lineweaver-Burk type-plot was used on the calibration data to find the 
Km and Imax values.   
5.2.7 Experiments and criteria for optimization of parameters  
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Our main intention was to obtain the highest glucose sensitivity by evaluating the 
various parameters like nanopillar height, current density of deposition and total current 
passed at different levels. So the main criterion for choosing the optimum level of each 
parameter was the value of the parameter which yielded the highest glucose current 
response in the amperometric evaluation.  
We first did the optimization of the nanopillar height. With increase in nanopillar 
height the electrochemical surface area changes. Sen itivity of the glucose biosensor 
depends on the height of the nanopillars as the surface area changes. So it was first 
necessary to optimize the nanopillar height to obtain maximum performance. We 
controlled the height of nanopillars by varying theroughness factors. The roughness 
values were calculated as mentioned earlier. 
To measure the effect of roughness factor only, we kept the current density and total 
current passed constant. The experiment was repeated for two set of current density 
(100µA/cm2 & 191µA/cm2) to confirm that the observed phenomenon is consistent even 
when current densities changed. The total amount of current passed was fixed at 
150mC/cm2 which meant that we controlled the time of depositin correspondingly. The 
thickness change with nanopillar height was considered to be negligible. 
After the optimization of the nanopillar array height, the current density of deposition 
was varied and the glucose response was measured. Initially we chose the current 
densities to be of 100, 191, 382, and 573µA/cm2 si ilar to the current densities used in 
the optimization on flat gold electrodes. The total amount of current passed was still kept 
constant at 150mC/cm2. Experiments were further done using lower current densities till 
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10µA/cm2 to optimize the current density for the nanopillars which was different from 
the flat electrodes. The time of electropolymerization for lower current densities below 
50µA/cm2 was reduced by decreasing the total charge to 75mC/c 2. This was done as 
shorter time periods yielded more consistent results .The current densities were applied in 
accordance with the geometrical area of the electrode surface and not the calculated 
electrochemical area.  
Finally the total charge of deposition was optimized. The optimized values of 
nanopillar height and current density of deposition obtained from the two earlier 
experiments were kept constant in these set of experiments. We varied the total current 
passed from 50mC/cm2 to 600mC/cm2 and measured the glucose sensitivity changes. The 
optimum values were obtained from the results of all these experiments. 
 In these set of experiments not only the glucose re ponse was done but also the 
response of interference species ascorbic acid was done. This is because besides glucose 
sensitivity, a main criterion for glucose biosensors is selectivity. Ascorbic acid, Uric acid 
and acetaminophen are the common electroactive specie  coexisting in glucose samples. 
They tend to reduce the overall selectivity and accura y of the sensor [157].  We chose 
ascorbic acid to test the selectivity as done in earlier studies [158].  So for the optimized 
electrode the current response for the interference species like ascorbic acid should also 
be the least. We did the ascorbic acid response only in the total current passed 




5.3 Results and discussions 
5.3.1 Effect of Nanorod height on the response of the enzyme electrode 
Figure 5.1 shows the cyclic voltametric response of the gold nanopillar electrodes for 
various roughness factors used in the experiments. These CV curves were used for 
finding the roughness factors by comparing them with the surface area of flat electrode. 
Figure 5.1 also shows the changes in glucose sensitivity to that of nanopillar roughness 
values.  The sensitivity increased with increase in na opillar height and saturation values 
after a roughness factor of 57. This phenomenon was observed with both the current 
densities used in the experiments. The roughness factor of 15 and 60 corresponded to 
individual nanopillar height of 1 micron and 6 microns. The current saturation occurring 
at higher nanorod height can be attributed to diffus on of the glucose not reaching the 
bottom of the nanorods. The glucose concentration was found to reduce at the bottom 
space in between two nanorods in a previous work [159]. In the same work K4Fe(CN)6 
with higher reaction rate was found to not reach the bottom and the surface area was not 
effectively used. Similarly at glucose reaction rates we assume that after a certain height 
they would also not effectively use all the nanorod surface area. So the saturation can be 
attributed to nanorods with larger heights not using the increase in surface area fully. 
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Figure 5.1: Effect of the roughness factor on glucose current sponse for applied current 
densities of 100µA/cm2 and 191µA/cm2 
As the saturation of sensitivity occurred at higher roughness factors the optimized 
roughness factor was taken to be around 60 for electropolymerization of polypyrrole on 
gold nanopillar array electrode. 
5.3.2 Effect of current density of deposition on the response of the enzyme electrode 
The results of the glucose sensitivity variation with current density can be seen from 
figures 5.2A and 5.2B. The maximum glucose sensitivity s obtained at 50µA/cm2. It is 
different from the optimum value obtained for flat gold electrodes. 
In figure 5.2A the current densities are similar to the current densities used in the flat 
electrodes. But at high current density of 573µA/cm2 yielded dark deposits and the SEM 
images showed the deposits were masking the nanopillars in many areas as seen in SEM 
image in Figure 5.3-D. So we did not apply current density higher than 382µA/cm2. We 
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also reduced the current density up to 10µA/cm2 to consider the current density variations 
in individual nanopillar which were different from that of flat electrodes. In these 
experiments we had the total charge as 75mC/cm2 just to have lesser deposition time and 
more obtaining more consistent results. This was reonable as even in this different total 
charge the optimum current density was again at the same value and exhibited similar 
trend. These results are shown in figure 5.2B. The optimum current density is 50µA/cm2 
as indicated by the maximum current response observed.  
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Figure 5.2: Effect of current densities on the glucose current response.  (Figure 5.2 (A): 
Initially done with current densities similar to flat electrodes, Figure 5.2 (B): Current 




The reason for the difference is because of the local thickness variations at the 
nanopillar electrodes as seen in the SEM images (Figures 5.3A-B) and the total increased 
surface area. The local thickness variation can be seen from the SEM Figure 5.3B. The 
thickness of deposit at the end of the electrode is vis bly higher when deposited at higher 
current densities. 
The thickness variation can be related to the current d nsity variations locally on 
individual nanopillars. The current distribution onindividual nanopillars can be 
compared to the current distribution in the high aspect ratio trenches where the bottom of 
the trenches has lesser current density than the top [160]. They also get filled up at the top 
openings and not the bottom when high current densiti s are applied. This is generally 





Figure 5.3: SEM images of nanopillars coated with polypyrrole/GODx (Figure 5.3 (A) 
Nanopillars coated with polypyrrole/GODx at applied current density of 50µA/cm2 and 
total current of 150mC/cm2, Figure 5.3 (B) Nanopillars coated with polypyrrole at 
applied current density of 100µA/cm2 and total charge of 150mC/cm2, Figure 5.3 (C) 
Nanopillars getting filled at the top with polypyrrole when the applied current density 







5.3.3 Effect of total charge passed on the response f the enzyme electrode 
The polypyrrole thickness is a major factor in glucose sensitivity as it acts as a 
diffusion barrier to glucose [157,161]. Generally increase in polypyrrole film thickness 
decreases the sensitivity of the glucose biosensor [152]. Theoretical studies show that 
when the film was thicker resulted in larger diffusion barrier for all the substrates and the 
current was mass transport controlled [162,163]. Thinner film were limited by the amount 
of enzyme and consequently due to enzyme reaction kinetics. Therefore optimum film 
thickness is critical in the performance of the poly yrrole based enzyme electrode. 
As seen above the thickness of the deposit varies along the nanopillars locally. As 
uniform thickness is not possible on nanopillars we tried controlling the amount of 
deposit by passing calculated amount of current. The results are shown in figure 5.4. 
When the total charge passed was 150mC/cm2 the glucose response values were 
maximum. From earlier work we know that the total charge of 75 mC/cm2 corresponds to 
a film thickness of about 0.17µm on flat electrodes [164] . It was also found in flat 
electrodes that when the polypyrrole thickness is les er than 0.1µm, the limitation of the 
response imposed by the diffusional constraint is mini ized. As the best glucose sensing 
results were achieved at total charge of 150mC/cm2, we can assume the thickness 
distribution was also at its optimal level. This can be seen in the results as the glucose 
sensitivity was lower when the total current was higher or lower than the optimum value. 
Going higher than the optimum total charge should be mass transport limited and going 
lower should be enzyme kinetically limited. 
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Total current during deposition (mC/cm2)






























Figure 5.4: Effect of the total charge of deposition at a consta t applied current density 
of 50µA/cm2 
Based on all the above results we concluded that the optimum conditions for 
preparing polypyrrole/GODx biosensor on nanopillar we e nanopillar roughness factor of 
60, applied current density of 50µA/cm2, and 150mC/cm2 of total current passed. These 
conditions were significantly different from the optimum conditions of flat gold 
electrodes. The reasons for the difference can be reasoned out as reduced thickness of 
polypyrrole along the nanopillars, caused by increased surface area of nanopillar array 
and variation in thickness of deposit locally on the nanopillars due to non-uniform current 
density distribution.  
5.3.4 Effect of interference of ascorbic acid 
Current response of ascorbic acid is shown in figure 5.5.  The results showed that the 
interference values decreased little with increase in total current passed. The data also had 
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high variance that can be seen as larger error bars in the data. In the nanopillar based 
electrodes there is no significant fall in ascorbic acid interference contrasting to what is 
observed in flat electrodes with increasing thickness values. This can again be explained 
by the low polypyrrole thickness due to high surface rea and the lower thickness of the 
polypyrrole on the trenches of the nanopillars. As there is not much variation in the 
ascorbic acid interference in the parametric study, we considered optimum values 
discussed earlier as ideal for preparation of nanopillar based polypyrrole glucose sensors. 
The noise due to ascorbic acid interference will be around 5% of the original glucose 
signal. Other techniques to eliminate interference like overoxidized polypyrrole can be 
used, but interference will exist in these nanopillar based electrodes due to thickness 
variation of polypyrrole. 
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Figure 5.5: Effect of changes in total charge of deposition on Ascorbic acid Interference   
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5.3.5 Calibration of the optimized electrode for glucose sensing 
The electrodes were prepared in the new optimized con itions and response curves 
were obtained for calibrating the electrode. The standard sensing response curve for 
successive addition of glucose with increments of 2.5mM is shown in Figure 5.6. They 
were further plotted for finding the Km and Imax values. Figure 5.7A shows the good 
linear relationship between the glucose response curr nt to the glucose concentration 
when plotted as a calibration plot between the glucose concentration ranges of 2.5mM to 
15mM. The sensitivity obtained for glucose was 36µA/cm2.mM. This is highest response 
for this system of glucose biosensor. The lower detection limit of electrode was 0.05mM 
which yielded a current response of 1.98µA/cm2.  
The Michelson Menton constant (Km) and the maximum current response (Imax) was 
obtained by Lineweaver-Burk type-plot. The figure 5.7B shows the regression line 





I I I C
  = +   
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where Is is the steady state current, Imax is the maximum current measured and C is the 
glucose concentration. The intercept in the graph corresponds to the 1/Imax values and 
Michelson Menton Km constant can be obtained from the slope of the line. The obtained 
Imax value of 1.176 µA is high because of the large surface area which provides more 
enzyme substrate contact. Km value was 46 is not similar to the Km in the bulk soluble 
GOD. This indicates the diffusion and kinetic limitat on are caused by the polypyrrole 
layer increasing the Km value.  
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Figure 5.6: Standard current response curve with successive addition of glucose for 
electrodes prepared by electropolymerization on nanopillar electrodes with roughness 















































y = 0.0213x + 0.0004
R2 = 0.9998
1/[Glucose] (1/mM)  
Figure 5.7: (A) Calibration plot of current response of electrode to glucose concentration 





The results showed that the optimum conditions for polypyrrole electro-
polymerization for glucose sensing on nanopillar electrodes were different from that of 
flat electrode surfaces. The current density as low as 50µA/cm2 and total charge of 
150mC/cm2 yielded the best sensitivity values for glucose detection. The variation in 
polypyrrole thickness over nanopillars was attributed to the changes in optimum values. 
We also observed a non- significant change in ascorbic acid interference values with 
changes in deposit properties.   The optimized biosensor was analyzed for the response 
characteristics which yielded the Km and Imax values. They were significantly better for 
this system of glucose biosensors. The results of this s udy can be extended to other 
electro-deposition techniques on nanopillar arrays in general.  They will be significantly 
different from the deposition parameters on flat electrodes. The effect of interference 
cannot be reduced completely as done in flat electrodes until we try to get uniform 
polymer thickness on the nanopillars or use other techniques to eliminate interference.  
 








THE ROLE OF SAM CHAIN LENGTH IN ENHANCING THE SENSIT VITY OF 
NANOPILLAR MODIFIED ELECTRODES FOR GLUCOSE DETECTION 
 
6.1. Introduction 
Immobilization of enzymes onto electrode surfaces using self-assembled monolayers 
(SAM) of alkanethiols has been commonly used because SAM molecules offer easy 
formation of well-ordered and stable monolayers of m lecules for anchoring various 
biosensitive molecules [165,166]. In an earlier work in our group [127], we 
functionalized 3D gold nanopillars with glucose oxidase (GOx) by using SAM molecules 
of 3-mercaptopropionic acid.  These nanopillar modifie  electrodes exhibited a 
sensitivity measurement of 3.13 µA⋅mM-1⋅cm-2, which is much higher than that for a gold 
nanotube modified electrode (0.4 µA⋅mM-1⋅cm-2; [167]). This work was done in 
continuation of the previous work and to find out frther how effectively SAM can be 
immobilized onto 3D nanopillar electrodes.  
As we learned from the literature [168,169], on a flat-surface electrode SAM 
molecules of a longer chain length (e.g., 11-mercaptoundecanoic acid, or MUA) 
produced a more ordered assembly of molecules with a higher degree of surface coverage 
and less defects than those of a shorter chain length (e.g., 3-mercaptopropionic acid, or 
MPA). But MPA SAM on a flat electrode exhibited a lower electron transfer resistance 
than MUA SAM and gave rise to higher detection sensitivity than MUA SAM. Since the 
surface coverage of these SAM layers mainly depend on the surface morphology of the 
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electrodes [170], it is believed that the presence of the closely packed standing 
nanopillars in the 3D electrodes may alter the formation of the alkanethiol SAMs at the 
surface. This belief led us to pose a new question: which type of alkanethiol SAM, a short 
chain or a long chain, will help facilitate a better s nsing performance for nanopillar 
modified electrodes.  
In search of an answer to this question, two alkanethiol SAMs (i.e., the MPA and 
MUA) were used in this study as the anchoring molecules for the functionalization of 
nanopillar modified electrodes. After the SAM treatment, the electrodes were 
functionalized with glucose oxidase (GOx) through covalent bonds between the GOx and 
the respective SAMs. After that, the electrochemical property of the formed interface was 
characterized for assessing the quality of the SAM coverage on these electrodes by the 
cyclic voltammetry (CV) and electrochemical impedance spectroscopy (EIS) techniques. 
Finally, the sensing performance of these SAM treated nd GOx functionalized 
nanopillar modified electrodes was evaluated for glucose detection.  
6. 2. Experimental methods 
6.2.1. Reagents and Materials 
    3-mercaptopropionic acid (MPA: HS-(CH2)2-COOH), 11-mercaptoundecanoic acid 
(MUA: HS-(CH2)10-COOH), glucose oxidase (GOx; EC 1.1.3.4 from Aspergillus Niger, 
100 units/mg), N-hydroxysuccinimide (NHS), 2-(N-morpholino)ethanesulfonic acid 
(MES) and 1-ethyl-3-(3-dimethylaminopropyl) carbodiimide (EDC) were purchased from 
Sigma (St. Louis, MO).  Porous anodic alumina templates were purchased from 
Whatman Inc. (Maidstone, England).  Ethanol (200 Proof-absolute, anhydrous) was 
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purchased from Pharmco Inc. (Brookfield, CT). Other reagents of analytical grade were 
used without further purification and all solutions were prepared with de-ionized (DI) 
water.   
6.2.2 Preparation of Gold Nanopillar Modified Electrodes 
Gold nanopillar modified electrodes were fabricated using the commercial template 
method described in Chapter 4.2.1. Prior to SAM formation, the surfaces of these 3D 
electrodes were cleaned electrochemically by performing CV within a potential range 
from -0.5 to 1.5 V at a scan rate of 100 mV/s in 0.3M H2SO4 solution. The cleaning 
cycles continued until a reproducible voltammogram was obtained. After that, the 
electrodes were rinsed with ethanol and DI water and finally dried with nitrogen blow.  
6.2.3 SAM Formation and Characterization  
For SAM formation, 3D electrodes were placed in ethanol solution containing 10 mM 
of either the MPA or MUA molecules for 24 hours followed by washing in ethanol 
solution. SAM formation on these electrodes was characterized by the CV and EIS 
techniques at 25°C using the three-electrode cell. The CV measurements were performed 
by scanning the potential from -0.2 V to 0.6 V at a sc n rate of 100 mV/s and the EIS 
measurements were performed in a frequency range from 0.1 Hz to 100 KHz with an AC 
signal of 10mV amplitude over the formal potential of the redox couple in 0.1 M 
phosphate buffered solution (PBS, pH7) containing 2 mM Fe(CN)6
3-/4- (ferri:ferro=1:1) 
mixture as the redox probe. These electrochemical experiments were performed using a 
potentiostat (Solartron 1480, Houston, TX) and an impedance analyzer (Solartron 1260, 
Houston, TX).  Prior to each test run, the electroly ic solution was bubbled with nitrogen 
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for about 20 minutes to get rid of any dissolved oxygen, and during the test the 
electrolyte was blanketed with nitrogen.  The obtained impedance spectra were analyzed 
through statistical curve-fit with an equivalent Randles circuit using ZVIEW (Scribner 
Associates Inc, Southern Pines, NC).  
For assessing the percentage of defects in the SAM molecules, the voltammetric 
reduction peak associated with the uncovered area (i.e., the exposed gold oxide) of the 
SAM treated 3D electrode surface was evaluated. The ratio of the uncovered area of a 
SAM treated 3D electrode to that of a bare 3D electrode was calculated and the 
percentage of defects in the SAM structure determined. For these evaluations, CV 
measurements were obtained in 0.1 M H2SO4 by scanning the potential from -0.5 V to 1.5 
V at a scan rate of 100 mV/s.  
For quantifying the surface coverage (Г) of the SAM molecules, the method reported 
in the literature [168,170,171] was used to evaluate the voltammetric reduction peak 
associated with SAM desorption. To do that, CV measurements were made in 0.1 M 
NaOH within a voltage range from -1.6 V to -0.2 V at a scan rate of 100 mV/s. From the 
reduction peak, the amount of charge was determined by first integrating the reduction 
current under the peak over time and then offsetting he value by that of a bare 3D 
electrode. With the formula Г=Q/nFA [14], in which Q is the amount of charge, n (=1) is 
the number of electrons involved in the reaction, F (=96485 C/mol) is the Faraday 
constant and A (=0.04 cm2) is the electroactive surface area, the surface cov rage of 
SAM molecules was determined. 
6.2.4. Immobilization of Glucose Oxidase 
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After the SAM treatment, the surfaces of these nanopillar modified electrodes were 
functionalized with glucose oxidase (GOx). To do that, the carboxyl group in the formed 
SAMs was activated in a freshly prepared solution of 0.1 M MES acid containing 75 mM 
EDC and 15 mM NHS buffered at pH 4.5 for 2 hours. After washing in 0.1M PBS the 
electrodes were placed in 0.1 M PBS containing 1 mg/mL of the GOx with constant 
stirring for 2 hours.  The obtained GOx functionalized electrodes were washed 
thoroughly with 0.1M PBS and stored at 4oC in 0.1M PBS solution at pH 7.0 prior to 
testing. 
6.2.5 Glucose Detection 
For evaluating the sensing performance of these SAM treated and GOx-
functionalized nanopillar modified electrodes, the amperometric currents of these 3D 
electrodes in response to glucose at various concentratio s were measured. For the 
electrode reactions, when the GOx functionalized elctrodes are placed in a solution 
containing glucose, glucose will first react with GOx to form gluconic acid and reduced-
GOx.  The reduced-GOx will then be converted back to its original form by reacting with 
p-benzoquinone, a mediator having better solubility than most other popular mediators 
[172]. In this reaction, the mediator gets reduced an then converted back to its original 
state at the electrode surface by giving away electrons.  A cascade of reactions is shown 
schematically in the inset in figure 6.1. Amperometric measurements were made in 0.1M 
PBS (20 ml) containing 3mM p-benzoquinone by adding various amounts of 1M glucose 
using the three-electrode electrochemical cell. For all tests, a constant potential of 0.35 V 
was applied to the electrodes and the solution was stirred continuously for ensuring an 
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instant equilibrium for mass transport.  During each test run, the background current was 
allowed to stabilize before a drop (50 µL) of 1M glucose was added to the solution, and 
after the amperometric current response reached a steady-state, another drop of glucose 
was added and the corresponding current response was me sured until a new steady state 
was reached. In this manner, each incremental drop of glucose to the solution caused an 
equivalent increase in glucose concentration of 2.5 mM approximately.  
6. 3 Results and discussions 
6.3.1 Characterization of the Nanopillar Modified Electrodes 
The roughness factor for the 3D electrodes tested in this study is approximately 45.  
6.3.2. Characterization of SAM Formation 
The CV curves in ferro-ferri (Figure 6.1A)  that tha  there are more MUA molecules 
than MPA molecules blocking the pathways for electron transfer across the electrode-
electrolyte interface for facilitating redox reactions, owing possibly to the longer chain 
length of the MUA molecules forming more lateral molecular bonds.  
Figure 6.1B shows the impedance spectra (Nyquist plots) for SAM coated 3D 
electrodes. The MUA treated electrode exhibits a larger semicircle than the MPA treated 
electrode, suggesting a high degree of SAM coverage for the MUA than for the MPA 
molecules. To put this in a quantitative sense, a Randles equivalent circuit (see the upper 
inset in Fig.2B) consisting of a solution resistance (Rs), an electron-transfer resistance 
(Ret) and a constant phase element (CPE) capacitor was used to fit the obtained 
semicircular Nyquist plots to resolve the values for Ret. As listed in table 1, the Ret value 
obtained for the MUA treated electrode is much higher (about 27 times) than that for the 
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MPA treated electrode, thus confirming that the MUA molecules indeed post a higher 
electron transfer resistance at the electrode surface than the MPA molecules.  
Potential (V vs. Ag/AgCl)































































Figure. 6.1: (A) CV curves obtained for a bare, a MPA and a MUA treated electrodes 
evaluated with Fe(CN)6
3-/4- as the redox couple (B) The corresponding Nyquist plots from 
the impedance measurements for the same electrodes with a close-up view of the low 
impedance range given in the lower inset, A Randles equivalent circuit consisting of a 
solution resistance (Rs), an electron-transfer resistance (Ret) and a constant phase 
element (CPE) capacitor is given in the upper inset 
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% defect  
Bare 589.5 (5.0%)  MPA 1.38±0.1 87.3 
MPA 6281.0 (1.7%)  MUA 2.37±0.3 37.8 
MUA 169290.0 
(4.3%) 
    
 
Table 6.1: Left: the resolved Rs and Ret values based on the Randles circuit (fitting errors 
given in parenthesis), Right: the obtained values for the surface coverage and percentage 
of defects 
The CV curves obtained from the gold-oxide reduction experiments performed in 
H2SO4 are shown in figure 6.2A. All these CV curves exhibit an Au-oxide reduction peak 
at around 0.78 V, indicating that all these 3D electrodes possess a certain amount of 
defects, or the exposed gold oxide, on the SAM treated electrode surfaces. By the ratio of 
the area under the reduction peak (by integrating the CV curve under the peak) of the 
SAM treated 3D electrode to that of the bare 3D electrode, a measure of the percentage of 
defects in these SAMs was obtained (see table 1): the percentage of defects is 
approximately 87.3% and 37.8% for the MPA and MUA SMs, respectively. These 
values are high when compared with flat electrodes: 52% for the MPA and 0% for the 
MUA SAMs [169]. 
Figure 6.3B shows the CV curves obtained for evaluating the voltammetric reduction 
peak associated with desorption of the MPA and MUA SAM molecules. From the CV 
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curves, two peak currents are visible for both the MPA and MUA treated 3D electrodes. 
We believe that the peak current at around -0.82 V for MPA and around -1.03 V for 
MUA is due to the cleavage of the gold-sulfur bond. Based on these desorption peak 
currents, the desorption charge was determined by integrating the reduction peak from -
0.8 V to -0.9 V for the MPA treated electrode and from -1.0 V to -1.2 V for the MUA 
treated electrode. The values for Г were then calculated for the MUA and MPA treated 
electrodes as listed in table 1. Comparing with the reported values for the surface 
coverage of MPA (5.12×10-10 mol/cm2) and MUA (8.30×10-10 mol/cm2) SAMs on flat 
surfaces [169], the values for nanopillar modified electrodes are roughly 27 and 28 times 
higher respectively. This increase can be attributed to the increase in the electroactive 
surface area in the 3D electrodes. This increase, however, does not correspond to the 
actual increase in the surface area of 45 times. Thi  phenomenon may be attributed to the 
high percentage of defects in the SAM structures on the nanopillar modified electrodes as 
well as the presence of rough surfaces at the top end of the nanopillars as seen in the 
SEM image. A similar observation for electrodes of rough surfaces was made by others 
where they attributed it to the presence of a large number of edges in the rough surfaces 
leading to more defects in the SAM structures [173,4]. 
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Figure 6.2: (A) CV curves obtained for the bare and MPA and MUA treated 3D 
electrodes in quantifying the percentage of defects in SAM molecules in electrolyte 
containing 0.1 M H2SO4  (B) CV curves obtained for the bare and MPA and MUA treated 
3D electrodes in evaluating SAM desorption in electroly e containing 0.1M NaOH 
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6.3.3. Amperometric Responses 
Figure 6.3 shows the strip-chart measurements for the amperometric current 
responses of the SAM treated and GOx functionalized 3D electrodes taken as drops of 
glucose were added. In general, the current level for the MPA treated electrodes is much 
higher than the MUA treated electrodes. The detection sensitivity is found to be 2.68 
µA·mM-1·cm-2 and 0.09 µA·mM-1·cm-2 for the MPA and the MUA treated 3D electrodes, 
respectively. The sensitivity value for the MPA treat d 3D electrode (2.68 µA·mM-1·cm-
2) is slightly lower than the one obtained in our earli r work (3.13 µA·mM-1·cm-2; [127]), 
which is as expected because the electrodes tested her  had a roughness factor of 45 
whereas the electrodes tested earlier had a roughness factor of 60.  
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Figure 6.4: Amperometric current measurements obtained for the MPA and MUA treated 
3D electrodes in response to glucose at various concentrations, the inset shows the two 
linear calibration curves 
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The results presented above indicate that the two alkanethiol SAMs (i.e., MPA and 
MUA) have led to a similar trend in terms of SAM surface coverage, defects, electron 
transfer resistance and glucose detection sensitivity for both the nanopillar modified 
electrodes and flat electrodes, albeit the exact values are different. To put the sensitivity 
values of the 3D electrodes in perspective with reference to those of flat electrodes for 
glucose detection, the same glucose detection studies were performed using a flat gold 
disc electrode with a circular area of 0.02 cm2 (Bioanalytical Systems, West Lafayette, 
IN). Prior to and in between test runs, the disc ele trode was polished first with a 1 µm 
diamond polishing sheet and then with a 50 nm alumina polishing sheet and rinsed in DI 
water. For the MPA and MUA treated flat electrodes, the sensitivity values were found to 
be 0.47 µA·mM-1·cm-2 and 0.052 µA·mM-1·cm-2, respectively. For the MPA treated 
electrodes, the presence of the nanopillars caused a 6-fold increase in detection 
sensitivity. Although a 6-fold increase is high, it is not higher enough with respect to the 
45-fold increase in the surface area of these 3D electrodes. This disparity is certainly 
related to the increased amount of blockage for electron transfer from the SAM 
molecules covering the 3D electrode surface, but it may also suggest that the amount of 
GOx functionalized onto the 3D electrodes is not prpo tional to the available SAM 
surface as in the case with flat electrodes.  
6.4 Conclusion 
From this study we observed the same general trend in terms of SAM surface 
coverage, defects, electron transfer resistance, and glucose detection sensitivity when 
using MPA and MUA as the anchoring SAMs for the functionalization of nanopillar 
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modified electrodes and flat electrodes. For nanopillar modified electrodes tested here, 
the longer MUA produced a higher electron transfer resistance and a lower percentage of 
defects than the shorter MPA, but the shorter MPA led to higher sensitivity in glucose 
detection than the longer MUA. 
 





ON FUNCTIONALIZATION OF 3D ELECTRODES WITH DIFFERENT 




The previous two chapters dealt with polypyrrole and SAM methods separately. In 
this chapter we will see discuss the influence of 3D nanostructure dimensions on both the 
SAM and polypyrrole immobilization methods. In this work we ask two questions: 1) 
How does the size of nanostructures affect enzyme immobilization? 2) How do different 
immobilization procedures in the presence of different nanostructures affect the 
underlying electron transfer and mass transport chara teristics?  
To answer these questions, we developed 3D nanostructures the two different 
nanopillar sizes (200 nm and 50 nm) as electrodes using the method described in Chapter 
4.2.1 and Chapter 4.2.2, functionalized them with enzymes, and examined their glucose 
detection sensitivity. Again in this study (similar to the study discussed in last chapter), 
SAMs of two different chain lengths were used in the first functionalization method 
because the chain length is known to affect the sensing performance [175].  The 
polypyrrole electropolymerization method had been already optimized in the study 
discussed in Chapter 5. So we used the same optimized parameter in this study. But for 
the smaller 50nm diameter nanopillars optimization studies were conducted to achieve 
the best glucose sensing performance. Electron transfer and mass transport behavior of 
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the functionalized electrodes were characterized in various electrochemical experiments 
including the cyclic voltammetry, stripping voltammetry, impedance spectroscopy, and 
amperometric glucose detection. 
7.2 Experimental methods  
7.2.1 Integrated 3D Skyscraper Micro/Nano Structures 
The 50 nm nanopillars were formed on glass substrate  using the thin film alumina 
templates previously described in Chapter 4.2.2. 200nm gold nanopillar modified 
electrodes were fabricated using the template method previously described in Chapter 
4.2.1. The roughness factor for both the 50 nm and 200 nm nanopillar structures was 
found to be approximately 18. In the following discu sions we will refer to the 50 nm and 
200 nm nanopillar structures as 50 nm electrodes and 200 nm electrodes, respectively.  
7.2.2 Functionalization of Nanostructures 
7.2.2.1 SAM/GOx Functionalized Surfaces  
The SAM functionalization was similar to the details given in Chapter 6.2.3.  
7.2.2.2 PPy/GOx Functionalized Surfaces 
For the 200 nm electrodes, the optimized condition was at a current density of 50 
µA/cm2 and a total charge of 150 mC/cm2, as determined in Chapter 5. For the 50 nm 
electrodes, an optimized condition was found by examining the outcomes of polypyrrole 
films of different thicknesses achieved when electrodeposition was carried out in various 
times (10, 20 and 35 minutes).  
7.2.3 Characterization of Surface Treated 3D Electrodes 
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Cyclic voltammetry (CV) analysis and electrochemical mpedance spectroscopy (EIS) 
were first performed for the SAM treated 3D electrodes as mentioned in Chapter 6.2.3. 
The analaysis procedure impedance values were also done according to the method 
mentioned in Chapter 6.2.3. For assessing the percent defect in the immobilized SAM 
molecules, the voltammetric reduction peak due to the exposed gold oxide on the SAM 
coated electrode surfaces was evaluated according to the procedure mentioned in Chapter 
6.2.3. For quantifying the surface coverage (Г) of the SAM molecules, stripping 
voltammetry [176] was used to evaluate the voltammetric reduction peak associated with 
SAM desorption. The procedure is again mention in Chapter 6.2.3.  
7.2.4 Biosensing Applications 
Details of this procedure are given in Chapter 6.2.4 and 6.2.5. 
7.3 Results and discussions 
7.3.1 3D electrodes with integrated micro/nano structures and their functionalization 
For the 3D structures, we used those with standing nanopillars of two different 
diameters, 50 nm (shown in Fig.7.1A) and 200 nm (shown in Fig.7.1B). The height of the 
nanopillars was controlled such that a roughness factor (defined as the ratio of the overall 
surface of the 3D structure area to its projection, or ‘real estate’ area) of approximately 18 
was achieved. The reason for selecting this roughness factor is that any values higher 
than this would result in severe bunching of the 50 nm diameter nanopillars. Because of 
this, we also controlled the roughness factor to about 18 for the 200 nm diameter 
nanopillar structures.  
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Figure 7. 1: (A) SEM image of the 50 nm 3D skyscraper nanopillar structures (B) SEM 
image of the 200 nm 3D skyscraper nanopillar structures 
In Fig.7.2A cyclic voltammogram (CV) curves obtained for the bare and MPA or 
MUA treated 50 nm  nanopillar structures evaluated in the presence of the redox couple 
[Fe(CN)6]
4-/[Fe(CN)6]
3- are shown. In comparison between the bare and SAM treated 
structures, the bare one exhibits much higher redox peak currents. Between the two SAM 
treated structures, the MUA treated one exhibits lower redox peak currents than the MPA 
treated one, suggesting a higher degree of blockage for electron transfer resulting from 
the MUA molecules than from the MPA molecules. For b th the bare and the MPA 
treated 3D structures the CV curves show a reversibl  redox event occurring at the 
surface with the electron transfer limited by diffusion in mass transport [127]. In contrast, 
the CV curves for the MUA treated structure exhibits highly irreversible redox behavior, 
confirming a high degree of blockage at the surface or lectron transfer. These results 
indicate that both the MUA and MPA molecules form SAM structures covering the 
surface of the 3D nanopillar structures and that there are more MUA molecules than 
MPA molecules blocking the pathways for electron transfer across the electrode-
A B 
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electrolyte interface, owing possibly to the longer chain length of the MUA molecules 
forming more lateral molecular bonds. Similar behavior is observed for the MPA or 
MUA treated 200 nm nanopillar structures as seen from results in Fig 7.2B. Fig.7.2C 
shows the CV results for polypyrrole treated 50 nm electrodes at various times. A large 
shift in the redox peaks was seen in all three cases. These peaks shifted progressively 
with increasing polypyrrole thickness, suggesting a increase in diffusional resistance 
with the increase of coating thickness.  
The inset in Fig.7.2A and 7.2B shows the results for quantifying percent defects from 
voltammetric reduction peaks in 0.1M H2SO4
 at around 0.78 V. The percent defect was 
around 97.5% and 31.7% for the 50 nm electrodes treated with MPA and MUA, 
respectively. In the case MUA, the percent defect for he 50 nm electrodes was lower 
than that for the 200 nm electrodes (37.8%), implying that MUA forms a better coating 
with less defect when the diameter of nanopillars wa  smaller. In the case of MPA, 
however, the percent defect for the 50 nm electrodes was higher than that for the 200 nm 
electrodes (87.3%). But this cannot be directly correlated as larger defects with MPA 
SAM, since the oxidative/reductive peaks observed in MPA modified gold electrodes can 
be enhanced by the oxidation of monolayer itself [177]. But this higher oxidative current 
which is assumed to be originating from the oxidation of the thiol hydrogen [178] is not 
seen in the MUA SAM. Due to these uncertainties in the origin to the oxidation/reduction 
currents the results from impedance method were considered more reliable for MPA and 
MUA SAM than the CV analysis.  
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Figure 7.2: (A) Cyclic voltammogram (CV) curves obtained for 50 nm bare and MPA or 
MUA treated nanostructures evaluated with Fe(CN)6
3-/4- as the redox couple (Inset) CV 
curves obtained for the bare and MPA and MUA treated 50 nm 3D structures in 
quantifying the percent defect in SAM molecules in electrolyte containing 0.1 M H2SO4 
(B) CV curves obtained for 200 nm bare and MPA or MUA trea ed nanostructures (Inset) 
CV curves obtained for the bare and MPA and MUA treated 200 nm 3D structures in 0.1 
M H2SO4 (C) CV curves of bare gold, and polypyrrole deposited structures (different 
deposition times) evaluated in Fe(CN)6
3-/4-  
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Fig.7.3A shows the corresponding impedance spectra (Nyquist plots) for the 50 nm 
structures. The two SAM treated structures show semicircular Nyquist plots whereas the 
bare one exhibits a straight line plot (see inset). Since a semicircular feature is indicative 
of blockage for electron transfer across the electrode/electrolyte interface, this result 
confirms the formation of SAM molecules at the surfaces. Moreover, the MUA treated 
structure exhibits a larger semicircle than the MPA treated one, suggesting a high degree 
of SAM coverage for the MUA than for the MPA molecules. Fig.7.3C shows the Nyquist 
plots obtained for the polypyrrole coated 200 nm electrodes with different film 
thicknesses. The curves exhibit a larger semicircle than MPA but not MUA. But the 
semicircle is not completely present and tends to flatted out in the lower frequency ranges 
indicating a significant effect from the diffusional impedance caused by the polypyrrole 
layer. The samples with polypyrrole coatings at different deposition times also showed an 
increasing trend in the semicircle radius. To put this in a quantitative sense, a Randles 
equivalent circuit (see the inset in Fig.7.3B) consisting of a solution resistance (Rs), an 
electron-transfer resistance (Ret), a constant phase element (CPE) capacitor  and a 
Warburg diffusional impedance element was used to fit he obtained semicircular Nyquist 


























































































50 nm + 10 min deposition
50nm + 20 minute deposition
50 nm + 35 minute deposition
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C
 
 Figure 7.3: (A) The Nyquist plots from the impedance measurements for the bare, MPA 
and MUA immobilized electrodes on 50 nm with a close-up view of the low impedance 
range given in the lower inset (B) Nyquist plots from the impedance measurements for 
the bare, MPA and MUA immobilized electrodes on 200nm electrodes Equivalent circuit 
elements used is shown in the inset: Solution resistance (Rs), Electron-transfer resistance 
(Ret) and Constant Phase Element (CPE), Warburg diffusional impedance (W) (C) 
Nyquist plots from the impedance measurements for polypyrrole electrodeposited at 
different time duration on the 50 nm electrodes and fully deposited 200 nm electrode  
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Table 1 lists the values for the electron-transfer resistance (Ret) and the Warburg 
diffusional impedance (W) obtained. The ratio of the values (after / before deposition) is 
used for comparison purpose to avoid sample to sample variation. Of the two SAM cases 
for the 50 nm and 200 nm electrodes, the MUA case exhibits a high electron transfer 
resistance arising from a higher degree of coverage. For the polypyrrole cases of the 50 
nm electrodes deposited for 10 and 20 minutes, the changing ratio in Ret is similar to that 
of all the MPA cases. But the W values in all the poly yrrole cases are much higher. The 
changing ratios for Ret and W are approximately 20 and 25 respectively when t  
polypyrrole deposition is carried out for 35 minute. Results between the 50 nm and 200 
nm electrodes show that the 50 nm electrodes had an increased ratio of change of Ret and 
W is case of MUA SAM when compared to the 200 nm electrodes. This higher degree of 
coverage can be because of the increased MUA SAM adsorption onto the smaller 
diameter electrodes.  But in case of MPA SAM Ret and W change is not statistically 
different between the 50 nm and 200 nm electrodes, even when 50 nm electrodes has 















MPA Ret 15 ± 4.8 26.96 ± 3.5 1.79 
 W 105 ± 15 335.6 ± 100 3.19 
MUA Ret 17.82 ± 7 11635±2000 652.92 
 W 214.6 ± 65 negligible ~ 
Polypyrrole      
Deposited in 10 min Ret 42 ± 11 155 ± 15 3.69 
 W 60720 ± 1000 93210 ± 5200 1.54 
Deposited in 20 min Ret 15 ± 2.8 65.5 ± 45 4.37 
 W 369 ± 42 11900 ± 300 32.25 
Deposited in 35 min Ret 18.29 ± 1 349.9 ± 200 18.68 
 W 297 ± 17 16969 ± 300 57.13 
200 nm electrodes     
MPA  Ret 30 ± 2 59 ± 6 1.69 
 W 647 ± 100 925 ± 300 1.43 
MUA Ret 62 ± 4 2366 ± 300 38.1 
 W 2135 ± 400 1622 ± 1200 0.75 
Polypyrrole 50 minutes Ret 372 ± 20 9200 ± 1000 24.73 
 W 315 ± 30 54500 ± 5000 173 
 
Table 7.1: Ret and W values based on the respective equivalent circuits for MPA, MUA 
and polypyrrole (different deposition times) treated electrodes 
Fig.4 shows the CV curves obtained for evaluating the voltammetric reduction peak 
associated with desorption of MPA and MUA molecules from 50 nm and 200 nm 
electrodes. From the CV curves, two current peaks are visible for both the MPA and 
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MUA treated 3D electrodes. The peak at around -0.82 V for MPA and around -1.03 V for 
MUA is due to the cleavage of the gold-sulfur bond [175,177]. The values for Г were 
then calculated for the MUA and MPA treated electrodes as listed in inset Table 2. When 
compared with flat electrodes [13] the amount of MPA and MUA on the 50 nm 
electrodes was 17 times and 18 times higher, respectively. This increase in the amount of 
SAM is proportional to the roughness factor of 18. But in case of 200 nm diameter 
nanostructures, the amount of SAM immobilized was only 12 -13 times higher although 
the increase in area was about 18 times. So the general trend of all the electrochemical 
characterization studies suggests a more effective immobilization of SAM on the smaller 
diameter 3D electrodes.  
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Figure 7.4: CV curves obtained for the MPA and MUA immobilized 50 nm 3D 
electrodes in evaluating SAM desorption in electroly e containing 0.1M NaOH (Inset 
shows 200 nm nanopillar results)  
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% defects for 
50 nm 
electrodes 
% defect on 
200 nm 
electrodes 
Γ for 50 nm 
(mol·cm-2) 
x 10-9 
Γ  for 200 nm 
(mol·cm-2) x 10-9 
MPA 97.5 87.3  8.9 ± 0.17 7.1 
MUA 31.7 37.8  15.1 ± 2 11.8 
 
Table 7.2: Percent defect and surface coverage values of MPAand MUA on 50 nm and 
200 nm electrodes 
Figure 7.5A shows the amperometric current responses to glucose for the 200 nm 
electrodes. The polypyrrole immobilization method had the highest sensitivity in the 200 
nm electrodes. Figures 7.5C & 5D show the amperometric current responses to glucose 
and the linear calibration curves for the 50 nm electrodes functionalized with MPA/GOx, 
MUA/GOx and PPy/GOx (35 min), respectively. Of the ree immobilization methods on 
50 nm electrodes, the polypyrrole electrode again showed the highest current response 
(6.34 µA·cm-2·mM-1). But this value is lower than the value for the 200 nm electrodes 
(8.4 µA·cm-2·mM-1). This difference may be attributed to the polypyrrole deposition 
parameters. To obtain an optimal detection outcome for the 50 nm electrodes, the current 
density and total charge for the electro-deposition of PPy/GOx were lowered to 35 
µA/cm2 and 85 mC/cm2, respectively, as compared with those for the 200 nm electrode, 
namely, 50 µA/cm2 and 150 mC/cm2, respectively [28]. This was necessary in order to 
avoid clogging the inter-pillar space with polypyrrole (occurred at a current density of 50 
µA/cm2 for the 50 nm electrodes). A reduced total charge in the case of 50 nm electrodes 
also meant a lesser amount of GOx immobilization at the surface. All these contributed to 
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the reduction of detection sensitivity of the PPy/GOx treated 50 nm electrodes. Fig. 5B 
shows that in the cases where polypyrrole deposition was done in 10 and 20 minutes (on 
the 50 nm electrodes) the detection sensitivity was much lower than in the case of 35 
minutes deposition.  
The sensitivity for the MPA/GOx treated 50 nm electrodes (6.32 µA·mM-1·cm-2) was 
higher than the sensitivity obtained for the MPA/GOx treated 200 nm electrodes (4.8 
µA·mM-1·cm-2). A similar trend is also seen for the MUA/GOx treat d electrodes (2.59 
µA·mM-1·cm-2 for 50 nm electrodes as opposed to 1.85 µA·mM-1·cm-2 for 200 nm 
electrodes). In general, we observed that MUA (with a longer chain) provides better 
coverage, lesser defects and lower sensitivity thanMPA (with a shorter chain). The 
current responses from the all the SAM treated electrodes exhibited small sample-to-
sample variation (indicated by small error bars; Fig 6).  
Putting the impedance values (Table 1) and the sensitivity values (Figure 7.6) 
together, we found that the polypyrrole (35 minutes) case had higher electron transfer and 
diffusion resistances than the MPA case although the former exhibited higher detection 
sensitivity. One possible explanation for this could be attributed to that the enzymes 
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Figure 7.5: (A) Amperometric results of MPA and MUA and polypyrrole treated 200 nm 
electrodes (B) Linear calibration curves of the immobilization procedures in 200 nm 
electrodes (C) Amperometric results of MPA, MUA and polypyrrole coated at 35 
minutes on 50 nm electrodes (Inset) Amperometric results of polypyrrole coated at 10 
and 20 minutes on 50 nm electrodes (D) Linear calibration curves of the immobilization 





























































































Figure 7.6: Comparison of glucose sensitivity of the different immobilization methods in 
the 50 nm and 200 nm electrodes respectively 
7.4 Conclusion 
This work has provided some insights into how the siz of nanostructures affects the 
functionalization (with enzymes) of 3D electrodes consisting of standing nanopillars. 
Clearly, 3D electrodes with different nanopillar diameters require different 
functionalization strategies. For an alkanthiol SAM based strategy, SAMs are formed 
more efficiently on the 50 nm electrodes than on the 200 nm electrodes, which in turn 
results in higher glucose detection sensitivity values (for both the MPA and MUA SAMs) 
for the 50 nm electrodes. For a polypyrrole based strategy, the optimized electro-
deposition procedure (for entrapping glucose oxidase enzymes) in 3D electrodes leads to 
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lower detection sensitivity values for the 50 nm electrodes than for the 200 nm 
electrodes. Put it in another way, of the two functionalization strategies evaluated, the 
polypyrrole method provides better glucose detection performances with larger nanopillar 
electrodes, but with smaller nanopillar electrodes th  MPA SAM and polypyrrole 




















USE OF NANOPARTICLES FOR BETTER ENZYME STABILITY AND THE SIZE 
EFFECT OF NANOPARTICLES  
 
8.1 Introduction 
The polypyrrole coating in the previous methods wasnot more than 20 nm and this 
caused the electrochemical biosensors to lose it activity within 3 weeks of preparation 
either by leaching or denaturation.  The enzyme layrs formed on the SAM coatings were 
even more unstable than the polypyrrole coatings. It i  therefore very important to 
improve the stability of the enzyme layer such thata biosensor can make continuous long 
term measurements. One idea was to exploit the nanoparticle/enzyme interaction to make 
more stable environment for the enzymes. Thus we examined how gold nanoparticles of 
different sizes, when incorporated into the pyrrole/enzyme mixture prior to 
electropolymerization, can enhance the stability of the enzyme electrode in a 3D 
nanopillar biosensor. 
Gold nanoparticles (GNPs) have been extensively used in lectrochemical biosensors 
to functionalized enzymes to electrode surfaces, mediat  electrochemical reactions as 
redox catalysts and amplify signals in electrochemical immunoassays [179].They have 
also been used in biosensors to enhance the activity of glucose oxidase [180] and improve 
the stability of glucose oxidase at higher temperatures [181]. In this work we are more 
interested in the stability provide by the GNPs in electrochemical biosensors. Proteins in 
general have shown enhanced stability when adsorbed on carbon nanoparticles or gold 
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nanoparticles. Unfavorable interactions between adjacent proteins contribute to their 
deactivation in harsh environments and lower protein surface interaction due to the 
curvature is thought to be the reason why proteins are more stable with nanoparticles or 
nanotubes [182].  
It is also well known that the size of the GNPs has a significant effect on its 
interactions with proteins [183,184].  It was found that a reduction in size of the GNPs 
increased the activity of glucose oxidase [7]. But there has been no study to examine the 
effect of the GNPs’ size on the stability of a glucose biosensor. In this study we 
investigated this by preparing GNPs of 3 different sizes (2 - 4 nm, 8 -10 nm and 25 – 30 
nm). Electrochemical characterization techniques and UV-vis spectroscopic 
measurements were performed to understand how the GNP/enzyme and GNP/pyrrole 
interactions helped enhance the stability of the glucose biosensor. These studies were first 
performed in 3-electrode beaker setup and then confirmed in the microfluidic biosensor 
setup. 
8.2 Experimental methods 
8.2.1 Reagents and solutions 
Pyrrole, D-glucose, glucose oxidase (GOx)- Type X, sodium citrate, potassium 
borohydride, (Tetrakis(hydroxymethyl)phosphonium chloride), Chitosan (100,000 Da)  
and p-benzoquinone of analytical grade were purchased from Sigma-Aldrich (St Louis, 
MO, USA). All solutions were prepared using deionized water. Glucose solution was 
allowed to mutarotate for 24 h prior to experiments. 
8.2.2 Preparation of Gold nanoparticles(GNPs) 
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8.2.2.1 Tetrakis(hydroxymethyl)phosphonium chloride based reduction method 
Small gold nanoparticles (2−4 nm in diameter) in aqueous solution were prepared by 
the reduction of chloroauric acid with (Tetrakis(hydroxymethyl)phosphonium chloride) 
THPC as detailed in the literature [185]. In brief 200µL of THPC (12µL/ml) and 100µl 
0.6M NaOH was added to 20ml of water and mixed for 15 minutes. 400µL of 1wt% 
HAuCl4 was added after 15 min and was left to react for another 15 minutes. Final 
solution turned brown in color.  
8.2.2.2 Citrate/ KBH4 reduction (8- 10nm) 
1 ml of 1% HAuCl4 aqueous solution and 1 ml of 1% trisodium citrate was added to 
100 ml DI water under vigorous stirring for 1 minute. 0.11% KBH4 solution was added 
after 1 minute under vigorous stirring for 10 minutes until the solution color changed to 
dark red. 
8.2.2.3 Chitosan method [186] 
1ml of 1% HAuCl4 was mixed with 100ml of 0.05 % chitosan in 1% acetic acid. The 
mixture heated to 70 °C under constant stirring for 2 hours until the solution turned red. 
8.2.2.4 Sodium citrate reduction [187] 
40 – 45 nm gold nanoparticles were prepared using the sodium citrate as the reducing 
agent. In this method 20 mL of 1.0 mM HAuCl4 was brought to a boil and then a 2 mL of 
a 1% solution of trisodium citrate dehydrate was quickly added. The mixture was heated 
for 10 minutes until the solution turned to wine red color. 
8.2.3 TEM images 
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A 50-µL portion of gold nanoparticle sample solution was dropped on a copper grid 
(Electron Microscopy Sciences). The grid was then drained dry with a tissue paper and 
dried overnight in a desiccator. The samples were examined using a high-resolution 
transmission electron microscope (STEM-Hitachi HD2000).  
8.2.4 Preparation of Nanostructure electrodes 
3D nanostructured electrodes with nanopillars of 50 nm in diameter were prepared 
and cleaned using the methods mentioned in Chapter 4.2.2. 
8.2.5 Electrode functionalization with enzyme/gold nanoparticles 
The electrochemically cleaned 3D nanopillars on the glass substrates were 
functionalized using Glucose oxidase (GOx) / Polypyrrole/ GNPs. To do that, electro-
polymerization of a pyrrole with GOx and GNPs was performed under at a current 
density of 35 µA/cm2 for 35 minutes in 0.1 M KCl solution containing 0.05 M pyrrole,  
0.5 mgml−1 GOx [28]. The amount of the GNP solution added varied from 3µL/ml to 
6µL/ml. The pH was maintained at 7.2 and this was the pH that was maintained in other 
characterization experiments. 
For microfluidic biosensor the polypyrrole deposition was done with a setup 
mentioned in Chapter 8.2.3. The most effective gold nanoparticle size and concentration 
from the external beaker setup studies was used for the microfluidic studies.   
The electrodes prepared were characterized using ampero etric glucose 
measurements to check the for the enzyme stability. Rest of the characterization 
techniques were done to see check the nature of interactions between GNP – polypyrrole 
and GNP-enzyme.  
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8.2.6 Amperometric measurements 
Amperometric measurements were made similar to the method described in Chapter 
5.2.5. Each incremental was equivalent to 2.5mM increase in glucose concentration. The 
amperometric measurements were done on the 1day, 3 day and 12 days and 120 days 
after functionalization of the nanopillars with polypyrrole and the different size GNPs.  
8.2.7 Electrochemical characterization methods 
Cyclic voltammetry (CV) measurements was done on the electrodes functionalized 
with the enzyme and nanoparticles in a solution of 0.1M PBS , 3mM benzoquinone and 
1mM glucose between a potential range of -0.4 V to 0.4 V and at a scan rate of 50 mV/s.  
Electrochemical Impedance Spectroscopic (EIS) studies were performed in a frequency 
range from 0.1 Hz to 100 KHz with an AC signal of amplitude of 10mV (vs. Ag/AgCl) in 
the same electrolyte solution. 
8.2.8 UV-vis spectroscopy and Zeta potential 
The UV-vis measurements were conducted in the Biotek Instrument Incorporation – 
Synergy 4 analyzer, by placing the GNPs / GOx solution in 24 well plates. UV-vis 
absorbance measurements were collected between wavelengths of 400nm to 800nm, with 
a resolution of 1 nm, for the GNPs and GNPs with enzymes. For the absorbance 
measurements the concentration of the GOx was 1 mg/ml and GNPs concentration varied 
from 85µM to 450µM (half the original concentration f the as such prepared GNPs). For 
the fluorescence measurements the excitation wavelength of enzyme was 270 nm and the 
emission spectra were recorded from 300 to 500 nm. The concentration of GOx was 
.005mg/ml and the GNPs concentration varied from 3µL/ml to 6µL/ml. Zeta-potential 
 118
were measured using the Brookhaven Instrument Corporation (Holtsville, NY, USA) – 
ZetaPlus zeta potential analyzer. 10 µL for the gold nanoparticles stock solution was 
added into the cuvettes having 2ml water. 10 µL of 1mg/ml GOx was further added to see 
the shift in zeta potential. 
8.3 Results and discussions 
Figure 8.1 shows the TEM images of the various nanop rticles prepared using the 
different methods. From the images the average diameter of the GNPs prepared using the 
THPC based reduction methods was 2 – 4nm, potassium borohydride based reduction 
method was 8 – 10 nm, Chitosan based reduction method was 25 – 30nm, and sodium 
citrate based reduction method was 40 – 45 nm. The average roughness of the gold 
nanopillars used in this study was around 15. 
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Figure 8.1: TEM images of GNPs from THPC (A), KBH4 (B), Chitosan (C), Sodium 
citrate (D) reduction methods 
Earlier results without any GNPs gave a sensitivity alue of 6 µA/mM/cm2 in glucose 
detection. It is thus desirable not to lower this sensitivity value when GNPs are added. 
Assuming that the HAuCl4 initially present were totally reduced in all these methods, we 
would estimate a concentration of GNPs approximately 0.324 mM, 0.17 mM, 0.17 mM 
and 0.9 mM for the THPC, KBH4, Chitosan and Sodium citrate methods, respectively. In 
this study we found that a certain amount of dilution of the GNP concentration is 
necessary in order to achieve better detection sensitivity, and dilution of GNPs < 120 




GNPS prepared by the THPC method (0.324mM) was added, and 120 µL of the GNPs 
prepared by of the KBH4 and Chitosan methods was added. Since the concentratio  of 
the as-prepared GNPs for the former method (0.324 mM) is about twice that for the latter 
method (0.17mM), this dilution will result in a comparable amount of GNPs in the 
electrolyte.  
The sodium citrate based methods yielded nanoparticles with diameters of 40 – 45 
nm, almost the same as the interpillar spacing (~40nm). Since the polypyrrole coating 
deposited had a thickness in the range of 20 – 30 nm, we believe that these large 
nanoparticles would not be entrapped in the polypyrrole matrix. Therefore we did not use 
them for glucose sensitivity studies.  
8.3.1 Amperometric results 
Figure 8.2 shows the amperometric response to the stepwise addition of 2.5mM of 
glucose and their corresponding sensitivity calibrat on curves for various GNP-
incorporated electrodes on different days. The caseof 25-30 nm GNPs showed the least 
sensitivity of 0.876 µA/mM/cm2 (note that varying the GNP concentration did improve 
sensitivity). Overall, there was a steady trend in the loss of sensitivity over time. On the 
120th day a loss of almost 70% in sensitivity was seen when compared with the first day. 
In the case of 8-10 nm GNPs, an increasing trend in sensitivity was seen on the 3rd and 
12th day in comparison with the first day (Day 1: 5.44 µA/mM/cm2, Day 12: 8.61 
µA/mM/cm2). But on the 120th day, the sensitivity dropped to 5.37 µA/mM/cm2, a 38% 
drop from that of Day 12. The case of 2 -4 nm GNPs gave the best performance in terms 
of stability. These electrodes reached the peak sensitivity on Day 12 (8.87 µA/mM/cm2) 
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and lost about 23% percent of its peak sensitivity on Day 120 (6.78 µA/mM/cm2). But in 
comparison with the sensitivity value on Day 1 (5.67 µA/mM/cm2), the value on Day 120 
was still higher by 20 %. Figure 8.3 shows the bar gr ph results highlighting the change 
in sensitivity over time for various GNP-incorporated electrodes. Clearly, these results 
suggest that smaller nanoparticles have a better enhancement effect to not only improve 
the sensitivity of the glucose biosensor but also to prolong its stability. At this moment, it 
is not clear what causes the increase in sensitivity in the first several days, but we 
speculate that it might be attributed to favorable conformational changes in the 
enzymes/GNP hybrid structures. Along this line of thought, the smallest nanoparticles 
seem to either retain the favorable conformational ch nges in the enzymes over a longer 
period of time or prevent leaching of the enzymes from the polypyrrole matrix. The 
following sections try to obtain some insights regarding structural conformation and 
enzyme activity.  
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Figure 8.2: (A) Amperometric responses to stepwise additions of glucose for the 
polypyrrole/ Glucose oxidase/ 25 - 30 nm GNP (Chitosan) electrode (B) Calibration 
curve of the amperometric results for the polypyrrole/ Glucose oxidase/ 25 -30 nm 
electrode (C) Amperometric responses for the polypyrrole/ GOx/ 8 -10 nm GNPs (KBH4) 
25 – 30nm GNP 
8 – 10 nm GNP 
2 – 4 nm GNP 
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electrode (D) Calibration curve of the amperometric results for the polypyrrole/ GOx/ 8 -
10 nm GNPs electrode (E) Amperometric for the polypyrrole/ GOx/ 2 - 4 nm GNP 
(THPC) electrode (F) Calibration curve of the amperometric results for the polypyrrole/ 
GOx/ 2 - 4 nm GNP electrode  
GNPs size





























Figure 8.3: Summary of the all the sensitivity values of different GNP incorporated 
electrodes over a period of 120 days 
8.3.2 CV and EIS measurements 
Interactions of GNPs with polypyrrole can enhance the electrochemical properties of 
coated electrodes.  We tried to do CV and EIS measur ments on the GNP/PPy/ Glucose 
Oxidase incorporated electrodes to see if there was evidence of enhanced electrochemical 
properties. The CV measurements were done in a solution of 0.1M PBS containing 3mM 
benzoquinone and 1mM glucose to measure the oxidation nd reduction peaks of the 
hydroquinone produced in the presence of glucose and be zoquinone respectively. As 
seen from Figure 8.4A, the 2-4 nm GNP-incorporated el ctrodes had the highest 
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oxidation peak current (0.76mA) followed by the 8-10 nm case (0.69mA) and the 25–30 
nm case (0.34mA). The increase trend in this oxidative peak current of benzoquinone 
with decreasing GNP size is similar to that in the amperometric current responses. These 
results are consistent since the amount of hydroquinone generated depends mostly on the 
active enzyme sites for glucose oxidation. For the reductive peak of benzoquinone, the 8-
10nm and 25–30 nm cases had similar peak values (-0.74mA), whereas the 2–4 nm case 
showed a higher reduction peak (-0.92 mA). Since the concentration of benzoquinone is 
the same in all these cases, the change in current can occur only if there is more active 
surface area for the reduction reaction. This implies that the 2-4 nm GNPs incorporated in 
the polypyrrole can also enhance the reactions. Similar results were also evident from the 
EIS experiments shown in Figure 8.4B.  
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Figure 8.4: (A) CV of polypyrrole/ glucose Oxidase/ GNP electrode in 0.1M PBS, 3mM 
benzoquinone and 1mM glucose (B) Nyquist Plots of the electrochemical impedance 
results of polypyrrole/ glucose Oxidase/ GNP electrode in 0.1M PBS, 3mM 
benzoquinone and 1mM glucose 
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8.3.3 Zeta potential 
The surface charge changes of the gold nanoparticles wh n they interact with 
enzymes can be examined by studying the Zeta potential changes. This can be used to 
understand the type of interactions between the GNPs and enzymes. In order to obtain 
this information, the surface charge (zeta potential) of the GNPs before and after enzyme 
additions was measured and the results are seen in Figure 8.5. The GNPs in water were 
mostly negatively charged and the chitosan based GNP was the most positive as they can 
be covered with the cationic chitosan [188]. Upon addition of enzyme, surface charge of 
the GNPs increased (became less negative). The most change was seen in the chitosan 
reduced GNPs and the least change was in 2 – 4 nm GNPs .Even though at the neutral pH 
the surface charge of glucose oxidase molecules are negative (pI: 4.2), there are changes 
in zeta potential in the positive direction indicatng the interactions are complex and 
similar to the earlier results of BSA on citrate stabilized GNPs [189].  
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Figure 8.5: Zeta potential of the GNPs and GNP- enzyme mixture 
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8.3.4 UV – Vis absorbance spectroscopy 
In UV-vis absorbance studies we were looking for the surface plasmon resonance 
(SPR) peaks shifts of GNPs when they interact with enzymes. Figure 8.6 shows the UV – 
Vis absorbance between 400nm to 700nm. The surface pl smon resonance (SPR) of the 
GNPs peak is around 520nm. The exact peak locations are ize dependent because of the 
mean free path of the electrons is reduces as the size of the GNPs reduces [190]. 2 -4 nm 
gold nanoparticles are too small to have the distinct surface plasmon absorption peak as 
seen in Figure 8.6A [185]. After the addition of glucose oxidase the red shift (shifts 
towards larger wavelengths) in the peaks is observed in case of 8- 10nm, 25 – 30nm and 
40 -45 nm GNPs. This shift is larger when the nanoprticle is smaller. The red shift of the 
spectrum peak results from changes in the local refractive index around the nanoparticles 
because of the enzyme binding [191] and therefore it indicates a possible bioconjugation 
of GNP/GOx [192]. The newer peak in the case of chitosan based GNPs and enzymes can 
be due to the aggregation of nanoparticles (aggregation can cause peaks above 600nm) 
[193]. This aggregation effect can explain why the sensitivity of the chitosan based GNPs 
incorporated electrodes was not as high as the other samples.   In case of 2 - 4nm 
nanoparticles there is larger blue shift (shifts to maller wavelengths) in the resonance 
peak. This can happen if there is decrease in the effective refractive index around the 
particles and increased light scattering. But the exact reason for this phenomenon is still 
not clear. Overall the absorbance spectroscopy reveals the interaction of GNPs and the 
enzyme molecules. The entrapment of GOx in polypyrrole matrix will also involve the 
entrapment of GNPs and there will be possible interaction similar to the ones observed in 
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absorbance studies between GNPs and GOx. These interactions may be one of the main 
reasons for the extended life of the enzymes as the nanoscale environments are known to 
increase stability of proteins in general [182].  
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Figure 8.6: (A) Absorbance spectra of  2 – 4 nm GNPs and GNP/GOx (B) Absorbance 
spectra of  8 – 10 nm GNPs and GNP/GOx (C) Absorbance spectra of  25 – 30 nm 
(chitosan based) GNPs and GNP/GOx (D) – Absorbance spectra of  40 – 45 nm GNPs 
and GNPs/GOx (E) Peak values of absorbance of GNPs with and without enzymes 
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8.3.5 UV- vis fluorescene spectroscopy 
Fluorescence of tryptophan residues in proteins can be used to study the interaction 
between GNP and proteins [194]. Interactions of tryptophan residues with GNPs are 
known to quench the fluorescence of tryptophan. As seen in Figure 8.7 the fluorescence 
intensity decreases with the addition of GNPs. It can be seen that the highest quenching 
occurred for the case of 2 – 4 nm NPSs. We believe that the smallest nanoparticles 
interacted on multiple sites of each glucose oxidase molecule, thereby quenching the 
fluorescence signal the most. These results also confirm the enhanced interaction of the 
smaller GNPs with the enzyme. These increased interactions possibly aided in the 
increase of the stability of the polypyrrole/ GOx/ GNP electrodes.  
Wavelength (nm)












2 - 4 nm nano + GluOx 
8 -10 nm nano + GluOx 
25 -30 nm nano + GluOx 
40 nm nano + Gluox 
 
Figure 8.7: Fluorescence response of enzyme and enzyme/ GNPs to an excitation 
wavelength of 270nm 
8.4 Conclusion 
The size of the GNPs had a distinct effect on the sability of the polypyrrole 
entrapment based glucose biosensor. Smaller nanoparticles with diameter of 2 – 4 nm had 
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the least changes in glucose sensitivity over a period of 120 days. This can be attributed 
to the multiple interactions or contacts of the smaller nanoparticles every enzyme 
molecules. This was confirmed by the UV-vis spectroscopic measurements as the results 
indicated enhanced contact of the smaller GNPs with the enzyme. The electrochemical 
characterization of the deposited polypyrrole films with the smaller nanoparticles also 
indicated lower electron transfer resistance. This also conveys the idea that there can be 
interaction of gold nanoparticles and polypyrrole. So we conclude that the effective 
interactions of the smaller GNPs with the enzyme and polypyrrole lead to higher stability 
of the glucose biosensor.  This study not only shed light into gold nanoparticles enzyme 
interactions but also how they can be utilized in improving the stability of biomolecules 
in biosensors. 
8.5 Highlights of the enzyme electrode studies 
1) Polypyrrole electropolymerization parameters had to be modified to effectively 
coat the 3D gold nanopillars 
2) In 200nm nanopillars, polypyrrole was better immobilization method 
3) In 50nm polypyrrole and MPA SAM gave similar glucose sensing performances 
4) The gold nanoparticle-enzyme co-entrapment in polypyrrole gave the best results 
in terms of stability 
5) Since polypyrrole gave good sensing performance and also stability, this method 
will be the superior method for constructing the microfluidic biosensor 
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6) The information that SAM has enhanced adsorption in smaller diameter 
nanostructures will be useful in other studies likeprotein and DNA biosensors 









SECTION III  
MICROLFUIDIC GLUCOSE BIOSENSOR 
 
All the biosensing studies discussed until now were done mainly in a 3 electrode 
setup in a beaker. With the method for enzyme electrode fully established, in this section 
we will discuss on the development of the microfluidic biosensor. Since the flow 
conditions in microfluidic channels are different from the beaker setup studies, we 
modified and optimized many of the parameters for microfluidic biosensor. These results 
have been discussed in the following two chapters. 
Title and brief description on each of the chapter is given below 
1) Enhancing the performance of a fluidic glucose biosensor with 3D electrodes 
In this chapter we will discuss the patterning of the 3D electrodes and the process of 
formation of the PDMS based microfluidic devices. We will also discuss how the 
polypyrrole method became the preferred method for immobilizing enzymes in the 
microfluidic setup. 
2) Optimizing the design of the microfluidic glucose biosensor for enhanced 
performance 
The performance of the microfluidic glucose biosensor can also be affected by the 
design parameters of the microfluidic channel and other factors like flow rate. So it was 
essential to optimize these parameters to achieve enhanced performance of the biosensor. 
This work is more of an optimization study on all the other microfluidic parameters that 
can be helpful in improving performance of the microfluidic biosensor. 
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CHAPTER 9 
ENHANCING THE PERFORMANCE OF A FLUIDIC GLUCOSE BIOSENSOR 
WITH 3D ELECTRODES 
 
9.1 Introduction 
In this chapter, the three dimensional (3D) nanopillar structures on glass substrates 
were used to develop a microfluidic glucose biosensor for continuous monitoring. This is 
done by converting the 3D electrodes into patterned el ctrodes through conventional 
photolithographic processes to form three electrochemical electrodes (i.e., Enzyme, 
Working and Counter electrodes) of a fluidic glucose sensor device. We introduce an 
effective method for preparing enzyme electrodes through electropolymerization of 
polypyrrole in such a fluidic channel setting.    
9.2 Experimental methods    
9.2.1 Formation of patterned 3D electrodes 
To convert the nanopillars along with the underlying metallic film into patterned 
electrodes, a conventional photolithographic fabrication process was carried out. Figures 
9.1A through 9.1F show the procedural steps involved. Here we used a three-electrode 
design to pattern the nanopillars into three electrodes to be used as enzyme electrode, 
working electrode and counter electrode, respectively. In this case, each of the three strip-
shaped electrodes was 1 mm wide and 1 mm apart (see Figure 9.1G). To form the 
patterned nanopillar electrodes, a positive photoresist (PR) was spun coated on the 
nanopillars and after a prebake step the desired pattern was transferred in a mask aligner 
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(Karl Suss MJB3). After post-bake and PR development, a PR masking layer was formed 
on top of the nanopillars. The unmasked nanopillars and the underlying metallic layers 
were etched. The Au part was etched in a mixture solution containing potassium-iodide : 
iodine : water (4 g : 1 g : 40 ml), and the Ti part was removed in HF:H2O2: H2O (1:1:50). 
The final product was three strip-shaped electrodes con isting of nanopillars standing on 
conducting Au film formed on top of the glass substrate along with their contact pads. An 
interdigitated electrode design with nanopillars (with five fingers - see Figure 9.2 inset) 
was also done using the same procedure, but with an appropriate photomask. The IDEs’ 
individual electrodes had a width and spacing of 200 µm and this design was used to 
improve the detection limit. 
 
Figure 9.1: The procedural steps (A-F) used in the formation of 3D electrodes integrated 
with nanopillars (G) Schematic of the electrode design and position of the fluidic channel   
9.2.2 Development of fluidic channel 
To form a flow channel device, we placed a polydimethylsiloxane (PDMS) chamber 
on top of the glass substrate having the formed 3D electrodes. To make the PDMS 
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chamber, a mould of 15 mm long, 500 µm wide and 100 µm tall was fabricated on a glass 
substrate within a confined box area of 25×40 (mm) using SU-8, an epoxy based negative 
photoresist, through a conventional photolithography rocess. Two thin polymer tubes 
were inserted in the mold on both sides to form the inlet and outlet for the fluidic channel. 
A mixture of PDMS prepolymer and its curing agent in a ratio of 10:1 was prepared in a 
vacuum chamber. The PDMS mixture was then poured onto the mold and left for curing 
for 2 hours at 70 °C. The cured PDMS chamber was then separated from the glass 
substrate and the mould. It was rinsed with ethanol d dried in nitrogen gas. The PDMS 
chamber was placed over the glass substrate to house the nanopillar electrodes through a 
reversible bonding method. To achieve the reversible bonding, the smooth bonding 
surface of the PDMS and the selected area of the glass substrate (having the formed 
electrodes) were first wetted with ethanol and dried. After that the PDMS chamber was 
clamped to the glass substrate using a holding fixture made of acrylic. The reversible 
bond was sufficient to withstand the fluid pressure during our experiments. The area of 
the enzyme and working electrode (in the three electrode design) exposed in the channel 
after the placement of the PDMS channel was 1mm x 0.5mm each. In case of the IDE 
electrodes prepared it was 200 µm x 500 µm each.  
9.2.3 Formation of enzyme electrode 
The electrode close to the inlet (see Figure 9.1G) was converted to an enzyme 
electrode through an electropolymerization process with the electrode close to the outlet 
used as a counter electrode. The polymerization was performed in a fluidic channel 
setting as depicted in Figure 9.2, in which the electrolyte containing the pyrrole monomer 
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was flowed continuously into the fluidic channel at 5 µL/min. The electro-polymerization 
was carried out under an optimized galvanostatic pro ess [28] at a current density of 50 
µA/cm2 in 0.1 M KCl containing 0.05 M of pyrrole and 0.5 mg/L of glucose oxidase 
(GOx) for about 40 minutes against an Ag/AgCl refernce electrode. This electro-
polymerization deposition process was applied to fluidic channels having nanopillar 
modified electrodes as well as to control channels with flat electrodes. The only 
difference was that in the latter, the deposition current was applied at 382 µA/cm2 for 130 
seconds according to our previously established optimal values for flat electrodes [195]. 
 
Figure 9.2: Experimental setup for electropolymerization and mperometric glucose 
detection. Note that during electrode functionalization, the perisaltic pump is connected 
to a reservior containing a mixture solution of poly yrrole, GOx and KCl; during sensing, 
the pump is connected to a reservior of PBS while a fixed volume of glucose in PBS is 
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introduced at the injector. A single set of three-electrode is shown at the low left corner 
and a five-finger IDEs set of three-electrode is shown at the low right corner. 
9.2.4 EIS studies on polymer/enzyme layer 
To assess the formed polypyrrole film on nanopillars, we performed Electrochemical 
Impedance Spectroscopy (EIS) measurements before and after the electro-polymerization 
process. All EIS measurements were done in 10 mM phos ate buffer solution (PBS) 
containing 5 mM Fe(CN)6
3-/4- and 0.15 M KCl in a frequency range from 100 mHz to 1
kHz under an AC potential with an amplitude of 50 mV (vs. Ag/AgCl). The difference in 
impedance due to pyrrole/GOx film deposition performed in the fluidic channel was 
compared with that performed in bulk solution.  
9.2.5 Glucose detection 
After the electro-polymerization step, all fluidic channel devices were thoroughly 
rinsed by passing D.I water and then 0.01 M PBS at a r e of 25 µL/min. The 
experimental setup was the same as the one used for the electropolymerization (Figure 
9.2) except that an injector was used to introduce the analyte solution. To begin, PBS 
(0.01 M) containing p-benzoquinone (3 mM) as a mediator was first fed through the 
channel device at a constant rate of 5 µL/min while t e amperometric current response 
was measured by holding the working electrode at 0.35 V (vs Ag/AgCl). After the current 
response stabilized, PBS (0.01 M) containing a known concentration of glucose and the 
mediator was introduced to the channel at the injector. In this setting, glucose was to be 
oxidized and the mediator reduced at the enzyme electrode. The reduced mediator was 
then oxidized at the working electrode, resulting i a current response whose value 
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depended on the glucsoe concentration. The experiment was repeated at various 
increments of glucose concentration. To compare the performance of the fluidic sensors 
having nanopillar modified electrodes with those having flat electrodes, the same 
experimental procedures were applied to fluidic devices having flat gold electrodes.  
9.3 Results and discussions 
9.3.1 Electrode design using photolithography 
The photolithography procedure was very effective in forming the electrode 
structures with 3D nanopillars. Figures 9.3 show some f the structures formed on glass 
substrates. Almost all nanopillars remained intact after all the lithographic processes, 
demonstrating the robustness of the thin film alumina template method we developed to 
form the 3D electrodes integrated with nanopillars on glass substrates.   
A network of  connected micro dots








Figure 9.3: SEM images showing micro scale structures (a network of connected 
microdots and a pair of interdigitated electrodes) fabricated out of 3D skyscraper 
nanopillar structures 
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9.3.2 Polypyrrole/GOx deposition in fluidic channel 
The direct deposition of polypyrrole/GOx onto the nanopillars in bulk solution did not 
yield good current responses to glucose in both fla and nanopillar electrodes (Figure 
9.3D). But the deposition of polypyrrole/GOx performed in a fluidic setting showed a 
much enhanced current response to glucose. This improvement may be attributed to the 
low volume deposition in a fluidic setting with stric  exclusion of oxygen [196,197]. 
The EIS measurements before and after polypyrrole/GOx deposition for the nanopillar 
electrodes are given in Figures 9.4A and 9.4B. The semicircular feature in the Nyquist 
plots is indicative of the blockage of electron transfer due to surface molecular 
deposition. A larger difference in the radius of the semicircles was seen for electrodes 
prepared in the fluidic channel as compared with those prepared in a bulk solution. To 
quantify it, a Randles Equivalent circuit (see inset in Figure 9.4A) consisting of a solution 
resistance (Rs), an electron-transfer resistance (Ret) and a constant phase element (CPE) 
capacitor was used to fit the obtained semicircular Nyquist plots for resolving the values 
for Ret as listed in Table-1. The change in the value of Ret before and after molecular 
deposition was about 22 fold when the deposition was done in the fluidic setting and 
about 10 fold when the deposition was in the bulk setting. This result showed that the 
deposition performed in the fluidic setting had a better coverage of the glucose oxidase 
molecules than did the deposition performed in a bulk solution.    
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Figure 9.4: (A) Nyquist plots from the impedance measurements of nanopillar before and 
after polypyrrole deposition in bulk solution (Inset: A Randles equivalent circuit 
consisting of a solution resistance (Rs), an electron- ansfer resistance (Ret) and a 
constant phase element (CPE) capacitor) (B) Nyquist plots from the impedance 
measurements of nanopillar before and after polypyrrole deposition in fluidic channel 
 
Table 9.1: Ret values obtained by fitting the Randles Equivalent circuit 
9.3.3 Results of glucose sensing experiments  
When the functionalized electrode was used as the combined working and enzyme 
electrode, we found that the sensitivity achieved was about 30-40% of that when two 
separated enzyme and working electrodes were used, owing possibly to the diffusion 
barrier caused by the polypyrrole layer and the quick swept-away of the electroactive 
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species in the single electrode case. For this reason, we used separated enzyme and 
working electrodes in our experiments for achieving high sensing performance. 
Figure 9.5 shows the current response to glucose for flat electrodes in a concentration 
range from 0.5 mM to 2.5 mM. From the calibration curve (Figure 9.5B) of peak current 
versus concentration, a sensitivity value for the flat electrodes was found to be 7.5 
µA/cm2/mM. This is much higher than other existing flat fluidic channel biosensors (e.g., 
2.93 µA/cm2/mM [4]). To evaluate the kinetics of the enzymatic activity involved, the 
calibration curve was replotted as 1/I against 1/C (Figure 9.5B inset) to determine the 
Michaelis–Menten constant (Km) for the enzymatic activity and the maximum current 
response (Imax). From the statistical fit to the 1/I–1/C plot, based on the Lineweaver–Burk 
function: 1/I = 1/Imax + (Km/Imax) 1/C, the apparent Km and Imax values were found to be 
11.7 mM and 0.124 µA, respectively. This Km value is much lower than the Km values for 
glucose oxidase in a bulk solution (33 mM), suggesting either the glucose oxidase 
entrapped in the polypyrrole matrix has higher activity or a larger amount of glucose 
oxidase in the polypyrrole matrix participates in the reactions.   
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Figure 9.5: (A) Current response curves for various glucose concentrations in flat 
electrodes (B) Calibration plot for flat electrodes 
 Figure 9.6A shows the current response to glucose fr the electrodes integrated with 
nanopillars in a linear response range of 0.5 to 2.5 mM. This range is useful for 
measuring glucose in hypoglycemic condition, but is low in view of the normal glucose 
level between 3.5 and 6.5 mM. However, it can be increased by adding a diffusion barrier 
to the electro-active species [4]. For example, after depositing a thin polypyrrole layer on 
the working electrode we expanded the linear range to 7.5 mM, albeit at the cost of losing 
the detection sensitivity slightly. From the calibration plot (Figure 9.6B) the sensitivity 
value of the nanopillar electrodes to glucose was determined to be 35.9 µA/cm2/mM. This 
value is the highest ever reported for a flow based glucose sensor system. It is five times 
higher than that for the flat electrodes in this study. This increase can be attributed to the 
surface area increase provided by the skyscraper-like 3D nanopillars, allowing more 
surface area for enzyme immobilization and more space for efficient mass transport 
[142,143]. However, this current increase does not match the 18 times increase in surface 
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area. We speculate that the flow condition, althoug helping facilitate efficient mass 
transport, sweep away the analytes before they are detected. Thus the sensitivity may be 
improved when the flow rate is reduced further. TheLineweaver–Burk method was again 
used to determine the Km and Imax values (Figure 9.6B inset) and they were 1.035 mM 
and 0.135 µA, respectively. The apparent activity of enzyme (Km) is even higher in this 
case than the flat case, owing to the increased surface area in nanopillar electrodes for 
more enzyme immobilization.  
 
Figure 9.6: (A) Current response of electrodes with 3D nanopillars in fluidic channel (B) 
Calibration curve for nanopillar electrodes 
9.3.4 Detection limit/ response time 
The detection limit of the three electrode system biosensor was found to be 
approximately 15 µM with a signal to noise ratio slightly greater than 3. This detection 
limit is bit higher when compared with the detection limit of a microelectrode (3 µM) in a 
microfluidic channel [198]. We attributed this to the use of only one set of three 
electrodes and speculated that the detection limit could be lowered when multiple sets of 
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electrodes were used. To demonstrate this, we fabricated a set of interdigitated electrodes 
(IDEs) with five fingers, all incorporated with nanopillars (see Figure 9.2 inset). The 
IDEs’ individual electrodes have a width and spacing of 200 µm. One branch of the IDEs 
was immobilized with enzyme molecules and the other branch was used as working 
electrode. With this IDEs design, we lowered the detection limit to 5 µM without 
affecting much the detection sensitivity in referenc  to that for the three-electrode setup. 
This can be seen in Figure 9.7 where the calibration curve along with the amperometric 
current response curves (inset-A) for the IDEs were shown in a lower range of glucose 
concentrations. The can be attributed to IDEs ability to capture and oxidize small amount 
of reactants more efficiently. Further work is going on to elucidate the cause and to 
achieve an even higher sensitivity and a lower detection limit (it will be discussed in a 
separate report).  
Figure 9.6 also indicated a slow response time for the nanopillar modified electrodes 
(~200 s). This slow response time may be attributed to the fact that glucose molecules 
need to travel a long distance before entering the micro-channel for detection (see Figure 
9.2), which could cause many glucose molecules to stick to the walls and the various 
junctions along the long pumping tube. To show thispo sibility, we used a shorter tube 
for feeding the glucose solution. To avoid using the peristaltic pump (which necessitates 
the need for a long pumping tube), we placed the glucose solution at a slightly elevated 
position above the channel device so that the glucose s lution can be fed to the channel 
by a hydrostatic pressure. Doing this, we cut the response time to about 35 s (see inset B 
in Figure 9.7). This fact suggests that the overall response time can be further shortened if 
 145
the glucose through mass flow optimization. This type of setup will also reduce the 
amount of dead volume needed if the glucose can be i troduced as close to the electrode 
surface.   
 
Figure 9.7: Calibration curve at a lower range of glucose concentrations for the IDEs 
design, Inset-A shows the current responses for the IDEs when the flow is driven by the 
peristaltic pump and Inset-B shows the current respon es for the IDEs when the flow is 
driven by a hydrostatic pressure 
9.4 Conclusion 
We developed fluidic channel based biosensors using the 3D nanopillar modified 
electrodes and established an effective way to entrap enzyme in polypyrrole matrix for 
the functionalization of the 3D electrodes in a fluidic setting. We showed that the fluidic 
biosensors exhibit high sensitivity and fast respone to glucose. There are many areas in 
which the sensor devices can be improved further. For example, the flow rate and channel 
 146
height can be adjusted; a reference electrode can be built on board using the 3D 
structures. The electrode and overall device design can be optimized so that the detection 
limit and response time can be further improved.  The interference problem can be 
minimized by have electrode modifications like Prussian Blue that can reduce the 
operating voltage or have over-oxidized polypyrrole that can act as screen to interfering 
substances. Furthermore, the knowledge learned here regarding the use of nanostructures 
to enhance chemical reactions and mass transport may be pplicable to other devices such 
as neural probes and fuel cells, among others. 
This work laid the platform for building the desired microfluidic biosensor device. 
The polypyrrole deposition done inside the micro-channel it made it easier to immobilize 
the enzymes after constructing the microfluidic devic . Due to this constructional 
convenience polypyrrole method became the preferred m thod after this for the 
development of the microfluidic biosensor.  The next two studies discussed in the 
following chapters made polypyrrole method far more superior than the SAM methods.  
 








OPTIMIZING THE MICROFLUIDIC 
GLUCOSE BIOSENSOR FOR ENHANCED PERFORMANCE 
 
10.1 Introduction 
The microfluidic biosensor device discussed in Chapter 9 has overall scope of 
improvement in terms of sensitivity, reduction of interference and stability. This chapter 
discusses the optimization studies done to improve the overall performance of the 
microfluidic biosensor. We studied the effect of struc ural parameters like the channel 
height and width to improve the biosensor design. We studied the effect of flow rate on 
the current response of the biosensor to determine optimal flow conditions. A pulsed 
current electro-polymerization was used for improving the enzyme immobilization on 3D 
nanopillars.  The stability of the biosensor was improved by improving the enzyme 
coating by co-entrapping gold nanoparticles and enzymes in polypyrrole as done in 
Chapter 8. To reduce interference and increase linear range, we tried coatings like 
overoxidized polypyrrole and Nafion on the working electrode.  
10. 2 Experimental methods 
10.2.1 Electrode preparation and Development of fluidic channel  
Please refer to Chapter 9.2.1 and 9.2.2 for the details on electrode preparation and 
development of the fluidic channel. In this study we build micro-channels with different 
heights and widths. To obtain PDMS channels with different height, first the SU-8 molds 
(used for casting PDMS) were prepared with different thicknesses. The speed of the spin 
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coating method and viscosity of SU-8 was altered accordingly to get the required 
thickness of the SU-8. For example with SU 8 -2050 a spin speed of 4000 rpm yielded a 
40µm thick SU-8 coating and SU-8 2025 at spin speed of 4000 yielded a thickness of 20 
µm. These coatings on glass were then converted to a microchannel mold using 
photolithographic procedures as described in Chapter 9.2.2. To change the width of the 
PDMS channels, the width of the mold was changed by having the negative photomask 
with the desired widths. These SU-8 molds with different heights and width were then 
used to prepare the PDMS channels by casting a mixture of the PDMS prepolymer and 
curing agent (further details in Chapter 9.2.2). The c annels with heights of 40µm and 20 
µm were prepared. The two different widths of the cannel were 500µm and 100µm. 
10.2.2 Pulsed electropolymerization 
Instead of a depositing polypyrrole with a constant current we used a pulsed current 
in this study. Studies were done to check the most optimized ‘switching on time’ (Ton) 
and ‘switching off time’ (Toff) of the applied pulses. Ton and Toff was varied between 
100ms to 500ms to see if that affected the polypyrrole immobilization method. 
10.2.3 Overoxidized Polypyrrole and Nafion coating 
 Polypyrrole was coated onto the working electrode using the same parameters to 
coat polypyrrole on enzyme electrodes (Chapter 9.2.3). The only differences were that 
there was no glucose oxidase in the electrolyte and the polypyrrole coating time varied 
between 10 minutes to 30 minutes. The overoxidized polypyrrole was obtained by 
oxidizing the polypyrrole coating in 0.1M NaOH poten iostatically a potential of 1.2V. 
The potential was applied until the current reached a steady state value. Nafion was 
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coated by dropping 5% Nafion solution on top of the working electrodes and drying them 
before attaching the PDMS channels.  
10.2.4 Electropolymerization with Gold nanoparticles 
Polyprrole was coated on the working electrode with procedure mention in Chapter 
9.2.3. The only difference was 2 – 4 nm gold nanoparticles were added to the electrolyte 
along with glucose oxidase. Constant current was used in the polypyrrole deposition. 
These samples were tested for its stability by performing glucose testing for a period of 
60 days. 
10.2.5 Glucose sensing  
The amperometric sensing of glucose was done as detiled in Chapter 9.2.5 
10.2.6 Testing interference 
 Ascorbic acid was used the model interfering species. The experimental setup was 
similar to the glucose sensing setup detailed in Chapter 9.2.5. The only difference was 
that 0.5mM ascorbic acid was injected instead of the glucose.  
10. 3 Results and discussions 
10.3.1 Effect of channel height, channel width and flow rate 
Figure 10.1 A &B shows the current response curves, of a biosensor with 40µm 
height and 500µm width channels, at different flow rates. Initial flat portion of the current 
is the background current in PBS and the increase in current response corresponds to the 
detection of glucose. In a typical experiment the flow speed was kept constant and 2 – 3 
different glucose concentration (generally 0.5mM, 1mM and 1.5mM) each of 20 µL 
volume was introduced one after the other. The rise and fall of the current signal is 
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because of the entering and exiting of the 20 µL glucose. Each pulse of glucose was 
added only after the current reached the back to the background steady state values.  
Time (s)








































Figure 10.1: (A) & (B) Current responses of the microfluidic glucose biosensor, with 
40 µm height and 500 µm width channel, when operated t different flow rates 
Figure 10.2 shows the summary of the all the sensitivities calculated from different 
current responses (similar to current responses in Figure 10.1A&B) of the glucose 
biosensor with different channel height ( but same channel width-500µm) operated at 
different flow rates. It can be inferred that there is only a small increase in sensitivity by 
reducing the channel height. This small change can be because there might not be a 
significant change in concentration of the electrochemical species close to the working 
electrode by changing the channel height. Since the working electrode current is a 
proportional to the concentration of species only close to its surface, we don’t see a 
significant increase in sensitivity by reducing theheight of the channel. Since we knew 
channel height did not affect the current response, only a channel with 20 µm height and 
100 µm width was prepared for testing changes with the channel width. There was no 
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significant change in sensitivity between the 200 µm and 500 µm width channel based 
biosensor. The channel dimensions did not play an important factor in the design of the 
3D nanopillar based biosensors. To reduce the solution resistance during electrochemical 
experiments we preferred the channels with 40µm height and 500µm width. This was the 
channel width used in rest of the experiments 
By reducing the flow rate there is a very high increase in current response similar to 
results seen in flat electrodes [199]. At 1 µL/min the current response is approximately 70 
µA/cm2/mM and this is about 4 times higher when compared to results at 10 µL/min (~17 
µA/cm2/mM). This sensitivity is one of the highest known for any flow type biosensor. 
But the drawback will be the longer time needed for the glucose to reach the electrodes. 
Even though the response times of the 3D nanopillar electrodes are very quick (see 
Chapter 6), the overall response time of the fluidic biosensor will be poor if we use the 
slow speeds. This slow speed may not be a significat factor if instantaneous 
measurements are not necessary. Quicker response ca b  obtained if the electrodes are 
integrated very near to the origin of species that needs to be detected. In the case of cell 
culture monitoring, if the electrodes are placed very near to a microfluidic cell culture the 
time taken for the media solution to reach the electrodes will be very less. 
 152
 
Figure 10.2: Summary of the sensitivities of the microfluidic biosensor of different 
channel height operated at different flow rates 
10.3.2 Pulsed polymerization 
Pulsed polymerization of polypyrrole has not been do e until now for entrapment of 
enzymes. The pulsed methods are generally known to providing time for ions to replenish 
near the electrode surface and form better localized coatings [200].  This can be helpful in 
getting a more even polypyrrole coatings on the 3D nanopillars and also providing time 
for the larger glucose oxidase molecules to diffuse and get entrapped.  The most critical 
factor in a pulsed deposition procedure is the Ton and Toff times. To start with we had 
equal time of Ton and Toff. The current response of biosensor prepared by 
electropolymerizing polypyrrole at different Ton and Toff is shown in Figure 10.3. As seen 
longer pulse widths of 500ms gave the highest response (~ 32 µA/cm2/mM). When 
compared to results from the direct current deposition they were slightly better (~ 30 
µA/cm2/mM). But shorter pulsed reduced the overall biosensor sensitivity. Earlier studies 
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have shown that shorter pulses in the range of 100ms cause a more compact polypyrrole 
deposit [201].  Since entrapment of glucose oxidase needs a more porous deposit, larger 
pulses or the direct current is most suited for entapment.   
 
Figure 10.3: Current responses for 1mM glucose (speed 5µL/min) from biosensors 
prepared using pulsed electropolymerization techniques with different Ton and Toff   
10.3.3 Reducing Interference 
Figure 10.4 shows the response of the microfluidic biosensor for 0.5mM of ascorbic 
acid with the different anti-interference layers. The Figure 10.4 inset shows the response 
in bare 3D nanopillar electrodes. The first trials for reducing interference involved 
coating polypyrrole on the working electrode. The working electrode was coated with 
polypyrrole using the optimized parameters used in Chapter 9. The time of deposition 
was varied between 10 minutes to 30 minutes. The 30 minutes gave the best protection 
(see Figure 10. 4) but the current response signal also reduced to 75% of the bare 
electrode values. To improve this we used thinner polypyrrole coating (15 minute 
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deposition) and oxidized them into over-oxidized poly yrrole in 0.1M NaOH. Over-
oxidized polypyrrole is known for its ability to act as a perm-selective membrane that can 
reject many of the interfering species [202].  The thinner over-oxidized polypyrrole was 
the most effective in reducing the interference. We were only able to coat Nafion by 
dropping a 5% solution of Nafion on top of the electrodes before attaching the PDMS 
channels. But this got mostly leached off in the flow channels. So the Nafion method was 
not effective in eliminating interference.  
 
Figure 10.4: Current responses for 0.5mM of ascorbic acid with the different anti-
interference layers, Inset shows the response in bare 3D nanopillar electrodes 
10.3.4 Effect of GNP/polypyrrole on the microfluidic biosensor 
The 2 -4 nm gold nanoparticles were used as they showed the most promising results in 
in Chapter 8. In case of microfluidic biosensor also there was very good improvement in 
stability of the glucose biosensor. There was almost n  loss in activity of the biosensor 
after 60 days as seen in Figure 10.5.  
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Figure 10.5: Amperometric response of the microfluidic glucose biosensor on a day after 
the glucose immobilization with GNPS and after 60 days 
10.4 Conclusion 
Channel dimensions did not have significant effect on he performance of the 
microfluidic biosensor with 3D nanopillars. The lower flow rates increased the sensitivity 
of the biosensor significantly. But the lower flow rate also made the detection much 
slower as the glucose took longer time to reach the electrodes. Only the larger 500ms 
pulsed deposition method gave good performance, but not significant enough to replace 
the direct current deposition done at half the time. Interference cannot be completely 
eliminated even using permselective coatings since the coatings are very thin. The most 
suitable method to eliminate interferences in these microfluidic biosensors will be 
modifying the electrode with materials having low hydrogen peroxide detection potential  
10.5 Highlights of the microfludic biosensor studies 
1) Polypyrole electropolymerization on 3D nanopillars in ide microfluidic channels 
give a better glucose sensing performance 
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2) Pulsed polymerization with ton : 500ms and toff : 500ms gave good result, but 
direct deposition is much quicker 
3) Height and width of the channel did not affect sensitivity of the biosensor 
4) Speed of the analyte in the channel is an important factor that affects sensitivity 
and response time. So a proper speed must be chosen to have a quicker response 
time as well as higher sensitivity 
5) Addition of gold nanoparticles in the polypyrrole dposit does also improve the 
stability of the microfluidic biosensor 
6) Working electrode modifications are necessary to reduc  interference and 












MODIFICATIONS OF THE WORKING ELECTRODE 
 
The second electrode in the microfluidic channel is where the electro-active species 
generated at the enzyme electrode will be detected.  This is called the ‘working electrode’ 
since the current changes at this electrode is important for quantifying the analyte 
concentration. This electrode is held at a potential where the electro-active species can 
readily react at the electrode surface. The electron transfer occurring during the reaction 
results in a current change. This current change corr sponds to the concentration of 
electro-active species. Since the nanopillar electrodes surface area is large, the amount of 
current generated is also high and thereby making our bi sensor highly sensitive.   
Bare gold electrodes can also detect other interfering species at potentials needed to 
detect hydrogen peroxide. Use of mediators can reduce this working potential. As seen in 
the previous microfluidic studies overoxidized polypyrrole and a combination of 
mediator can reduce the effect of interfering species. In all the previous studies 
benzoquinone was used as the mediator. But all these diffusional mediators are not 
compatible with cell cultures as they have to be mixed in the media solution. Exposure to 
these mediators can be fatal for the cells.  So we need electrode modifications on the 3D 
gold nanopillars that can either detect hydrogen peroxide directly at lower potentials or 
act as solid state redox mediators. So in this section the gold electrodes will be modified 
with materials that can improve the selectivity and void the use of diffusional mediators.  
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The choice of materials was based on its specificity to oxidize or reduce hydrogen 
peroxide. More specificity will results in reduced interference. Two materials chosen in 
this study were  
a) Prussian Blue and  
b) Poly Neutral Red 
These materials were chosen as they are inexpensive and asy to deposit electrode 
modifications. Prussian Blue has high specificity for hydrogen peroxide detection. But 
this electrode modification is highly unstable in neutral pHs. If this material has to be 
used in a neutral pH cell culture media, its stability has to be improved. So we studied all 
the methods available to improve Prussian Blue stability in neutral pH conditions. We 
have summarized the results of these studies in Chapter 11.  
The second material – polyneutral red is much more stable in neutral pHs. It can 
reduce hydrogen peroxide and also act as a solid state redox mediator that can transfer the 
electrons from the glucose oxidase molecules to the electrode. So we wanted to evaluate 
which of its property will be best for our microfluidic device.  In chapter 12 we will 
discuss how an effective polyneutral red coating can be obtained on 3D nanopillars and 
the best mechanism by which we can detect glucose.  
Of these two electrode modifications the better performing material will be chosen to 






EVALUATION OF METHODS USED TO IMPROVE THE STABILITY OF 
PRUSSIAN BLUE AND ITS ANALOGUES IN NEUTRAL MEDIA DURING 
HYDROGEN PEROXIDE REDUCTION 
 
11.1 Introduction 
Prussian Blue (PB) or Ferri ferrocyanide (Fe(III)4[Fe(II)(CN)6]3) is a coordination 
compound with the Iron(III) atom coordinated  to the nitrogen and the iron (II) atom 
coordinated to the carbon atoms. Prussian blue is known for selectively and 
electrocatalytically reducing hydrogen peroxide [90]. Since hydrogen peroxide is the 
byproduct of the oxidase based enzymes, PB offers a low-cost and effective solution for 
amperometric measurements. The main advantage of reducing hydrogen peroxide using 
PB is that the operating voltage can be set very low (i.e., 0V vs Ag-AgCl) [91]. At such a 
low operating potential it is less likely that non-specific species will interfere with 
intended measurements. 
One problem with Prussian Blue, however, is its instability as a hydrogen peroxide 
transducer. In neutral media, the reduction of hydrogen peroxide produces hydroxyl ions 
2 2 2 2H O e OH
− −+ → . This reduction increases the pH and in turn solubilizes PB on 
the electrode surface [203]. So the stability of PB is always an issue when used for 
hydrogen peroxide reduction. Many attempts have been made to address this problem by 
coating a protective film of wither polyaniline, polypyrrole, poly (3,4-ethylene-
dioxythiophene) (PEDOT) [204], Nafion [205] or chitosan [206] on Prussian blue. 
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Nanocomposites of polypyrrole and Prussian blue have been shown to improve the 
stability of PB [207] since polypyrrole helps prevent Prussian blue from decomposition at 
the presence of OH- ions. A recent study also showed that the hybrid films of Prussian 
blue and polyaniline were stable at a higher pH condition [208]. The stability of Prussian 
blue can also be improved by forming nanocomposites with CNTs [209]. Besides 
Prussian blue, other metal hexacyanoferrate materials and mixed-metal hexacyanoferrate 
such as copper hexacyanoferrate (CuHCF) [210] and copper-palladium hexacyanoferrate 
(CuPd HCF) [211] have been demonstrated as electrodes f r glucose detection.  
One concern for these available protection methods is that the stability tests for these 
PB modified electrodes are often performed in soluti n either with a pH of less than 6 or 
with higher buffer concentration. Moreover, these tests have so far not been done for 
continuous long term measurements. This means that these protection methods have not 
been tested in culture media.  So the question we ask is: will the protection methods still 
be effective in culture media like environment such as 1 mM buffer solution at pH of 7.2?  
Very little information is present in the literature on mechanism by which these 
protection methods improve the stability of PB. Based on the possible routes in which 
these protection methods function as discussed in the literature, we hypothesize that the 
protection mechanism is either by shielding the PB (as in case of conducting polymers) or 
by acting as a buffer layer neutralizing the OH- ions.  
In this study we first evaluated several different metal hexacyanoferrates such as PB, 
CuHCF and CuPd HCF and their stability at neutral pH. Of these hexacyanoferrates, the 
one showing the best stability was further analyzed for its protective effectiveness. 
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Besides these individual species, hybrid materials of hexaxyanoferrate and conducting 
polymer (i.e polypyrrole, polyaniline and PEDOT) were also tested. We chose chitosan 
and Polyethylenimine (PEI) as the materials for protecting metal hexacyanoferrate 
nanoparticles by its buffering action. Chitosan andPEI were chosen for that the positive 
surface charges of both these cationic polymers can balance off the negatively charged 
OH- ions. We prepared the hexacyanoferrates in the form of nanoparticles in order to 
offer a high surface area for this purpose. Furthermore, we coated metal 
hexacyanoferrates on top of a self-assembled monolayer as an additional step to improve 
the stability of metal hexacyanoferrates [212].  Figure 11.1 shows the different protection 
schemes we tested in this study. Most of the procedures used to prepare the metal 
hexacyanoferrates were modified from existing methods t  suit our unique 3D nanopillar 
structures, but some (e.g., chitosan protected PB, PEI coated PB) were tested for the first 
time. The stability of the materials prepared were evaluated using cyclic voltammetric 
and amperometric measurements with and without the presence of hydrogen peroxide. 
A B
DC
A – Prussian Blue analogues nanoparticles only on electrode
B – Co-deposit of Prussian blue analogue and conducting polymer
C – Prussian blue analogue deposit on SAM layer
D – Each Prussian blue nanoparticles protected with polymer coating
 
Figure 11.1: Schematic of the different protection method tested in this study 
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11.2 Experimental methods 
11.2.1 Chemicals 
Pyrrole, Aniline, 3,4-ethylenedioxythiophene (EDOT),  chitosan and 
Polyethylenimine (PEI) were purchased from Sigma-Aldrich (St Louis, MO, USA). 
Potassium ferrocyanide, Potassium ferricyanide, Copper (II) Chloride, Palladium 
chloride, Nickel Chloride, Hydrochloric acid, Phosphoric acid and Potassium hydroxide 
was purchased from Fisher scientific. 
11.2.2 Electrochemical setup 
A conventional three-electrode electrochemical cell onsisting of a Pt-wire counter 
electrode and an Ag/AgCl reference electrode was used for the electrochemical 
processes, and a Princeton VersaSTAT MC electrochemi al system (Oak Ridge, TN, 
USA) was used for electrochemical measurements. 
11.2.3 Preparation of Nanostructure electrodes 
3D electrodes with 50 nm nanopillars were formed on glass substrates using the thin 
film alumina templates previously described in Chapter 4.2.2.  
11.2.4 Electrochemical deposition of PB 
Electrochemical deposition of PB was carried out in a solution of 2.5 mM K3Fe(CN)6, 
2.5mM FeCl3, 0.1M HCl, and 0.1M KCl at a potential of 0.4mA/cm
2 . The 
electrodeposition was done through anodized alumina pores to obtain PB nanopillars. To 
obtain a thin layer of PB onto 3D gold nanopillars, a pulsed current of 0.4 mA/cm2 was 
applied with ton: 100 ms and toff: 400 ms in the same electrolyte solution. After 
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electrodeposition the samples were activated in 0.1M KCl and 0.1M HCl by performing 
cyclic voltammetry between −0.1 V to 0.4 V at a sweep rate of 50 mV/s.  
 11.2.5 Electrochemical deposition of Polymers on PB 
Polypyrrole and PB was electrodeposited from an electrolyte containing 0.1M KCl,  
0.05M pyrrole and 10mM K3Fe(CN)6 by cyclic voltammetry performed at a scan rate of 
50mV/s and a potential range of -0.3V to 0.7V . 
11.2.6 Chemical deposition of PB and its analoques 
PB nanoparticles were coated onto 3D gold nanopillars using a chemical deposition 
process containing Potassium ferrocyanide [213,214]. In this method the 3D nanopillar 
electrodes were dipped sequentially into solutions of  
1) 0.1M KCl / 10mM K4Fe(CN)6  ( pH adjusted to 3 with HCl)  
2) 0.1M KCl / 10mM FeCl3.6H2O ( pH adjusted to 3 with KOH) and  
3) 0.1M KCL (pH 3.0)  
The samples are immersed for 1 minute in each of the solutions which were constantly 
stirred. This dipping process is repeated three tims. The coated samples were heat 
treated at 100°C for 1 hour after the deposition process.  CuHCF was also deposited onto 
3D gold nanopillars through a similar dipping method except that the second dipping 
solution was changed to 0.1M KCl/ 10mM CuCl2 with a pH of 3. In the case of CU-Pd 
HCF the second dipping solution was a mixture of 5mM CuCl2 and 5mM PdCl2.  
11.2.7 Chemical deposition of PB/polymer  
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Interfacial chemical deposition of PB and analogues along with conducting polymers 
was done similar to the method described earlier [215]. The 3D nanopillar samples were 
dipped sequentially into solutions of  
1) 0.1M KCl/0.05M Pyrrole or EDOT or aniline  
2) 0.1M KCl / 10mM K4Fe(CN)6  ( pH adjusted to 1.5 with HCl)  
3) 0.1M KCl / 10mM FeCl3.6H2O (pH adjusted to 1.5)  
For preparing copper hexacyanoferrate based films the econd solution was replaced with 
0.1M KCl/ 10mM CuCl2. In case of CU-Pd HCF the second dipping solution was a 
mixture of 5mM CuCl2 and 5mM PdCl2. The solutions were mildly stirred and the 
dipping time in each of solution was 1 minute. 
11.2.8 Formation of SAM coated 3D electrodes for PB deposition 
To coat cysteamine SAM, the 3D nanostructures were immersed in ethanol solution 
containing 2.5 mM cysteamine SAM for 24 hours. After that, the nanostructures were 
removed and rinsed thoroughly in ethanol and then water. Several different types of PB 
and their analogues were coated on top of the SAM coated 3D electrodes. 
11.2.9 Chitosan based PB/CuHCF nanoparticle synthesis  
PB nanoparticles were prepared by mixing 1mM K3Fe(CN)6 solution (in 0.1% HCl) 
and 1mM Chitosan solution (in 0.1% HCl) in dark at 60°C for 3 hours, based on the 
method described by Ding et al [216]. Extra chitosan w s added to increase the 
concentration of chitosan by 0.5% in the PB nanoparticle solution. Chitosan with 
nanoparticles was deposited on the gold nanopillars by applying a potential of -1V for 2 
minutes [217]. Chitosan protected CuHCF nanoparticles were prepared by mixing 1mM 
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CuCl2 and 1mM K3Fe(CN)6 in 1mM chitosan solution, similar to the method used in 
preparing chitosan coated PB nanoparticles [218].  
11.2.10 PEI coated PB nanoparticles on ITO electrodes 
Coating of PEI onto PB nanoparticles was done using the method detailed by Zhai et 
al [219]. Starting with a solution of 10mM FeCl3, 10mM K3Fe(CN)6, and 0.1M KCl at a 
pH 1.12, 3 mL of solution containing 0.125 g of PEI was added and refluxed for 30 
minutes until PB nanoparticles were formed. Since the PEI was positively charged, we 
electrostatically adsorbed the PEI coated PB onto sheet  of flat Indium Tin Oxide (ITO) 
carrying negative surface charges and used them as electrodes (sheet resistance of 5 – 10 
Ω/cm2). To do so, ITO sheets were dipped into the solutin containing the PEI coated PB 
for 30 minutes followed by washing in copious amount of water. 
11.2.11 Electrochemical characterization 
Cyclic voltammetry (CV) analyses were performed for the PB deposited 3D 
electrodes in a three-electrode electrochemical cell in 10mM phosphate buffer solution 
(PBS) with a pH 7.2. After that, similar CV analyses were performed in a solution of 
10mM PBS and 1mM H2O2.  Most of the CV measurements were performed by scanning 
the potential from -0.2 V to 0.5 V at a scan rate of 50 mV/s. In some cases (e.g., for 
assessing PB deposits on the surface of the 3D electrod s and examining the reaction 
processes) CVs were measured by changing the scan rates f om 10 mV/s to 100 mV/s in 
10mM PBS. 
Amperometric measurements were made in 10mM PBS (pH 7.2) with a certain 
amount of hydrogen peroxide at a constant electrode p t ntial of -100 mV (vs. Ag-AgCl 
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reference). During the amperometric experiment, the solution was stirred constantly for 
ensuring instant equilibrium for mass transport. In each test run, the background current 
was allowed to stabilize before a 10µl of 1M H2O2 was added to 20ml of PBS. After the 
amperometric current response reached a steady-state, another drop of glucose was added 
and the corresponding current response was measured until a new steady state was 
reached. Each incremental drop of H2O2 increased the H2O2 concentration of 
approximately 0.5 mM.  
SEM images of the PB coated samples were obtained from S-4800 Field Emission 
Scanning Electron Microscope (Hitachi). Energy disper ive x-ray analysis (EDAX) was 
used to determine the chemical composition of the PB coated electrodes. 
11.3 Results and discussions 
Figure 11.2A shows an SEM image of a 3D gold nanostructure formed on glass 
substrates. The height of the nanopillars was controlled to give rise to an increase in 
surface area of about 15 times with respect to the projected area. Figure 11.2B shows an 
SEM image of a PB coated 3D nanostructure, Figure 11.2C shows an SEM image of a PB 
PB nanoparticle coated 3D nanostructures, and Figure 11.2D shows an SEM image of a 
PB /polypyrrole co-coated 3D nanostructure. In these xperiments, we also tried to coat 
additional layers of the protective films but found that the extra coating did not yield any 
improvement in terms of stability. So all the result  discussed here are for thin coatings 




Figure 11.2: (A) 3D gold nanopillars on glass templates (B) PB electrodeposited on gold 
nanopillars (C) PB nanoparticles coated on gold nanopillars using chemical deposition 
method (D) PB/polypyrrole codeposited by chemical deposition method 
 
11.3.1 Stability of PB only (Electrochemical and Chemical deposition) 
We first examined if the electrochemically or chemically deposited PB was stable in 
PBS at pH 6. Electrochemically deposition was done  the gold nanopillars and also 
inside porous alumina templates. The alumina templates were dissolved in mixture of 6% 
wt phosphoric acid and 1.8% chromic acid leaving 3D PB nanopillar structures. Of all the 
Prussian blue and its analogues tried in this study, the 3D electrodes coated with PB alone 
showed the largest linear range of response for hydrogen peroxide. Figure 11.3A shows 
the amperometric response of the PB nanopillars. However, a servere reduction in both 
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the oxidation and reduction peaks can be seen in Figure 11.3B for the PB coated 
nanopillars. Since in this case only the loss of materi l can account for the reduction in 
the peaks, this fact suggests that a large amount of PB may leach out from the nanopillars 
during tests. 
On the other hand, PB deposited chemically on gold nanostructures had better 
stability, especially after heat treatment at 100°C for 1 hour.  Figure 11.3C shows some 
measured CV curves in PBS (pH 6) at several scan rates. Since anodic or cathodic peak 
current was linearly proportional to the scan rate, it can be concluded that the electron 
transfer process was a kinetic controlled process rathe  than a diffusion controlled 
process. The amperometric currents measured in PBS (pH 6) show that the chemically 
deposited PB was stable at this lower pH, albeit with a smaller linear range (Figure 
11.3D). But at pH 7.2, the PB lost its activity very fast as it can be seen in the CVs curves 
in Figure 11.3E, where CV curves of consecutive cycles are shown. A reduction in redox 
peak current with increasing cycles suggests again a loss of PB. Even without addition of 
H2O2 the electrode lost its activity and this loss was further accelerated when 1mM of 
H2O2 was added to the solution. These results point to the fact that at pH 6 chemically 
deposited PB is much more stable than electrochemically deposited PB. But unprotect PB 






Figure 11.3: (A) Amperometric measurement of electrochemically deposited PB 
nanorods. (B) Stability of the nanorods studies using CV in PBS (pH-6) (C) CVs at 
different scan rate for the chemically deposited PB nanoparticles. (D) Amperometric 
measurements of the chemically deposited PB nanoparticles (E) Stability of chemically 
deposited PB nanoparticles in PBS at neutral buffer and with H2O2 
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11.3.2 Stability of Copper, Copper/Palladium analogues 
The copper analogue of PB is copper hexacyanoferrate (CuHCF) and it is known to 
have higher stability than PB [203]. The CV (Figure 11.4 A) and amperometric (Figure 
11.5A) measurements of CuHCF in 10mM PBS at pH of 7.2 show only a small amount 
of loss in activity in neutral pHs. The current peak of the 10th cycle drops approximately 
15% compared with the peak of the first cycle. Similarly the drift in amperometric 
current response is very small. Similarly, mixed metal hexacyanoferrate such as the 
Copper/Palladium hexacyanoferrate (Cu-Pd HCF) also showed a high stability at neutral 
pH [211].  These results showed that at neutral pH, CuHCF and Cu-Pd HCF had much 
better stability than PB, even in the presence of H2O2. But a decrease in stability is 
observed as the concentration of hydrogen peroxide incr ases.  
11.3.3 Stability of conducting polymer/ PB analogues 
We first examined the stability of electrochemically co-deposited PB/polymer, and 
found that this approach did not yield any better sability for PB (in PBS at pH 7.2; 
Figure 11.4 B); the stability was similar to that of directly deposited PB. Since it was 
clearly seen that the any electrochemical deposition have inferior stability when 
compared to the chemical deposition method, we proceeded to test the rest of the 
protection method using chemical deposition methods. 
Figures 11.4C to Figure 11.4F show the CV results of chemically co-deposited 
CuHCF or CU-Pd HCF with conducting polymers like polyaniline, polypyrrole, or 
PEDOT. The stability of these materials in PBS was found to be fairly good. Almost no 
change in the CV peak currents was seen after 10 cycles. In the presence of 1 mM H2O2, 
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however, the decrease in peak currents was less than 15% in all the cases. Compared with 
unprotected CuHCF, the change in the peak current after addition of H2O2 was higher in 
the case of polymer protected samples. This can be attributed to the presence of the 
conducting polymers that may enhance the electron transfer between CuHCF and 
electrode surface.  Amperometric results of these samples are given in Figures 11.4A and 
5B. The most stable readings were for the polypyrrole/CuHCF hybrid samples. Cu-Pd 
HCF hybrid samples had higher sensitivity as seen in the unprotected samples. The 
results for the PEDOT hybrid material are not much different from unprotected 
hexacyanoferrate samples, owing that the low solubility of PEDOT might have reduced 
the effective incorporation of the polymer. In summary, the CuHCF conducting polymer 
hybrid materials did improve the stability in PBS at pH 7.2, although a less loss in 
stability was achieved for repeated runs.    
While it is still not clear how conducting polymers protect the PB analogues from 
dissolving into solution when the local pH increases due to hydrogen peroxide reduction , 
we speculate that the polymers may form a physical barrier to prevent the material from 
dissolution. Further work is necessary to elucidate the protection mechanism such that the 






Figure 11.4: CVs of (A) CuHCF , (B) PB/PPy, (C) CuHCF/PANI, (D) Cu-Pd 
HCF/PANI, (E) CuHCF/PEDOT,  (F) CuHCF/PPy in PBS (pH7.2) and H2O2, 
Amperometric response for hydrogen peroxide of (G) All CuPD HCF/CuHCF/ polymer 
hybrids except CuHCF/PPy and (H) CuHCF/PPy 
Now let us have a look of how effective the formation of hybrid materials using the 
chemical deposition method. Figure 11.5 shows the characterization of the 
Polypyrrole/CuHCF coated electrodes using cyclic voltammetry at different scan rates. 
The linear relationship between the peak current and the scan rate suggests a kinetics 
limited electrochemical process, thus confirming that t e Polypyrrole/CuHCF hybrids 
have been effective formed on the surface of the gold nanopillar electrodes. Similar CV 
results are observed with the other hybrid materials. SEM images (Figure 11.6A) and 
EDAX results (Figure 11.6B) support these arguments as the electrodes are seen to have 
a smooth coating on top of gold nanopillars and the coated hybrid material consists of 
multiple chemical compositions.   
 
Figure 11.5: (A) CV of CuHCF/PPy in PBS at different scan rates (B) The peaks current 




Figure 11.6: SEM images of CuHCF/PPy and CuHCF/PANI coated nanopillars and 





11.3.4 Stability of PB analogues on self-assembled monolayers (SAM) 
SAM layers have been shown earlier to improve the sability of metal 
hexacyanoferrates when coated on top of them, especially SAMs with amine groups 
which are known to possess positive charges [212]. Following this idea, we used 
cysteamine SAM to provide the amine terminated ends for better CuHCF deposition. 
Figure 11.7 shows the deposition of CuHCF/polyaniline hybrid onto cysteamine SAM 
treated gold 3D electrodes. Clearly, the change in peak currents between cycles during 
CV experiments (Figure 11.7A) in PBS in the presence of H2O2 was very small (<5%). 
The amperometric results also showed very stable results, albeit with a lot of noise. The 
change in peak current with addition of hydrogen peroxide was also relatively small. The 
response time of the amperometric current was fast when compared with that for the case 
without SAM. Both these can be due to the diffusional resistance from the closely packed 
SAM layers. CuPd HCF samples had an odd amperometric r sponse: more current 
change is seen at the second addition of 1mM of H2O2 than the first addition, implying a 
non-linear current response when the Cu-Pd HCF hybrid material is coated on top of the 
SAM layer. It is thus clear that even though the SAM coating improved the stability of 
CuHCF hybrid materials, the diffusional resistance of SAM to electron transfer may 
negate the overall benefit.  
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Figure 11.7: (A) CV of SAM/CuHCF/PANI done in PBS (pH7.2) and in presence of 
H2O2 (B) Amperometric responses of SAM/CuHCF/PANI and SAM/Cu-Pd HCF/PANI 
11.3.5 Stability of PB nanoparticles covered by protective f lm 
In this method, individual PB or CuHCF nanoparticles were prepared with a coating 
of chitosan or PEI. Chitosan, a polysaccharide, was cho en because it is known to protect 
PB [212] due to the presence of amine groups, making it a polycationic polymer. This 
cationic nature enables it to act as buffer to regulate the pH around the PB nanoparticles. 
Under this hypothesis, the performance of the PB coated chitosan deposited onto gold 
nanopillars was tested using the CV and amperometric studies. As seen from CV results 
(Figure 11.8A) the amount of PB deposited using this method is relatively small when 
compared with the previous methods.  But the amperom tric results were relatively 
higher in the presence of H2O2. We believe there is also reduction of hydrogen peroxide 
by the exposed gold nanopillars [220]. The Prussian blue formed by this method was not 
very stable (as seen from the drift in amperometric results) contrary to our earlier 
hypothesis. This may be attributed to the fact that at  pKa value of 6.5, the amount 
protonated amines available in chitosan is much less than that at neutral pH.  
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PEI is a cationic polymer having primary, secondary and tertiary amines with a pKa 
value around 9, 8 and 6-7, respectively.  So PEI is bound to have more cationic species 
that can act as a buffer at neutral pHs. Thus PEI coated PB nanoparticles with positive 
surface charges were coated electrostatically onto negatively charged flat ITO substrates. 
Figure 11.8B (what about 8A, 8C?) shows a CV curve wh re a more pronounced 
oxidation peak is present possibly due to the positive surface charges. The amperometric 
results (Figure 11.8D) showed a drift and loss of signal in the presence of hydrogen 
peroxide, possibly due to the still large size of the PB nanoparticles which is estimated to 
be 50 nm [219]. We thus speculate that smaller PB nanoparticles may provide better 




Figure 11.8: (A) CV of chitosan coated PB done in PBS (pH7.2) (B) CV of PEI coated 
PB done in PBS (pH7.2) (C) Amperometric responses of chitosan coated PB for 
hydrogen peroxide (D) Amperometric responses of PEI coated PB for hydrogen peroxide 
11.3.6 Stability in cell culture media 
Figure 11.8 shows the stability of CuHCF/polypyrrole and CuHCF/aniline/SAM in 
cell culture media. In cell media, these materials which showed higher stability in 10mM 
PBS at pH 7.2 exhibited very poor stability. Without the presence of hydrogen peroxide, 
the stability was poor, and with the presence of hydrogen peroxide the stability became 
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even worse. In actual culture media, all these protection methods fail to deliver 
acceptable outcomes.  
11.4 Conclusion 
Of the different PB and anaologues tested in this study CuHCF was a more stable 
electrode material for hydrogen peroxide reduction in eutral buffer solution. Of the 
different protection methods used, co-deposition of conducting polymer- CuHCF yielded 
better stability. Presence of SAM on electrode surface also improved the CuHCF 
stability, but a loss of signal and linearity occurred due to the SAM layer. Other 
protective coatings such as chitosan and PEI (based on their surface charges to act as 
buffer) did not show any desirable stability.  Even the most stable methods in neutral 
buffer solutions were not able to replicate their stability in cell culture media. The 
existing methods that are available to increase the stability of PB and its analogues during 







DEVELOPMENT OF POLYNEUTRAL RED BASED ELECTRODES FOR 
MONITORING GLUCOSE IN CELL CULTURE MEDIA 
 
12.1 Introduction 
The second approach used for electrode modification was polyneutral red (PNR).  
The monomer neutral red is a phenazine dye ( N 8,N 8,3-trimethylphenazine-2,8,-diamine) 
with redox properties. The polyphenazines are interesting polymers because of their 
tendency to act as conducting polymers and at the same time as a redox mediator [221]. 
There have already been various reports using PNR as a redox mediator in 
electrochemical biosensors [222-224]. It is also used for detecting hydrogen peroxide 
along with horseradish peroxidase HRP enzyme [225]. PNR and PEDOT were co-
deposited on carbon electrodes and used for hydrogen peroxide detection [226]. Since 
they have properties similar to conducting polymers they have also been demonstrated to 
entrap enzymes [225,227].   
With the existing knowledge on PNR materials, it isclear that it can be used either as 
a hydrogen peroxide sensor or as a redox mediator. In this study we intended to 
investigate whether PNR coatings on 3D nanopillar eectrodes are more effective as a 
hydrogen peroxide transducer or as a direct redox mediator (See Figure 11.3 for both the 
transducing mechanisms).  We deposited PNR on 3D gold nanopillar electrodes in an 
electrochemical procedure tailored for our 3D nanostructures in a microfluidic setup. 
PNR and PNR/PEDOT polymers coated on the 3D electrodes were tested for hydrogen 
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peroxide transduction. For investigating the redox mediating capability, glucose oxidase 
was immobilized using the entrapment method during electro-polymerization.   
12.2 Experimental methods 
12.2.1 Electropolymerization of PEDOT  
The electropolymerization of neutral red was carried out by means of the cyclic 
voltammetry in a solution consisting of 1 – 5mM neutral red, 0.1M KNO3 and 25mM 
(KH2PO4/K2HPO4) phosphate buffer with a pH of 6 [224] . The potential range was 
varied between -1V to 1V at a scan rate of 50mV/s.  
12.2.2 Electropolymerization of PEDOT/PNR 
The electropolymerization of the co-polymer was performed by using the reported 
process [226] with modifications. PNR and PEDOT wascopolymerized using cyclic 
voltammetry in solution containing 0.5 mM neutral red, 5mM EDOT, 0.1M KNO3 and 
25mM (KH2PO4/K2HPO4) phosphate buffer with a pH of 6. During preparation of the 
electrolyte solution the EDOT took almost 2 hours to fully dissolve in the electrolyte 
while the solution was de-aerated continuously with n rogen gas.  The potential range for 
cyclic voltammetry was varied between -1.2V to 1V at a scan rate of 50mV/s.  
11.2.3 Electropolymerization with Glucose Oxidase 
Electropolymerization of PNR and PNR/PEDOT copolymer was carried out in the 
presence of glucose oxidase. The same electrolytes as in two previous methods with 
addition of 1mg/ml glucose oxidase were used.  
11.2.4 Electrochemical characterization 
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Cyclic voltammetry (CV) analyses were performed for the PNR deposited 3D 
electrodes in a three-electrode electrochemical cell in 1 mM phosphate buffer solution 
(PBS) at pH 7.2 or 1X Minimum Essential Medium (MEM) solution.  All the CV 
measurements were performed by scanning the potential from -1 V to 0.5 V at a scan rate 
of 50 mV/s. Amperometric measurements were made in 1 mM PBS (pH 7.2) and the 
MEM media solution at a constant electrode potential of -400 mV (vs. Ag-AgCl 
reference). Hydrogen peroxide and glucose concentration in the solution was incremented 
by 0.5mM and 1mM respectively.  
11.2.5 Microfluidic measurements 
Electropolymerization was conducted inside microchannels similar to the procedure 
used for polypyrrole in Chapter 7. PNR was also deposited on 3D nanopillar electrodes 
outside the channel and then the mold of PDMS channels were mounted to complete the 
device. To mount the PDMS mold, PDMS curing agent was first spin coated [228] on a 
glass slide at speeds of 6000 rpm, and binding surface of the PDMS mold is stamped on 
the spun-coated curing agent. After that the PDMS mold is quickly removed and placed 
onto the chip containing the 3D electrodes. The completed device is conditioned at 100 
°C for 1 hr before further use. Because of the heating at 100 °C, it was necessary to know 
if the heating process had any negative effect on the PNR. This was done by performing 
CVs in PBS before and after the heat treatment with the loss of redox peaks due to 
heating quantified.   
Amperometric measurements were also taken in the microfluidic channel using 
methods described in Chapter 7. Initially the microfluidic device was used to perform 
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hydrogen peroxide measurements. Then for testing glucose, the enzyme electrode was 
created by depositing glucose oxidase using electropolymerization of polypyrrole as 
mentioned in Chapter. The PNR coated electrode was used as the working electrode.  
12.3 Results and discussions 
12.3.1 PNR deposit 
Polyneutral red (PNR) can be obtained by electropolymerization of neutral red. The 
polymerization reaction starts initially with the formation of the cationic radical by 
electrochemical oxidation. The number of radicals formed during oxidation controls the 
structure of the polymer obtained. Therefore the electropolymerization of neutral red 
depends on the applied potential and also the pH of the electrolyte [229]. 
Electropolymerization of PNR has been mainly done by performing cyclic 
voltammograms between -1V to 1V (vs Ag-AgCl) in an electrolyte containing neutral red 
monomer and nitrate ion based supporting electrolyte [224]. Nitrate ions are known to 
form better films at more neutral pHs [230]. So in this study also we used potassium 
nitrate as the supporting electrolyte. The oxidation of neutral red starts at an anodic 
potential of 0.7V and shifts to more positive potentials with increasing cyclic 
voltammetric scans [231] . The electropolymerization of PNR on the 3D nanopillars were 
done by performing the CV scans -0.9V to 0.75V (vs Ag-AgCl). Because a higher anodic 
potential would lead to more deposition completely masking the surfaces of 3D 
nanopillars, we set the upper bound for the anodic potential in CVs to 0.75 V (vs 
Ag/AgCl). Figure 12.1A shows some typical CV cycle urves during 
electropolymerization of neutral red on 3D nanopillars. The redox peaks around −0.7 and 
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−0.4 V, due to neutral red leuco–neutral red reduction–oxidation, increase as the number 
of CV cycles increases, indicateing the growth of the PNR film [231].  
 
 
Figure 12.1: (A) CV deposition of PNR in 0.1M KNO3, 5mM Neutral Red and 25mM 
phosphate buffer with a pH of 6 (B) Amperometric measurements for hydrogen peroxide 
(0.5mM additions) in media solution (C) CVs in 1 mM PBS at pH of 7.2 and Minimum 
Essential Media (MEM) solution 
After successful deposition of PNR, the 3D nanopillar electrodes were tested for their 
stability in phosphate buffer solution and minimum essential medium (MEM).  The 
MEM solution mainly contains 1mM sodium phosphate buffer salts, NaCl, CaCl2, and 
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MgSO4. The CV responses of the PNR coated gold nanopillars are seen in Figure 12.1B 
B) CVs in 1 mM PBS at pH of 7.2 and Minimum Essential Media (MEM) solution. 
Expect for the first 2 -3 cycles the rest of CV cycles showed relative good reproducibility, 
indicating that PNR was very stable in neutral PBS and MEM. The reduction current 
increased as hydrogen peroxide was added to the MEMsolution (Figure 12.1B in media 
+ H2O2 curve). While the results (Figure 12.1B in H2O2 shows the 1
st and 5th CV cycle 
with small changes) did show changes with repeated CV cycles, the changes were very 
small compared with the case of Prussian Blue. Figure 12.1C show the amperometric 
measurements made in the MEM solution by adding 0.5mM of hydrogen peroxide 
incrementally. The current response led to a detection sensitivity value as high as 400 
µA/cm2/mM (need a calibration curve here), although much noise and poor stability were 
visible in the current response (Figure 12.1C). A major difference between PNR and PB 
cases is that the repeat results (5 repeats) of the PNR case showed almost no decrease in 
sensitivity in the presence of hydrogen peroxide. In contrast, the sensitivity of the PB 
case decreased continuously in each subsequent measurement.  
12.3.2 PNR/ PEDOT deposit 
PNR/PEDOT deposits have already been shown as good electrode materials for 
hydrogen peroxide sensing [226]. Here we set out to examine how they would fare on the 
3D gold nanopillar structures. To obtain a better co-deposition of PEDOT, the 
concentration of neutral red was reduced by a tenth (as compared with the case of PNR 
only). Figure 12.2A shows the CV curves during depositi n of PNR/PEDOT polymers 
with the potential range set from -1.1 V to 0.75 V. We kept the same anodic potential 
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limit as the one in the PNR case but extended the cathodic potential limit to -1.1 V in 
order to accommodate the redox peaks because we anticip ted an increase in the 
separation of redox peaks due to presence of the PEDOT in the deposit causing 
heightened diffusion resistance (mainly the counter ions). Figure 12.2B shows the CV 
response curves in MEM solution with and without hydrogen peroxide. Since the ratio of 
the peak currents between the cases with and without hydrogen peroxide is much higher 
than that obtained in the PNR alone case, the PNR/PEDOT co-deposit was considered 




Figure 12.2: (A) CV deposition of PNR/PEDOT in 0.1 M KNO3, 0.5 mM Neutral Red, 5 
mM EDOT and 25 mM phosphate buffer with a pH of 6 (B) CVs of the PNR/PEDOT in 
Minimum Essential Media (MEM) solution and with addition of 1 mM hydrogen 
peroxide (C) Amperometric measurements for hydrogen peroxide (0.5mM additions) in 
media solution (The area of sample used in 2C is 1/5th of the sample area used in Figure 
12.2 A &B)   
12.3.3 PNR and PNR/PEDOT for glucose oxidase entrapment 
Although conducting polymers are often used to entrap enzymes for the development 
of enzymatic biosensors as was discussed in previous chapters, PNR is not one of these 
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often used conducting polymers. Particularly glucose xidase has never been entrapped 
into PNR. However, if this is possible, there will no need to detect hydrogen peroxide, 
because PNR can by itself act as a mediator as illustrated in Figure 12.3A. Using this 
mechanism we will see current increases due to the xidation of PNR, in contrast to the 
H2O2 mechanism (Figure 12.3B) where we will see current decrease due to reduction of 
PNR. To date, only FAD molecules [227] and HRP enzyme molecule [225] have been 
entrapped in PNR and both have been used for hydrogen peroxide detection. So in this 
part of work, we set out to demonstrate, for the first time, the entrapment of glucose 
oxidase using PNR. We believe that if successful, especially if the glucose oxidase 
entrapped in PNR had good linear response range and high sensitivity in glucose 
detection, we can drastically simplify the detection mechanism by using a two-electrode 
microfluidic system in which the enzyme and working electrodes are merged into one.   
 
 Figure 12.3: (A) Schematic of mechanism of redox mediation by PNR (B) Mechanism 
of hydrogen peroxide reduction 
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Figure 12.4A shows the CVs with which PNR was deposited along with glucose 
oxidase. This figure shows an example case at high potential range (-1 V to 1V). Other 
potential ranges for the CVs (similar to the PNR and PNR/PEDOT cases) were also used. 
To control the thickness of deposition, about 6 - 8 CV cycles were carried out for the high 
potential case, and about 30 CV cycles were done for the low potential case (e.g., with a 
upper limit of 0.75V).  Figure 12.4B shows the amperometric response to glucose for the 
PNR/glucose oxidase electrode deposited at the low oxidation potentials. Trial 1 and 
Trial 2 represented two different samples of almost the same geometrical area operated 
amperometrically at -0.4V, but the results differed significantly, owing possibly to the 
different amounts of enzyme entrapped in the polymer. Since the electrodes were 
controlled at -0.4 V, the resulted currents were prima ily originated from reduction 
reactions. We thus suspect that hydrogen peroxide re uction occurs in these cases, as 
illustrated in Figure 12.3B. 
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Figure 12.4: (A) CV deposition of PNR in 0.1M KNO3, 0.5mM Neutral Red, 5mM 
EDOT and 25mM phosphate buffer with a pH of 6 in presence of 1mg/ml glucose 
oxidase (B) Amperometric measurements of glucose (1mM additions) in phosphate 
buffer (C) & (D) CVs of PNR/PEDOT with entrapped glucose oxidase in 1mM PBS and 
with additions of glucose 
Figures 12.4C and 12.4D show the results from two electrodes coated with 
PNR/PEDOT and glucose oxidase. A decrease in the reduction peak around -0.4V with 
increasing glucose concentration is seen. This implies that the reaction mechanism can be 
similar to the one shown in Figure 12.3A in which oxidation reaction taking place at the 
electrode surface which in turn causes a decrease in th  reduction peak at -0.4V. The 
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amount of active glucose oxidase entrapped seemed to variy with samples. This can be 
seen from Figure 12.4D, where current saturation occurs at a glucose concentration of 
2mM.  Even though glucose oxidase was successfully entrapped in PNR and 
PNR/PEDOT, we noted a lack of consistency in glucose sensitivity and considerable 
amount of noise in the signal.  Therefore this entrapment method was not used in any of 
the further experiments.  
12.3.4 Microfluidic experiments 
Based on the previous experiments and results, we beli ve that the PNR/PEDOT 
could be a better material for hydrogen peroxide det ction. To verify this in a 
microfluidic environment, we first deposited PNR onto the 3D nanostructures and then 
mounted the PDMS channel to form the microfluidic device. Due to need for heat 
treatment for mounting the PDMS channel, we examined stability of PNR. Figure 12.5 
shows the CVs of PNR/PEDOT coatings before and after the heat treatment. Only a 
slight change in the CV curves is seen, thus we beli ve the deposition of PNR in this 
manner is effective.   
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Figure 12.5 CV of PNR/PEDOT before and after heat treatment at 100°C 
Figure 12.6 shows the obtained amperometric current esponse in which the operating 
potentials was around -0.5V vs Ag-AgCl. A slight hig er potential was applied in the 
microfluidic setup when compared to external amperometric conditions (-0.4V) to 
compensate the resistive losses in the microfluidic channel. This compensatory resistance 
was calculated each time using the Princeton VersaStat VMC instrument and software. 
On average an over potential of 100 mV is enough to compensate the resistive loss. 
Figure 12.6B and 12.6C show the glucose response in the microfluidic device when the 
enzyme electrode was prepared using the gold nanoparticle method (Chapter 8) and 
PNR/PEDOT coated 3D nanopillars as the working electrode. The glucose sensitivity of 




Figure 12.6: (A) Amperometric measurements of (0.5mM) hydrogen p roxide in 
phosphate buffer (B) Amperometric measurements of glucose (1mM additions) in 1mM 
phosphate buffer (C) Calibration curve for the glucose measurements 
12.4 Conclusion 
We found that PNR/PEDOT seems to be a better candidte for hydrogen peroxide 
detection based on its sensitivity and stability. We also demonstrated for the first time 
entrapment of glucose oxidase in PNR and PNR/ PEDOT polymers for glucose detection 
purpose. However this entrapment method was not as promising due to the inconsistency 
in the obtained sensitivity values. A poor linear rnge and high noise in the current 
 194
responses were also associated with this entrapment thod. Of all the electrode 
modification methods tested above, the PNR/PEDOT method produced much better 
performance in hydrogen peroxide detection, thus it was used to modify the working 
electrode in the microfluidic channel. The amperometric results for the microfluidic 
channel also produced a reasonably good sensitivity of 5.2 µA/ mM /cm2 for glucose 
detection. 
12.5 Highlights of the working electrode studies 
a. None of the protection methods for Prussian Blue and its analogues gave satisfactory 
stability in cell culture media. So this material was considered not appropriate for 
multiple measurements.  
b. Polyneutral Red was more stable in cell culture media and the hydrogen reduction 
mechanism was a more preferred method for glucose detection 
c. Redox mediation of Polyneutral red had smaller sensitivity and linear range and was a 
not preferable method.  









MONITORING CELL CULTURE USING MICROFLUIDIC BIOSENSOR 
 
13.1  Introduction 
Until now we have discussed studies that were performed for making a sensitive, 
stable and reliable 3D nanopillar electrode based biosensor for monitoring changes in cell 
culture media. From these various studies, the best results were taken to build the 
microfluidic biosensor that can monitor cell culture. The following list gives the 
optimized parameters used in the development of the biosensor 
1) 3D nanopillars were patterned as 3 electrodes or IDEs 
2) Height of the channel was 40 µm and width was 500 µm. 
3) Polypyrrole electropolymerization  was done in presence of glucose oxidase and 2 
-4 nm gold nanoparticle inside microfluidic channel  
4) The working electrode was coated with PNR/PEDOT before attaching the 
microchannel 
5) PDMS curing agent was used as the adhesive to seal the PDMS and glass 
substrate with the 3D nanopillar electrodes 
6) The flow rate for amperometric studies was maintained between 1 -5 µL/min 
13.2 Experimental methods 
13.1 Electrode preparation: Refer to Chapter 4.2.2 
13.2 PDMS Channel preparation: Refer to Chapter 9.2.2 
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13.3 Working electrode modification: Refer to Chapter 12.2.2 
13.4 PDMS channel bonding: Refer to Chapter 12.2.5 
13.5 Polypyrrole/ GNP/Glucose oxidase coating for enzyme electrode: Refer to 
Chapter10.2  
13.6 Amperometric measurements: Refer to chapter 9.2.5 
13.7 Cell Culture experiments: 
Cells used for glucose consumption studies were 3T3 fibroblasts. 500 mL of basal 
media, Dulbecco's modified Eagle medium (DMEM) with 50 mL fetal bovine serum and 
5 ml Penicillin Streptomycin (all from Mediatech Cellgro, Manassas, VA) was used as 
the cell culture media. For the experiments in T-75 flasks and microfluidic cell culture 
the 3T3 mouse fibroblasts were maintained in culture under established conditions of 5% 
CO2 at 37°C.  
For measuring glucose changes in T-75 flasks the 3T3 fibroblasts were seeded into 
Tissue culture-flasks and cultured for 3 days. A volume of 15 ml culture medium was 
supplied initially. At regulars intervals (12 hrs or 24 hrs) an aliquot (500 µL) of the 
medium was taken out for testing. This reduction in volume was taken into account when 
considering the overall change in glucose consumption. 
Two types of microfluidic experiments were performed. In the first type of 
experiments, PDMS camber had a height of 150 µm and a bottom surface area of 1.5 cm2 
was fabricated as the fluidic channel and bonded to a glass slide using oxygen plasma 
technique. An inlet and an outlet were made using sterilized needles. The PDMS- needle 
interface was sealed with RTV sealant to prevent any leakage. The device was then 
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sterilized with 2 hours of autoclave at 100°C and 2 hours of UV irradiation. The 
microfluidic chamber was first incubated in the medium supplemented with bovine fetal 
serum for 1 hr. Then the cells were injected and let to stay there for an hour before 
perfusion of the DMEM solution was done. This method yielded successful cell cultures, 
but it was never possible to maintain a sterile enviro ment for integrating the 
microfluidic biosensor.  
In the second type of experiments, 3T3 cells were grown in a 12-well plate. PDMS 
was molded (with inlet and outlet) into a cylindrical shape to fit one of the chambers in 
the 12 well plates. After growing the cells in the 12-well plate for 1 day and making sure 
the cells were completely adherent, the molded PDMS was placed on one of 12-well 
plates as close to the surface as possible without destroying the cells. With this 
experiment we did not have control of the height of the chamber, but it was practically 
easier to make measurements with this setup. 
13.3 Results and discussions 
 13.3.1Theoretical calculations of glucose consumption in 3T3 cell culture 
The consumption of HEPG cells has been already measur d using a planar glucose 
biosensor [232]. They measured and found that HEPG cells had a high glucose 
consumption of 1.5mg/day from a 1cm2 area. In this experiment the authors expected 
glucose concentrations to change in a range of 1.4–2.8mM at a flow rate of 30µL/min 
[232]. From literature it can be found that consumption of glucose by the 3T3 cells was 
much lesser. It can vary between 0.1 – 0.15 mg/day/cm2 after 3 days of cell culture [233], 
when the initial cell density was 3x104 cells/ cm2. In our case the number of cells will be 
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an order of magnitude higher. But if we go by conservative values and consider them in 
our case, the glucose consumption will be 0.1 mg/day/cm2. If we have a flow rate at 5 
µL/min, the theoretical consumption rate is calculated as: 
Glucose consumption per minute = 6.94 x10-5 mg/min/cm2 
At a flow rate of 5µL/min the amount of glucose available is 5x 10-3 mg/min based on 
the initial concentration of glucose. For an initial concentration of glucose 5.6 mM or 
1000 mg/L in the medium, the amount of change in glucose after 1 min = (0 .005mg - 
6.94 x10-5mg) = 0.00493 mg. This amount of change, when expressed in glucose 
concentration change in mM, is (0.00493/5x10-6)/180  = 5.47 mM.  
There will be a change of 0.12 mM in glucose concentration. This can be improved if the 
flow rate is reduced even further (1 µL/min will have a change of 0.6mM). Since the 
detection limit of our biosensor is below 0.1mM we can definite measure these changes. 
These calculations are the most conservative values. The real changes can be even higher. 
In case of T75 flasks the total surface area for cell to grow is 7.5 cm2. Glucose 
consumption per day from that area considering the conservative consumption rate of 0.1 
mg/day/cm2 is 0.75 mg/day.  
Volume of media solution = 15ml  
Initial amount of glucose is 15mg 
Change in glucose amount per day = 15 – 0.75 mg = 14.25mg 
Theoretical change in concentration per day = 0.28 mM 
So the microfluidic biosensor can measure even the changes in the T-75 flask with great 
accuracy if measurements are done three to four times at regular intervals. Theoretically, 
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glucose concentration changes in the T-flasks and microfluidic cell cultures can be 
monitored using the microfluidic biosensor. 
13.3.2 Results of testing in T-flask 
Figure 13.1 shows the experimental setup used to measur  the glucose in the medium 
obtained from T-flasks. An aliquot of the medium was injected into the sample injector. 
A minimum volume of 50 – 100 µL was needed to be inj cted into the injector. This was 
the reason 500 µL of sample was taken out to perform multiple measurements. The 
solution that was injected from the syringe pump was either the DMEM solution with 
1g/L glucose or without any glucose. If there was glucose we were looking at the 
hydrogen peroxide reduction current to reduce to lesser negative values (it will be seen as 
an increase in the graph). If there is no glucose in the media from the syringe pump then 
the increase current will increase more negatively. Both these methods were tried to 












Figure 13.1: Experimental setup for measuring the samples obtained from T-flasks 
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Figure 13.2 A and B shows the measurements done with a base line as the media with 
5.6 mM glucose concentration. The lowering of level shows that the amount of glucose 
level was lesser than the highest amount of 5.6mM.  Figure 13.3 shows the changes in 
glucose concentration calculated from the calibration curves of the devices. As seen there 
is not much change within 4 hours. But samples from different days show different levels 
of glucose. 
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Figure 13.2 A & B: Samples from the 3T3 cells grown in T-75 flasks tested for their 
glucose content 






































Figure 13.3: (A) Changes in glucose concentration when samples were collected with 4 
hours difference (B) Changes in glucose consumption on 2 different days 
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The previous results confirm that the sensor was reliabl  to measure the glucose 
concentration changes. Further experiments were conducted with media solution without 
glucose as the base line. Since the base line has no glucose the following results will 
show increase in current in the negative direction. The base lines were more stable using 
this procedure. Figure 13.4A summarizes all the glucose values obtained from the 
calibrated values (Figure 13.4B). The initial cell concentration was 200,000 and 500,000 
cells/cm2 respectively. The glucose consumption of the 200,000 cell culture system was 
1.7mM after 1 day and 3.3mM after 3 days. In case of 500,000 cell culture system, the 
first day consumption was 2.7mM and the after 3day consumption was 4.1mM. The first 
day consumption was higher than the next 2 days. After 3 days the cells were fully 
confluent and had multiple layers. This might explain the non-linear consumption, as 
there can diffusion limitations for all cells to consume the glucose.  
 
Figure 13.4: (A) Average glucose consumption of the 200,000 and 500,000 cells/cm2 cell 
cultures (B) The calibration curve from which the current values from the biosensor 
responses was converted to glucose concentration values 
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13.3.3 Verification of the biosensor values 
The values from the microfluidic biosensor were compared with the values of the YSI 
(YSI Incorporated, Yellow Springs, Ohio, USA) glucose analyzer. The same samples that 
were tested in the microfluidic biosensor were tested with the YSI glucose analyzer for 
the glucose concentrations. Figure 13.6 A shows that the values from the microfluidic 
biosensor are accurate when compared to the YSI measurements, except for one outlier 
value. We also compared the glucose measurement values from a Hemocue glucose 
analyzer results with the YSI glucose analyzer. These r sults show that the measurements 
don’t match properly (Figure 13.5 B). Since the YSI glucose analyzer was more accurate 
when standard media solutions were tested, we believe that it is more accurate than the 
Hemocue glucose analyzer. From these verification results we can assume that the 
microfluidic biosensor developed is as accurate as an YSI glucose analyzer.  
 
Figure 13.5: (A) Microfluidic biosensor results compared to an YSI glucose analyzer (B) 





13.3.4 Microfluidic cell culture experiments 
Figure 13.6 shows the successful culturing of 3T3 cells inside the microfluidic 
channel. But no successful glucose measurements were done due to non-sterile conditions 
and bubble entrapment in the microfluidic biosensor.  
  
Figure 13.6: (A) Cells inside the microfluidic chamber (B) Live d ad analysis of the cell 
in the microfluidic chamber 
The more successful results in microfluidic conditions were obtained by growing cell 
culture in a 12 well plates. PDMS molds were prepard in the same dimensions as one of 
the wells in the culture plate. After the cells were cultured for 2 days the media from the 
well with cells was completely removed. Teflon taped PDMS mold was placed as close 
to the cell culture. A 500 µ spacer was placed in the bottom of the well. So the final 
height of channel was 500 µm approximately. Media solution was continuously perfused 
continuously at 10 µL/min. The outlet was connected to the microfluidic biosensor and 






Figure 13.7: (A) and (B) - Images of the microfluidic cell cult re and the biosensor 
Figure 13.8 shows the current response of the microfluidic biosensor when attached 
to a microfluidic cell culture. The change in current is around 3.5 nA when compared to 











0.31mM change in glucose concentration. This value corresponds to the theoretical 
























Figure 13.8: Current response for the media from microfluidic cell culture 
13.4 Conclusion 
The microfluidic biosensor was successfully demonstrated for monitoring glucose 
changes in the cell cultures. The biosensor was stable and produced repeatable readings. 
This study can be further extended to measure otherspecies that can be enzymatically 
converted to electrochemically detectable species. Thi  3D nanopillar biosensor can serve 
as an effective platform for developing and monitoring many more metabolic species to 




CONCLUSIONS AND FUTURE WORK 
 
• The microfluidic biosensor was successfully demonstrated for monitoring 
microfluidic based cell culture.  
• The development of a microfluidic biosensor will bring technical know-how 
toward constructing continuous glucose monitoring devices  
• The methods used to develop 3D electrodes incorporated with nanopillars can be 
used for other applications such as neural probes, fu l cells, solar cells etc. 
• The knowledge obtained from the immobilization of enzymes onto nanostructures 
shed some new insight into nanomaterial/biomolecule interactions 
• Scope of improvement in the biosensor 
o Further reduce interferences with more protection on the working 
electrode 
o Incorporation of solid state reference electrode inside the microfluidic 
channels. 
o Integrate the electrodes with the microfluidic cell cu ture to provide more 
sterile conditions and easy operation (see Figure 14.1) 
o Integrate more different enzymes and oxygen sensing electrodes in 
parallel flow channels for monitoring multianalytes 
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